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MANUAL OBJECTIVES AND READER ASSUMPTIONS 

The Laboratory Subroutines Programmer's Reference Manual describes the 
Laboratory Subroutines Package (LSP), a set of eight data-processing 
subroutines to be used in a laboratory environment. 

To use this manual, you should be a laboratory-oriented programmer famil- 
iar with the FORTRAN IV or FORTRAN 77 programming language. You 
should also be familiar with either the RT-11 operating system (Single Job 
(SJ) or Foreground/Background (F/B) monitor) or the RSX-llM or 
RSX-llM-PLUS operating system. In addition, you must understand the 
mathematics involved in explaining the subroutine algorithms. However, 
although the laboratory subroutines are written in the MACRO program- 
ming language, you do not need to be familiar with MACRO to use them. 

MANUAL STRUCTURE 

The Laboratory Subroutines Programmer's Reference Manual contains nine 
chapters and four appendixes. 

Chapter 1 introduces the Laboratory Subroutines software and explains 
how to use the manual. 

Chapter 2 describes the peak-processing subroutine, PEAK. 

Chapter 3 details the envelope-processing subroutine, NVELOP. 

Chapter 4 discusses the interval histogramming subroutine, HISTI. 

Chapter 5 describes the interval histogramming with reference points sub- 
routine, RHISTI. 

Chapter 6 details the fast Fourier transform subroutine, FFT. 



IX 



Chapter 7 discusses the phase angle and amphtude spectra subroutine, 
PHAMPL. 

Chapter 8 describes the power spectrum subroutine, POWRSP. 

Chapter 9 details the correlation function subroutine, CORREL. 

Appendix A explains how to install, verify, and use LSP under the RT-11 
operating system. 

Appendix B explains how to install, verify, and use LSP under the 
RSX-llM operating system. 

Appendix C contains an example of the interactive build procedure for 
RT-11, LSPMAK.SAV. The appendix also shows the output from the 
procedure. 

Appendix D contains an example of the interactive build procedure for 
RSX-llM, LSPMAK.TSK. The appendix also shows the output from the 
procedure. 

RELATED DOCUMENTS 

The following documents provide more information about the RT-11, 
RSX-llM, or RSX-llM-PLUS operating systems and the FORTRAN IV 
and FORTRAN 77 programming languages: 



Reference 

PDP-11 FORTRAN 77 User's Guide 
IAS/RSX-11 FORTRAN IV User's Guide 
PDP-11 FORTRAN Language Reference Manual 
RSX-llM/M-PLUS Information Directory and Index 
RSX-llM/M-PLUS Guide to Program Development 
RSX-llM/M-PLUS MCR Operations Manual 
RSX-llM/M-PLUS Task Builder Manual 
RSX-llM/M-PLUS Utilities Manual 
RT-11 Programmer's Reference Manual 
RT-11 IRSTSIE FORTRAN IV User's Guide 
RT-11 Software Support Manual 
RT-11 System User's Guide 
RT—11 System Message Manual 
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DOCUMENTATION CONVENTIONS 

The following conventions are used in this manual. 

• In programming examples, all information the computer prints appears 
in black. All commands and responses you type appear in red. 

• (M) means you must press the RETURN key on your terminal. 

• You produce certain characters by typing a combination of keys together. 
For example, hold down the CTRL key and type the letter C to produce 
the CTRL C character. Combinations such as this are represented by 

(CTRL/C ). 

• Many commands in this manual contain the expression dvn:. When you 
execute the commands, specify a device and unit number in place of dvn:. 
If you do not include a unit number, the system uses unit as a default. 

For a list of devices and their abbreviations, see the RT-11 System User's 
Guide or the RSX-llM/M-PLUS MCR Operations Manual. 

• In descriptions of commands or file names, capital letters represent actual 
commands, file names, or file types. You must type these exactly as they 
appear. Lower case letters mean that you must supply a name. 

• The term RSX-llM/M-PLUS means either or both the RSX-llM or 
RSX-llM-PLUS operating systems. ' 

• Brackets represent optional elements in a specification. When you use an 
option, do not type the brackets in the command line. 

NOTE 

Under RSX-llM/RSX-llM-PLUS, brackets are also a 
part of the User File Directory (UFD) portion of file specifi- 
cations, that is I group, member |. When you type this por- 
tion of a file specification, brackets are required syntax 
elements. You must type the brackets in the command line. 
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Chapter 1 

Introduction to the Laboratory Subroutines 



The Laboratory Subroutines Program?ner's Reference Manual accompanies 
the Laboratory Subroutines Package (LSP), a set of eight laboratory, data- 
processing subroutines. 

This manual describes the eight subroutines and explains how to use them 
with your FORTRAN programs. It contains nine chapters and four 
appendixes. 

You can use any chapter in this manual independently. Each chapter is a 
self-contained document that deals with all the essential aspects of a partic- 
ular subroutine. Each chapter outlines the algorithm and logic of a subrou- 
tine. Each chapter describes the subroutine's FORTRAN call, arguments, 
and the options that can be used with the subroutine. Each chapter has a 
special reference divider that precedes the chapter and that summarizes 
the information contained in the chapter. 

In addition, each chapter presents one or more example programs that use 
the subroutines. Where necessary, certain chapters also present flowcharts 
and glossaries to explain subroutine operation in greater detail. 

The appendixes tell you how to install, verify, and use the Laboratory 
Subroutines with your FORTRAN programs under the RT-11 
RSX-llM/M-PLUS operating systems. 

1.1 The Laboratory Subroutines Package 

The Laboratory Subroutines Package consists of eight subroutines that you 
can call from any FORTRAN IV program running under the RT-11 opera- 
ting system and from any FORTRAN IV or FORTRAN 77 program running 
under the RSX-llM operating system. The eight subroutines perform a 
variety of standard tasks commonly encountered in the laboratory. 
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NOTE 

FORTRAN 77 V4.0 is the next version of FORTRAN 
IV-PLUS V3.0. FORTRAN 77 is so named because it adheres 
to the 1977 ANSI subset standard for FORTRAN program- 
ming languages. Because FORTRAN 77 is compatible with 
FORTRAN IV-PLUS V3.0, your FORTRAN IV-PLUS V3.0 
programs can run under FORTRAN 77. 

The eight LSP subroutines are: 

1. The peak-processing subroutine, PEAK, detects peaks in waveform 
data. 

2. The envelope-processing subroutine, NVELOP, detects peaks in discon- 
tinuous segments (envelopes) of waveform data. 

3. The interval histogramming subroutine, HISTI, counts the number of 
elements in a data stream that fall into one or more predefined 
categories. 

4. The interval histogramming with reference points subroutine, RHISTI, 
counts the number of elements in a data stream marked with reference 
points that fall into one or more numerical intervals. 

5. The fast Fourier transform subroutine, FFT, numerically approximates 
the analytical or continuous Fourier transform. 

6. The phase angle and amplitude spectra subroutine, PHAMPL, converts 
complex numerical values to phase angles and amplitudes. 

7. The power spectrum subroutine, POWRSP, determines the power spec- 
trum (the relationship between power and signal frequency) in a set of 
Fourier coefficients. 

8. The correlation function subroutine, CORREL, provides a discrete 
method of performing the correlation function. 

Each subroutine has hardware and software options you can use to extend 
the capabilities of the subroutine. The chapter dealing with each subrou- 
tine explains which options the subroutine can use, what the options do, 
and when and how you should use the options. The Laboratory Subroutines 
Package also contains a simple, interactive procedure that lets you build 
the subroutines in order to create a customized version of your LSP soft- 
ware. "Building" consists of assembling the subroutines with the options 
you choose enabled. The procedure does the following things: 

1. Lets you select which subroutines you want to assemble and which 
options you want to use. 

2. Creates a file that sets the switches to enable options you choose. 

3. Creates a file that builds each subroutine you requested with the op- 
tions you chose enabled. 
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4. Creates a file that tests the subroutines you built to make sure your 
software works properly. 

All of the laboratory subroutines are written in MACRO assembly lan- 
guage, but you do not have to know MACRO to use them. You can invoke 
any of the laboratory subroutines with a FORTRAN call statement as you 
would invoke any FORTRAN subroutine. 

The specific FORTRAN call format for a Laboratory Subroutine is outlined 
in the chapter describing that subroutine. In all calls you make to any of 
the Laboratory Subroutines, make sure you state all of the required argu- 
ments explicitly. There are no default values for any of the arguments. If 
you omit an argument, accidentally or on purpose, or if you supply too 
many arguments, a FORTRAN error message results and no data is 
processed. 

1.2 The Laboratory Subroutines Package Distribution Kit 

The distribution kit for the Laboratory Subroutines Package consists of a 
mass-storage volume containing the Laboratory Subroutines Package, this 
manual, a software product description (SPD), and other forms. 

The subroutines are supplied to you on the distribution volume as both 
source files and object files. If you decide to enable options, the interactive 
build procedure creates customized versions of the subroutines from the 
source files. If you decide not to enable any options, you can use the proce- 
dure to build the subroutines without any options, or you can, in some 
cases, use the distributed object files by linking or task building them to 
your FORTRAN programs. The object files were built with no switches set, 
and therefore, with no options enabled. To determine if you can use the 
distributed object files, see Appendix A if you are using RT-11, or Appendix 
B if you are using RSX-llM. 

In addition, the distribution volume contains example programs that call 
the subroutines. Example programs exist on the distribution volume as 
FORTRAN source files. Example program file names have the form: 

EXnsub.FOR or EXnsub.FTN 

where: n stands for the number of the subroutine example program 

sub stands for the first three letters of the subroutine's file 
name 

For instance: 

EX3RHI.F0R or EX3RHI.FTN 

is the third example program for the RHISTI subroutine. 

Text of the example programs appears in each chapter along with the ter- 
minal output that results when you run the programs. 
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Files on the distribution volume are as follows: 



Peak-processing subroutine files: 

For RT-11 

FPEAK.MAC 

FPEAK.OBJ 

EX1FPE.F0R 

EX2FPE.F0R 

EX3FPE.F0R 

EX4FPE.F0R 

Envelope-processing subroutine files: 

For RT-11 

FNVLOP.MAC 

FNVLOP.OBJ 

EX1FNV.F0R 

EX2FNV.F0R 

EX3FNV.F0R 

Interval histogramming subroutine files: 

For RT-11 

HISTI.MAC 

HISTI.OBJ 

EXIHIS.FOR 

EX2HIS.F0R 

EX3HIS.F0R 

EX4HIS.F0R 



For RSX-llM 

FPEAK.MAC 

FPEAK.OBJ 

EXIFPE.FTN 

EX2FPE.FTN 

EX3FPE.FTN 

EX4FPE.FTN 



For RSX-llM 

FNVLOP.MAC 

FNVLOP.OBJ 

EXIFNV.FTN 

EX1FNV.FTN 

EX3FNV.FTN 



For RSX-llM 

HISTLMAC 

HISTLOBJ 

EX1HIS.FTN 

EX2HIS.FTN 

EX3HIS.FTN 

EX4HIS.FTN 



Interval histogramming with reference points subroutine files: 
For RT-11 For RSX-llM 



RHISTI.MAC 

RHISTI.OBJ 

EX1RHI.F0R 

EX2RHI.F0R 

EX3RHI.F0R 

Fast Fourier transform subroutine files: 

For RT-11 

F4FFT.MAC 

F4FFT.0BJ 

EX1F4F.F0R 



RHISTI.MAC 

RHISTI.OBJ 

EXIRHI.FTN 

EX2RHI.FTN 

EX3RHI.FTN 



For RSX-llM 

F4FFT.MAC 

F4FFT.0BJ 

EX1F4F.FTN 
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Phase angle and amplitude spectra subroutine files: 



For RT-11 

PHAMPL.MAC 
PHAMPL.OBJ 
EXIPHA.FOR 
EX2PHA.F0R 

Power spectrum subroutine files: 
For RT-11 

POWRSP.MAC 
POWRSP.OBJ 
EXIPOW.FOR 
EX2P0W.F0R 

Correlation function files: 

For RT-11 

CORREL.MAC 

CORREL.OBJ 

EX1C0R.F0R 



For RSX-llM 

PHAMPL.MAC 
PHAMPL.OBJ 
EXIPHA.FTN 
EX2PHA.FTN 



For RSX-llM 

POWRSP.MAC 
POWRSP.OBJ 
EXIPOW.FTN 
EX2P0W.FTN 



For RSX-llM 

CORREL.MAC 

CORREL.OBJ 

EX1C0R.FTN 



Verification procedure files: 

For RT-11 

LSPVER.COM 

Interactive build procedure files: 

For RT-11 

LSPMAK.SAV 

Files generated by the interactive build procedure: 

For RT-11 For RSX-llM 



For RSX-llM 
LSPVER.CMD 

For RSX-llM 
LSPMAK.TSK 



LSPCND.MAC 
LSPBLD.COM 
LSPVER.COM 



LSPCND.MAC 
LSPBLD.CMD 
LSPVER.CMD 



For instructions on installing, verifying, and using the Laboratory 
Subroutines, see Appendix A if you use RT-11 or Appendix B if you use 
RSX-llM/M-PLUS. Each appendix includes a description of the interac- 
tive build procedure, LSPMAK, and instructions for using it. 
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PEAK-PROCESSING (PEAK) SUBROUTINE 

FORMAT: 

CALLPEAK(ITABLE,INPUT,INLAST,INPTR,OUTPUT,IDIMO,NPEAKS) 

Where: 

IT ABLE is a 68-element integer array (a 79-element array if AUTOG$ 
or DPP$ is enabled). 



ITABLE(l) 


= 


original point density 


ITABT,F,(2) 


= 


baseline test factor 


ITABT,F,(3) 


— 


gate parameter 


ITABT,F,(4) 


= 


minimum increase indicator 


ITABT,F,(5) 


= 


output data type 


ITABT,R(6) 


= 


error indicator! 


ITABT,R(7) 


= 


reentry pointer 


ITABT,F(8) 


= 


input type indicator (if AUTOG$ or DPP$ is 
enabled) 


INPUT is an integer array containing input data. 


INLAST is an integei 


■ variable specifying subscript of last data element 



in INPUT. 

INPTR is an integer variable specifying subscript of last element in 

INPUT processed. 

OUTPUT is a double-subscripted array used to store output data. 



IDIMO 



NPEAKS 



0UTPUT(1,N) 
0UTPUT(2,N) 
0UTPUT(3,N) 
0UTPUT(4,N) 
0UTPUT(5,N) 
0UTPUT(6,N) 
0UTPUT(7,N) 
0UTPUT(8,N) 
0UTPUT(9,N) 
OUTPUT(10,N) 



area, Nth peak 

crest height, Nth peak 

crest time. Nth peak 

leading minimum height, Nth peak 

leading minimum time, Nth peak 

width, Nth peak 

trailing minimum height. Nth peak 

trailing minimum time, Nth peak 

ending indicator. Nth peak 

current number of input points 

averaged 



is an integer variable specifying number of peak data sets that 
can be stored in OUTPUT. 

is an integer variable specifying number of peak data sets al- 
ready stored in OUTPUT. 



FILE NAMES: 

FPEAK.MAC (source file); FPEAK.OBJ (object file) 



OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

• AUTOG$ (Autogaining) 

• DPP$ (Double Precision Integer Input) 

• NOFLT$ (No Filter) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If you use the digital filter and enable the following options: 



NONE 

AUTOG$ 

DPP$ 


NONE 

1033 
1237 
1219 


EIS 

905 
1097 
1079 


EAE 

946 
1150 
1132 



If you enable the No Filter (NOFLT$) option and the following options: 



NONE 

AUTOG$ 

DPP$ 


NONE 

957 
1118 
1100 


EIS 

831 
982 
964 


EAE 

870 
1031 
1013 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 1000 Points/second. 
With PDP-11/03 and EIS enabled: 450 Points/second. 



Chapter 2 

The Peak-Processing (PEAK) Subroutine 



The peak-processing subroutine detects significant fluctuations, called 
peaks, in data describing a waveform and reports definitive characteristics 
for each peak found. The process is known as peak analysis. 

Input to the subroutine is a series of discrete positive integers correspond- 
ing to values of a waveform function at evenly spaced intervals. To elimi- 
nate distortion-producing components in the data, the input is linearly 
averaged and filtered before final processing (Figure 2-1). You can change 
specified algorithm parameters to enhance detectability of directional 
trends and baselines for a given set of data. 

Figure 2-1: Flow of the PEAK Subroutine 



PEAK-Processing Algorithm 



INPUT; 
Averaging 




Digital 
Filter 




Trend/Width/Baseline Detection; 
Area/Width Calculation; OUTPUT 






i 








I 



PEAK Subroutine 



Output from the subroutine is in the form of size and position for each peak 
detected. Size is defined by area, height, and width, and position is ex- 
pressed in terms of when a peak begins, crests, and ends. The subroutine 
further reports how each peak ends — on a baseline or at a valley. 

2.1 Definition of Basic Terms and Conventions 

It is important to understand how some of the terms and conventions de- 
scribing the PEAK subroutine are used throughout this chapter. 
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• The term data (input) stream describes all values presented to the sub- 
routine for processing. Actual values processed by the algorithm are 
sometimes called heights, for example, crest height, leading minimum 
height. 

• The duration axis of the waveform is the time axis. Time is measured as 
the number of raw data points processed since the start of the input 
stream. Thus, the term crest time means that crest height was observed 
when a number of raw data points equal to crest time were processed. 

• "Noise" is a generic term for all distortion-producing components in the 
input data. 

• Point-to-point changes are local changes, as contrasted with overall 
changes during the course of the waveform, which are called trends. 

• Changes are persistent in one direction if the number of changes in that 
direction exceeds the number in the opposite direction. 

2.2 The Peak-Processing Algorithm: Processing Raw Data 

The peak-processing algorithm detects increasing and decreasing trends in 
a set of data. Output from the PEAK subroutine is directly related to the 
points where we observe changes in these trends. When we see an increas- 
ing trend, the point where the increase begins is labelled the start of the 
peak, and its value the leading minimum height. The point where a subse- 
quent decreasing trend begins is the crest, or crest height, of the peak. And 
the point where the decreasing trend stops — or a baseline is 
detected — is taken as the end of the peak, or its trailing minimum height. 
We can then use this information to calculate the area and width of the 
peak. Under ideal conditions this sequence defines the total function of the 
algorithm. 

Actual conditions are seldom ideal, however. Environmental influences 
during data collection tend to distort the pure function being analyzed. To a 
great degree the algorithm and any controls that you can exercise over the 
subroutine parameters are aimed at removing these distortions so that only 
the real (dominant) trends in the data are visible. 

2.2.1 Averaging of Input Data 

The peak-processing algorithm first takes a linear average of input-data 
points; you can specify the number of points to be averaged by means of the 
first variable parameter, the Original Point Density (OPD). Thereafter the 
subroutine deals only with averaged heights, which can represent several 
raw data points. Keep in mind, however, that the time associated with each 
averaged height is based upon the total number of raw data points aver- 
aged since input began. 

This averaging process smooths any "rough edges" from the data. Obvi- 
ously you will want to give serious thought to the value you assign to the 
OPD. If too many points are averaged, real information may be lost. In an 
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extreme case you might miss an entire true peak, but a more common 
result is late detection of significant trend changes. By averaging too few 
points, on the other hand, you could detect false trend changes. 

In certain applications of the subroutine you may find that peaks are "tall 
and thin" at the outset of the waveform, then tend to become "short and fat" 
as it progresses. The algorithm compensates for this tendency by increasing 
automatically the number of points averaged when it detects a peak width 
that exceeds a preset optimum,^ Thus the algorithm makes wide, short 
peaks more visible and increases the likelihood of detecting real data fluc- 
tuations that might otherwise appear insignificant. 

2.2.2 Use of the Digital Filter 

The averaged data points are not processed directly by the trend-detecting 
portion of the algorithm but are first filtered by means of a digital filter. 
The equation for this nonlinear center-weighted filter involves seven 
averaged-data points having coefficients of a modified least-squares fit. 

Yo = [- (Y^ + Y+3) + 4 (Y-2 + Y^2) + 11 (Y-i + Y^i) + 14Yo]/ 42 

The coefficients are tuned to prevent area distortion for small peaks in the 
vicinity of large ones. 

As each new averaged data point is calculated, it is placed in the filter as 
the last, or Y+3, point. The new center point is calculated, after which the 
points used in the filter are shifted down by one, that is, Y-j = Yq. Prerequi- 
sites for this process are: 

• Seven averaged points must be calculated before the digital filter may be 
applied. 

• The first point to be considered for directional-trend detection is the cen- 
ter point resulting from application of the digital filter to these original 
seven points. 

• Each subsequent set of seven points used by the filter is chosen using a 
sliding "window", that is, each new averaged point (after the first six) is 
used seven times in successive applications of the filter. There is a slight 
twist to the sliding window in that once the filter has been applied three 
times, four of the points in the current application of the filter are the 
result of averaging raw data while the other three (Y-3, Y-2, Y-i) are the 
result of previous applications of the filter. 

2.2.3 Trend Detection — Application of the Gate Factor 

Although averaged and filtered data have been smoothed in earlier process- 
ing, the resultant filtered data points may still exhibit slight point-to-point 
fluctuations unrelated to the dominant trend of the data. You may set two 



^ When the half-width-at-half-height measurement of a peak exceeds 25, the algorithm 
doubles the number of points averaged. 
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parameters — the gate factor and the minimum increase — so that the 
algorithm ehminates much of the effect of this fluctuation. 

The gate factor (GT) specifies a valid directional trend in terms of the 
number of changes in direction, either persistent or consecutive, over a 
series of filtered points. 

The minimum increase (IM) is a standard used to test for a real increase in 
filtered data from point to point. 

At the outset of the input stream and at points where crests are detected, 
neither an increasing nor a decreasing directional trend has yet been estab- 
lished. The next established trend is determined at these points as the first 
direction in which the data change "gate" times. 

At intermediate points a current trend is already established. Changes in 
directional trend at these points may be established only if the number of 
consecutive local changes in the new direction is equal to the gating factor. 

A local change is defined in terms of the relation between a given data 
point and the local minimum or maximum. If the current height is less 
than the local minimum, the change is downward, and conversely, if the 
height is greater than the sum of the local maximum and the minimum 
increase value (IM), the change is upward. If the height is between the local 
minimum and maximum, no change is indicated (although the area is 
updated). 

When processing is initialized, and at the crest of each peak, the local 
minimum is set to a very high value and the maximum to a very low value. 
Between crests the local minimum and maximum may be best described by 
the flow diagram. 

It should be stressed that the points of greatest interest on the 
waveform — essentially the points that determine the peak — are found 
at the points of trend change: the beginning of a peak, the peak crest, and 
sometimes the end of a peak. This test is the heart of the algorithm. 

2.2.4 Calculation of Area under the Peak 

Two peak characteristics that are not entirely dependent on points of domi- 
nant trend change are area and width. The area under the peak, or inte- 
gral, is calculated by taking the sum of the area increments corresponding 
to each filtered point and half the area increment at the first and last points 
of a peak. The area increment at each filtered point is the product of its 
height times the number of points currently being averaged. 

2.2.5 Algorithm Definition of the Width of a Peak 

Calculation of the peak width must be explained in a little more detail. The 
peak-processing algorithm defines peak width as the difference between the 
time when the crest occurs and the time when a point is reached on the 
trailing side of the peak whose height is half the crest height as measured 
from the height of the leading minimum (Figure 2-2). 
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It is possible that the data may establish an increasing trend on the trail- 
ing side of a peak before the point is reached where width is normally 
calculated. An increasing trend on the back of a peak is seen as terminat- 
ing the peak; the width calculation for the peak is then made at the point 
where the increasing trend begins. The value calculated is called the 
estimated peak width, and it is half the difference between time of crest 
occurrence and time at which the increasing trend is observed (Figure 2-3). 

Figure 2-2: Calculation of True Peak Width 




a = Leading Minimum Height 

b = Crest Height 

c = Point Whose Value is '/2(a + b) 



d =b-a 

e = Peal< Width 

f = d/2 



Time c'-Time b' 



MR.S-1G01.81 



Figure 2-3: Calculation of Estimated Peak Width 
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2.2.6 Algorithmic Detection of the Baseline 

A final and important step in peak analysis is to determine whether data 
reported for a peak have been affected by similar data observed for another 
peak. The algorithm checks to see whether recorded peak data indicate a 
period of relative quiescence before a new peak begins or whether a new 
peak begins with no intervening quiescent period. Such quiescence relative 
to the overall peak contour is interpreted as a baseline; when it does not 
occur, we say that the peak has ended at a valley. The problem thus be- 
comes one of detecting when, or if, the baseline is reached. 

Normally we assume that when the algorithm is initiated, input starts 
from a quiescent state; therefore we may take the point at which an in- 
creasing trend is first observed to be the current baseline height as well as 
the leading minimum height of the first peak. Because baseline detection 
thereafter involves a comparison of relative minimums, this first detected 
minimum has a profound effect on the entire process. 

Once a crest has been detected, any attempt to find a new baseline begins 
only after the width has been calculated. The time past crest detection 
when the baseline search begins is a function of the calculated width. Spe- 
cifically baseline detection begins at a time equal to crest time plus the 
product of the width and the baseline test factor (BT), an input variable 
parameter. The interval between crest detection and the start of baseline 
detection reflects the duration of a normal peak as it decays to a relatively 
quiescent state. 

To detect an actual baseline height, the slopes of successive tangent lines 
from the current baseline point to each new filtered point are calculated. If 
two successive increases in slope are observed before an increasing trend in 
the filtered data is established, the second of these points is taken as the 
termination of the peak, and the peak is seen as ending on a baseline. 

If an increasing trend is established before two successive increases in slope 
are observed, the peak is said to end at a valley, the new peak begins at the 
point where the increasing trend is first observed, and the baseline data 
remain unchanged. 

Note that even though two successive increases in slope indicate a baseline, 
the next peak does not begin until that point where another increasing 
trend is established. The leading minimum point for the next peak is inter- 
preted as defining the height and time of the new baseline. The area be- 
tween the trailing minimum of the last peak and the leading minimum of 
the new peak is ignored.^ 



1 Data taken during this period indicates that there is no peak-producing activity. 
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2.2.7 Flow Charts for the PEAK Subroutine 

The series of flow charts presented as Figures 2—4 through 2-9 gives de- 
tailed logic for the PEAK subroutine. Supplementary information is pre- 
sented in Tables 2-1 through 2-3. Table 2-1 lists the combinations of 
switch/indicator settings that characterize significant events during peak 
detection. Table 2—2 defines the symbols used in the flow charts and accom- 
panying explanation. Table 2-3 reviews and summarizes flow-charted 
events as they apply to three possible peak configurations: 

• A peak starting on the baseline and ending on a "new" baseline 

• A peak starting on the baseline and ending at a valley 

• A peak starting at a valley and ending on either a baseline or a valley 

Table 2-1: Switch Settings for Significant Events in Peak Definition 



Significant 
Event Switch 
BS 


Current Trend Indicators 


What is Happening with 
Relation to Peak Processing 


Decreasing 
DI 


Increasing 
II 











N/A 








1 


On front of peak that started on 
current baseline 





1 





Detected a baseline value; look- 
ing for a new peak to begin (ini- 
tial conditions) 





1 


1 


Crest detected for peak that 
started on baseline 


1 








N/A 


1 





1 


New peak begins before point is 
reached at which width is to be 
calculated (forced calculation of 
width) 


1 


1 





After crest, looking for point 
where width is to be calculated 


1 


1 


1 


N/A 


2 








N/A 


2 





1 


On front side of peak that 
started at a valley 


2 


1 





Testing for new baseline value 
after width has been calculated 


2 


1 


1 


Crest detected for peak that 
started at a valley 
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Table 2-2: Definition of Symbols 



BH 


Current Baseline height 


BHT 


Time of current baseline height 


BS 


Baseline switch: 

Peak starts on baseline 

1 Looking for width 

2 Looking for end on baseline 


BT 


Baseline test factor' 


CH 


Height of last crest^ 


CHT 


Time of last crest^ 


DC 


Current number of persistent decreases in filtered data 


DI 


Switch that is set ( = 1) if signal is decreasing 


GT 


Number of persistent changes (gating factor) that defines an 
increasing/decreasing trend' 


lA 


Accumulated area as signal increases 


IC 


Current number of persistent increases in filtered data 


II 


Switch that is set ( = 1) if signal is increasing 


IM 


Minimum differential between filtered data points that the algorithm inter- 
prets as signifying a real increase' 


IPD 


Switch that indicates whether an increase is needed in the number of points 

averaged: 

IPD = PD if number of points is to be increased 

IPD = if no increase is needed 


LMH 


Leading minimum height for peak^ 


LMT 


Time of leading minimum height 


MNH 


Current minimum height ' 


MNT 


Time of current minimum height^'^ 


MXH 


Current maximum height 


MXT 


Time of current maximum height 


OMH 


Old minimum height (before increasing trend is established) 


OMT 


Time of old minimum height 


OPD 


Original point density' 


OS 


Old Slope 


PD 


Point density; number of raw data points currently needed to obtain next 
average point^'^ 


sc 


Slope increase counter; baseline test 


SL 


New or current slope 


TA 


Accumulated total area during peak formation^'^ 


TM 


Raw point counter (current time) 


WD 


Width of peak^ 



(Continued on next page) 
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Table 2-2: Definition of Symbols iCont} 



XL Large number used to reset small number 

Y Element of digital filter 

Y„ Current filtered point, that is, center point of current window 

Type Peak ends on valley 

1 Peak ends on baseline'' 



^ Value set by user 

^ Value reported by algorithm 

^ Value can change during peak detection; reported values are those that are current when 
the end of a peak is detected. 

Figure 2-4: Flow Chart for Peak-Processing; Initialization, Data 
Averaging, and Application of Digital Filter 
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-XL 


DC=0 




IC = 




Dl = 1 




11 = 
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; Neither Trend Established 
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Get Next Point 



Call NEXTPT 
SetY^3 = 
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TM = TM + PD 
IPD = 



Number of Input Values May be Doubled 

Increment Current Time by PD 
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Yo = [-(Y.3 + Y^3) + 4(Y_2 + Y^2) + "t^-1+^ + ll + "'V2 



Apply Digital Filter 



Shift Window 
DownYi.,=Y, 



Center Point .» Latest Minimum? 



i=-2,-1,0, + 1, + 2, + 3 




•4 N150 j 



Check for Maximum 
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Figure 2-5: Flow Chart for Peak-Processing; Calculation of Peak 
Width and Search for Baseline 
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Figure 2-6: Flow Chart for Peak-Processing; Area Calculation 
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Figure 2-7: Flow Chart for Peak-Processing; Determining the 
Baseline 
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Figure 2-8: NEXTPT Subroutine — Peak-Processing 
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Figure 2-9: RITOUT Subroutine — Peak-Processing 



SubnHitlne RITOUT (Not Accessible to User) 



Reentry From hRP«iii 
Main Program P"""' 



Return to 
Main Program 



TA MNH 

CH MNT 

CHT Type 

LMH PD 
LMT 
WD 



Return to 
Algorithm 




Increment OUTPUT Array Pointer 



Any Boom Left in OUTPUT Array? 



MR-S-160B-St 



a-14 The Peak-Processing (PEAK) Subroutine 



Table 2-3: Definition of Peak Events 




Point/Section 
of Curve 



Description 



Flow Chart 
Reference(s) 



a 
a-b 



b-c 



c-d 

d 

d-e 



Input begins 

Decreasing trend in data after baseline 
detection 

Increasing trend established; leading 
minimum height/time of Peak 1 de- 
tected; "new" baseline data (height and 
time) defined 

Increasing trend in data; change in es- 
tablished trend will indicate crest 
detection 

Decreasing trend established; crest 
height and time detected and recorded; 
leading minimum data recorded; start 
looking for point where width is 
calculated 

Decreasing trend in data after crest de- 
tection and before width calculation 

Point where width is calculated; 
d = (b + c)/2 

Decreasing trend in data after width is 
calculated and before baseline is 
detected 

Baseline detected; Peak 1 ends at this 
point, which is recorded as trailing 
minimum 



Flowchart begins 

BS = 0,DI= 1,11 = 
DC>GT,IC<GT 



OMH = b 
OMT = b' 



BH = b 
BHT = b' 



BS = 0,DI = 0,11=1 
DC<GT,IC>GT 

LMH = OMHCH = c 
LMT = OMTCHT = c' 



BS = 1,DI = 1,11 = 
DC>GT,IC<GT 

WD = d'-c' 



BS = 2,DI = 1,11 = 
DC>GT,IC<GT 

MNH = e 

MNT = e' 
Type=l 



END OF PEAK 1 



e-f 



Decreasing trend after baseline detec- 
tion and before start of next peak; area 
under curve ignored 



BS = 0,DI= 1,11 = 
DC>GT,IC<GT 



(Continued on next page) 
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Table 2-3: Definition of Peak Events (Cont.) 



Point/Section 
of Curve 


Description 


Flow Chart 
Reference(s) 


START OF PEAK 2 


f 
g 

f-h 
h 

h-i 
i 


Increasing trend established; leading 
minimum (height and time) of Peak 2 
detected; baseline data (height and 
time) redefined 

Height on Peak 2 (after crest detected) 
where width would be calculated if data 
were to decrease to this point before 
start of Peak 3; 
g = (h + f)/2 = (CH2-OMH)/2 

Increasing trend in data; change in es- 
tablished trend will indicate crest detec- 
tion (see b-c) 

Decreasing trend established; crest 
height and time detected and recorded; 
leading minimum data recorded; start 
looking for data value g 

Decreasing trend in data after crest 
detection and before width calculation 
(see c-d) 

Increasing trend established before 
width of Peak 2 calculated; forced esti- 
mation of width of peak 2 as (i'-n')/2; 
Peak 2 ends at valley with i as trailing 
minimum for Peak 2; Peak 3 begins 
with i as leading minimum; baseline 
data remain unchanged 


OMH=f BH=f 
OMT=f BHT=f 

No corresponding point on 
flow chart 

BS = 0,DI = 0,11-1 
DC<GT,IC>GT 

LMH=OMH CH=h 
LMT = OMT CHT = h' 

BS = 1,DI= 1,11 = 
DC>GT,IC<GT 

WD = (MNT-CHT)/2 
MNH=iBH=fOMH=i 
MNT = i'BHT = f'OMT = i' 
Type = 


END OF PEAK 2/START OF PEAK 3 


i-j 
J 

j-k 
k 


Increasing trend in data; change in es- 
tablished trend will indicate crest detec- 
tion (see b-c,f-h) 

Decreasing trend established; crest 
height and time detected and recorded; 
leading minimum data recorded; start 
looking for point where width is to be 
calculated 

Decreasing trend in data after crest 
detection and before width calculation 
(see c-d) 

Point where width is calculated; 

k = (j + i)/2 


BS = 2,DI = 0,11=1 
DC<GT,IC>GT 

LMH = OMHCH=j 
LMT=OMTCHT=j' 

BS = 1,DI = 1,11 = 
DC>GT,IC<GT 

WD = k'-j' 



(Continued on next page) 
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Table 2-3: Definition of Peak Events (Cont.) 



Point/Section 
of Curve 


Description 


Flow Chart 
Reference(s) 


k-1 

1 


Decreasing trend in data after width is 
calculated and before baseline is de- 
tected (see d-e) 

Increasing trend established before 
baseline is detected; peak 3 ends at val- 
ley with 1 as trailing minimum; Peak 4 
begins with 1 as leading minimum; 
baseline data remain unchanged 


BS = 2,DI= 1,11 = 
DC>GT,IC<GT 

MNH=lBH=f 0MH=1 
MNT=1' BHT = f' 
0MT=1' 
Type = 


END OF PEAK 3/START OF PEAK 4 




Peak 4 not shown in illustration 





2.3 How to Call the Peak-Processing Subroutine 

The symbolic name for the peak-processing subroutine is PEAK, and the 
general format for the FORTRAN call is: 

CALLPEAK(ITABLE,INPUT,INLAST,INPTR,OUTPUT,IDIMO,NPEAKS) 

For reference, argument names in the call to PEAK have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results, and 
no data is processed. The arguments are described in the following 
discussion. 

ITABLE is an integer array used to store intermediate results and other 
information required by the algorithm; its dimension is normally 68.^ 
You must set the values of the following array elements to transmit 
variable parameters and other information to the subroutine. 

ITABLE(l) Number of raw input values to be averaged to determine a 

point for use by the digital filter; this variable parameter 
is called the original point density (OPD) in the descrip- 
tion of the algorithm. In general, the OPD should be so 
chosen that the number of averaged data points on the 
first peak is about 100. 



^ See Section 2.5 for the options you can use with the peak-processing subroutine. 
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ITABLE(2) The baseline test (BT) factor (Section 2.2.6); on a peak 

whose width is WD, baseline detection begins at time^ 
WD"ITABLE(2) past crest time. In general, suggested val- 
ues can range from 3 to 5. 

ITABLE(3) The number of either persistent or consecutive local 

changes in one direction needed to establish a new domi- 
nant directional trend. It is the gate parameter discussed 
in Section 2.2.3. In general, suggested values can range 
from 3 to 8. 

ITABLE(4) Minimum differential (IM) between filtered data points 

that the algorithm interprets as a real increase; this ele- 
ment, with ITABLE(3), determines real changes in domi- 
nant directional trends (Section 2.2.3). In general, 
suggested values can range from 1 to 5. 

ITABLE(5) The data type of the output array: 

= output type is double-precision integer 

- 1 output type is single-precision floating-point 

= -1 output type is double-precision floating-point 

ITABLE(6) Error indicator in the calling sequence or input 

parameters 



= 

= N 



=-N 



= -8 



Indicates no error 

Indicates ITABLE(N) is in error, for example, 

ITABLE(1)^0 
ITABLE(2)^0 

Indicates the Nth argument is in error, for exam- 
ple, INPTR>INLAST (see the following discussion) 
Indicates that the calculated area to this point has 
caused an overflow. That is, it exceeds 2^^ - 1. 
When the overflow is detected, PEAK returns with 
INPTR and NPEAKS set as usual. However, 
OUTPUT (1, NPEAKS + 1) will contain the value 
of the area of the current peak up to and including 
the point of overflow. You must take corrective ac- 
tion by saving this value and returning to the 
PEAK subroutine for further processing. PEAK 
calculates the remaining area and peak character- 
istics. When PEAK returns again, the peak area 
reported is the area of the peak from the last point 
of overflow. To determine the actual area of the 
peak, simply convert the overflowed value to a pos- 
itive, double precision, real number and add to it 
the remaining area of the peak. 



^ Refer to conventions defined in Section 2.1 of this chapter. 
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ITABLE(7) 



ITABLE(8) 
ITABLE(68) 



This element must be set to zero before the initial call is 
made to the subroutine for each new stream of data. When 
the subroutine processes a data stream in "parts" (Section 
2.4), it uses ITABLE(7) for reentry to process each subse- 
quent part. This element should thus not be altered by a 
user until all parts have been processed. 

Elements used exclusively by the subroutine while the 
data stream is being processed. 



INPUT is an integer array containing the raw data to be processed. Note 
that all data must be positive and in the range through 32767(2^^ - 1).^ 

INLAST is an integer variable having the value of the subscript of the last 
element of INPUT containing data. 

INPTR is an integer variable having the value of the subscript of the last 
element processed by PEAK. We can also think of it as having a value 
one less than the subscript of the next datum in INPUT to be processed. 
For example, if the first element of the array is to be processed, INPTR 
should be set to zero. You must set the value of INPTR before calling 
PEAK; however, PEAK changes the value before returning. 

OUTPUT is a double-subscripted array used to store the results of apply- 
ing the peak-processing algorithm. The first dimension specifies the 
number of data elements to be output for each peak detected; there are 
always ten. The second dimension specifies the number of sets of peak 
data that can be stored by the algorithm while processing the input 
data and is defined by IDIMO. 

The data type of the output array is optional and can be any of those 
specified by ITABLE(5). 

The ten data elements reported for each peak are: 

0UTPUT(1,N) Area of Nth peak 

Height of crest. Nth peak 

Time of crest, Nth peak 

Height of leading minimum for Nth peak 

Time of leading minimum for Nth peak 

Width of Nth peak 

Height of trailing minimum for Nth peak 

Time of trailing minimum for Nth peak 



0UTPUT(2,N) 

0UTPUT(3,N) 
0UTPUT(4,N) 
0UTPUT(5,N) 
0UTPUT(6,N) 
0UTPUT(7,N) 
0UTPUT(8,N) 



^ See Section 2.5 for the options you can use with the peak-processing subroutine. 
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0UTPUT(9,N) Indicator of how peak ended: 

= ended on valley 
= 1 ended on a baseline 

OUTPUT(10,N) Current number of input data points being averaged 

IDIMO is an integer variable that transmits to the subroutine the second 
dimension of the output array. It defines the number of peaks that can 
be reported before the output array is filled. 

NPEAKS is an integer variable giving the number of peak data sets stored 
in the output array. We can also think of it as having a value of one less 
than the second subscript for the next set of output data to be stored. 
For example, for the initial set of peak data to be stored, NPEAKS 
should be set to zero. 

You must set the value of this argument before calling the subroutine; 
however, the subroutine can change the value before returning. 

NOTE 

PEAK returns (assuming there are no errors) after either of 
the following events: 

1. All input data elements have been processed. 

2. The output array is filled, and there is another set of 
peak data to report. 

The arguments INPTR and NPEAKS indicate which 
event caused the return and the current status of I/O 
processing: 

• If condition 1 occurred then, INPTR = -1 and 
NPEAKS^ IDIMO, that is, the subroutine has set 
NPEAKS to the proper value for the next subroutine 
call. 

• If condition 2 occurred, NPEAKS =-1 and INPTR 
equals the proper subscript value for reentry — one less 
than the subscript of the next element to be processed. 

If the subroutine is called again with either INPTR or 
NPEAKS equal to -1, the subroutine interprets the value 
as zero. 

2.4 Using the Peak-Processing Subroutine 

You can use several inherent features of the peak-processing subroutine to 
process data produced in real time. Thus, you may use PEAK in conjunc- 
tion with other routines that monitor and digitize real phenomena. The 
particular arguments that make possible this real-time application are 
INPTR, INLAST, and NPEAKS (see Section 2.3). Let us visualize the input 
and output arrays as a series of "pigeonholes", and INPTR and NPEAKS as 
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pointers to the next available data element to be processed and the next 
slot for outputting data, respectively (Figure 2-10). INLAST is a pointer to 
the last INPUT element containing data. 

Figure 2-10: INPTR, INLAST, and NPEAKS Point to Slots 
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The subroutine returns when all data in the input buffer have been pro- 
cessed, that is, INPTR = INLAST, or the output array is filled, whichever 
occurs first. If all data in the input buffer have been processed, INPTR will 
equal -1 and NPEAKS will point to the last slot (subscript) in the output 
array that was filled. If, conversely, all slots in the output array have been 
filled, NPEAKS = -1 and INPTR points to the last element (subscript) in 
the input array that was processed. Neither is an error condition, and nei- 
ther is more advantageous outside the context of your specific application. 

These conditions give you great flexibility in handling subroutine input 
and output. When you have large quantities of data to process, you need not 
allocate space for all data at once because the subroutine is designed to 
process a given data set in sequential parts. In fact, all data need not be 
known before processing begins, as is true in real-time processing. Data can 
be asynchronously collected into one buffer at the same time that a previ- 
ously collected buffer is processed. 

Handling of output is also flexible. It might, for example, be printed or 
stored after each return from the subroutine, or it might be further pro- 
cessed only when the output buffer was filled, that is, NPEAKS = -1. You 
may choose the procedure that is. most convenient for you. 

Further flexibility is introduced by the fact that all arguments in the call- 
ing statement except ITABLE can be changed between successive calls to 
the subroutine to reflect the origin of the remaining input data and where 
the output is to be stored. ITABLE must not be tampered with during the 
intervals between calls for a given data stream because it contains the 
current information needed to resume processing at the point where pro- 
cessing was stopped on the previous call. 
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The subroutine is position-independent and reentrant. Although these fea- 
tures are of interest mainly at the system level, they do result in additional 
advantages at the user level. Perhaps most significant is the possibility of 
processing several data streams simultaneously. All pertinent information 
concerning the history of a data stream is contained in the ITABLE array 
rather than in the code for the subroutine. Imaginative use of the argu- 
ments in the subroutine call should make the subroutine functionally com- 
patible with any application that uses the peak-processing algorithm. 

2.5 Modifying tiie Subroutine -— Using Options 

The following sections explain which options you can use with the peak- 
processing subroutine. If you want to use any of the options, you must 
enable them when you build the subroutine from the source file using the 
interactive build procedure (see Section 1.1). 

2.5.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 139 words if AUTOG$ or DPP$ is enabled or by approxi- 
mately 129 words if AUTOG$ or DPP$ is not enabled. 

2.5.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 87 words. 

2.5.3 AUTOG$ (Autogaining) 

Enable the autogaining option only if you have a bipolar 12-bit A/D con- 
verter supplied by DIGITAL that has four, program-selectable gain values: 
1, 4, 16, 64. The converter has optional features that allow the dynamic 
range to collapse under software control as the analog signal being moni- 
tored approaches zero volts. This feature effectively increases the resolution 
of the converted value as the analog signal becomes weaker. 

Autogaining allows you to magnify the analog signal by a factor of one of 
these gain values, so that the resulting converted value becomes as signifi- 
cant as possible without causing an overflow. As an example, once a signal 
decreases (in absolute value) to a voltage 1/4 the maximum convertible 
voltage at a gain of 1, the gain is increased to 4. Thus the full digital range 
of the converter is implemented. As the real voltage of the analog signal 
continues to decrease in absolute value, the software increases the gain 
appropriately. 
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It should be pointed out, however, that while the resolution of the converted 
values increases, some analog signals differing exactly by magnifications of 
4, 16, or 64 continue to be represented by the same 12-bit number. To 
distinguish values converted at different hardware gain settings, the auto- 
gaining software sets two additional bits in words that contain the con- 
verted values. These are bits 12 and 13, which indicate the gain value for a 
particular datum, as follows: 

Gain Value Used 
Bit 13 Bit 12 for Conversion 









1 





1 


4 


1 





16 


1 


1 


64 



When the peak-processing subroutine is assembled to process data collected 
using the autogaining algorithm, input data must still be positive; negative 
values are set to zero. A characteristic of the bipolar converter used in 
autogaining is to represent converted values in the range of zero to maxi- 
mum positive voltage as 40008 to 1111s, and those in the range of zero to 
maximum negative voltage as STTTg to OOOOg. 

To deal with all converted values in their proper relation, the subroutine 
normalizes them before processing begins; all values are effectively repre- 
sented as if sampled at a gain of 64. For example, all values sampled at a 
gain of 1 are multiplied by 64; those sampled at a gain of 4 are multiplied 
by 16, and so on. Consequently the resulting heights and areas are in- 
creased by a factor of 64 over those produced by sampling and processing 
the same analog signal with a gain of 1 (no gain). 

Multiplying a 12-bit number by 64 results in an 18-bit number, which is a 
double-precision word. Consequently: 

• The size of the required code increases by approximately 195 words. 

• You must increase the dimension of ITABLE, the first argument in the 
call to PEAK, from 68 to 79. 

• You must set another element in ITABLE: 

ITABLE (8) = input data not autogained 
= 1 input data autogained 

By using this parameter, input that is not autogained can still be 
processed. 

• You should select ITABLE(3) and ITABLE(4) with an awareness that all 
data processed can be as much as 64 times more sensitive than if collected 
with a gain of 1. For instance, if two values differ by one when collected 
at a gain of 1, they could be interpreted as differing by as much as 64 
when their values have been normalized. 
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2.5.4 DPP$ (Double Precision Integers) 

If the upper range of data points to be processed exceeds 32767 but is less 
than 33554431 decimal (2^^-l), you must enable this option. If you enable 
this option, all input data can be double precision integer, that is, the 
second argument in the FORTRAN call statement, INPUT, can be an 
INTEGER*4 array (or equivalent). Consequently: 

• The size of the required code increases by approximately 195 words. 

• You must increase the dimension of IT ABLE, the first argument in the 
call to PEAK, from 68 to 79. 

• You must set another element in ITABLE: 

ITABLE(8) = input data single-precision 
= 1 input data double-precision 

2.5.5 NOFLT$ (No Filter) 

This option disables the software digital filter that the subroutine normally 
uses. Enable this option if you want to average and process data points 
without filtering them, or if you want to apply your own filter to the raw 
data before calling the PEAK subroutine. 

Enabling the no filter option results in quicker processing of data points 
and decreases the size of the subroutine. 

2.6 Examples Using the PEAK Subroutine 

The four examples presented here process the same waveform — the sum of 
four Gaussian curves — represented by the identical 1024 points. The vari- 
able input parameters are likewise the same for both examples, and the 
resulting output is printed on the terminal. Figure 2-11 is a graphic repre- 
sentation of the input data. 

Figure 2-11: Actual Plot of the Input Data 
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PEAK Example #1 



Example 1 is idealized in several respects. Normally you will not know that 
the input array will be empty upon return from the subroutine or that the 
output array had sufficient room for all output data. You must therefore 
provide for these possibilities by checking INPTR and NPEAKS. Also, no 
provision is made for error checking because the input and output are 
known and the program has been debugged with respect to these types of 
errors. In practice, ITABLE(6) should always be checked. 

This type of example was chosen to illustrate 1) minimal requirements for 
implementation and 2) how the subroutine and its parameters affect a 
given set of data. 

In Example 1 the data are input as four 256-point parts; the subroutine 
processes each part as it is received, placing the results in the output array, 
which is large enough to accommodate the complete set of processed data. 
Upon return from the subroutine, the input array is always empty 
(INPTR = -1) and the output array is never filled (NPEAKS ^t -1). 
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PEAK Example #1 



(5 
© 



© 



© 



© 





900 

1000 
A 
8) B 



a 

2000 



DIMENSION INPUT (256) .OUTPUT (10 ,3) ,EMU(4) iSIGMA<4) iSIZE(4) 
DIMENSION ITfiBLE(G8) ,UTYPE(2,2) 

DftTA MTYPE/' WA ' ,'LLEY' .'BASE' .'LINE'/ 

DATA EMU/20. .70. .GOO. ,1000./ 
DATA SIGMA/20. .10, .200, .100./ 
DATA SIZE/950. .400. .300. .200,/ 

DATA I TABLE /I ,2 .3 . 1 . 1 .63*0/ 

DATA INLAST.INPTR.IDIMO .NPEAKS/25E .0.3.0/ 

X = 0. 

DO 3 K = l .4 

DO 1 1 = 1 .256 

A=0. 

!!=X+1 . 

DO 2 J = l .4 

A=A+SIZE( J)+EXP(-,5«( (X-EMU(J) ) /SI GMA ( J ) ) **2 ) 

INPUT( I)=A 

CALL PEAK (I TABLE , INPUT . INLAST . I NPTR .OUTPUT . I D I MO ,NPEAKS) 

CONTINUE 

TYPE 900 

FORMAT (IHl ,T24.'PEAK Example »1'//) 

TYPE 1000 

FORMAT ( ' PEAK NO, ' ,8X. 'AREA' .4X. 'P HEIGHT' .BX . 'P TIME' .4X. 

'L HEIGHT' iGX.'L TIME' ./ .IIX ,'HALF WIDTH' .4X. 'T HEIGHT' .GX . 

'T TIME' .ex. 'TYPE' .8X . 'RATE ' // ) 

DO 4 L=l .NPEAKB 

KK = OUTPUTO.L) + 1 

TYPE 2000, (L.( OUT PUT (I .L) .1 = 1 .8) .(UTYPE(K .KK) .K = l ,2) .OUTPUT ( 10 ,L) ) 

F0RMAT(I9 .5F1Z,0,/ ,9X ,3F1 2 ,0 .4X .2A4 .F12 . ) 

END 
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(T) Define array variables and their size. 

(2) VTYPE is used to print a word describing how the peak ended (TYPE). 

(3) Arrays EMU, SIGMA, and SIZE are used to produce the waveform to 
be processed, which is the sum of four Gaussian curves. 

(4) Data statements initializing the variable input parameters to the 
algorithm (ITABLE) and the arguments for the call to PEAK. 

(?) Section producing values that represent the waveform: as X increases, 
the next 256 values are calculated and PEAK is called. Four waveform 
segments are produced. 

(?) Each time 256 values are produced, PEAK is called. 

ITABLE is not affected by the program but is used by the subroutine. 

INPUT contains the input data; actual values change each time PEAK 
is called. 

INLAST is the subscript of the last element in INPUT that contains 
data; always 256 in this example. 

INPTR is either (initially) or -1; subroutine looks for data to start in 
the first element in the INPUT array. 

OUTPUT is the array where data for each peak is stored; space is 
allocated to accommodate all data produced; argument remains 
unchanged by program. 

IDIMO specifies the number of sets of peak data that can be stored 
before the OUTPUT array is filled. 

NPEAKS specifies the number of sets of peak data produced thus far; 
because results are known, no check is made for a full condition with 
respect to the output array. 

(7) Loop for each of four sections of waveform. All elements of INPUT 
array are processed (INPTR = -1), but OUTPUT array still has room 
(NPEAKS^IDIMO). 

(?) This section types the results on the terminal. 
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Terminal output with digital filter enabled: 



PEAK Ek ample «1 



PEAK NO, 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


35795. 




951, 




18, 


692. 


4. 




12, 




345, 




53, 


BASELINE 


1, 


2 


11803, 




451, 




B8, 


343. 


54. 




7, 




41, 




83, 


BASELINE 


1. 


3 


134928. 




298, 




586, 


13. 


106. 




124, 




200, 




845, 


VALLEY 


1. 



Terminal output with No Filter option enabled: 



PEAK Example «1 



PEAK NO. 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


38147. 




853. 




18. 


608. 


1. 




14. 




342. 




54. 


BASELINE 


1, 


2 


11835. 




454. 




G8. 


342. 


54, 




7. 




41. 




93. 


BASELINE 


1, 


3 


132G52. 




300 . 




597. 


14. 


106, 




117. 




201. 




831. 


MALLEY 


1, 
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PEAK Example #2 



Example 2 is also idealized because the input and output are known and 
the program has been debugged. Therefore no error checking is done. The 
variable input parameters (ITABLE) are set to the same values and in the 
same manner as in Example 1. 

All input for this example is presented to the subroutine in one large array. 
However the output array is large enough for only one set of peak data. 
Thus each time the subroutine returns to the main program (except for the 
last return), the output array is full (NPEAKS = -1) but the input array has 
not been completely processed (INPTR^t -1,<INLAST). On return from the 
subroutine, the data in the output array must be further processed (in this 
example printed on the terminal) before another call is made to the subrou- 
tine to process input data. 
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PEAK Example #2 



DIMENSION INPUT(1024) .OUTPUT(IO) lEMU(a) .SIGMft(4) .SIZEifl) 
DIMENSION ITA6LE(B8) ,VTYPE(2,Z) 

DATA VTYPE/' VA ' I'LLEV .'BASE' ,'LINE'/ 

DATA EMU/20, .70. .GOO. ,1000./ 
DATA SIGMA/20. .10. .200. .100./ 
DATA SIZE/B50. .400. ,300. .200./ 

DATA ITABLE/1 .2 .3 ,1 .1 .63*0/ 

DATA INLAST.INPTR.IDIMO.NPEAKB/lOZa.O.l .0/ 



L = 

TYPE 300 
900 FORMAT (IHl .T24.'PEAK EKawpI e «Z ' // ) 
TYPE 1000 
1000 FORMAT ( ' PEAK NO. ' .BX.'AREA' .4X . ' P HE IGHT ' .6X , ' P TIME ' .aK . 
A 'L HEIGHT' .BX . 'L TIME ' ./ . 1 IX . 'HALF WIDTH' .4X. 'T HEIGHT' .BX . 
B 'T TIME' .BX. 'TYPE' .8X. 'RATE'//) 

DO 1 1 = 1 .1024 

A = 0, 

X=I 

DO 2 J=l .4 
2 A=A+SIZE(J)*EXP(-,5*( (X-EMU( J ) ) /SIGMA ( J ) )«*Z) 
1 INPUT(I)=A 



CALL PEAKdTABLE.INPUT.INLAST.INPTR.DUTPUT.IDIMD.NPEAKS) 
IFCINPTR.LT.O.AND.NPEAKS.EO.O) STOP 



4 
2000 



L = L+1 

KK=DUTPUT<3)+1 

TYPE 2000.(L.(0UTPUT(I) .1 = 1 .8) .<VTYPE<K .KK) .K = l .2) .OUTPUT (10) ) 

FORMAT (I S,5F 12.0./ .BX .3F12. .4X ,2A4 ,F1Z . 0) 



IF(INPTR.GE.O) GO TO 3 



STOP 
END 
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(?) Define array variables and their size. 

(2) VTYPE is used to print a word describing how the peak ended (TYPE). 

(3) Arrays EMU, SIGMA, and SIZE are used to produce the waveform to 
be processed, which is the sum of four Gaussian curves. 

(4) Data statements initializing the variable input parameters to the 
algorithm (IT ABLE) and the arguments for the call to PEAK. 

(?) Type headings for peak output. 

(?) Produce 1024 values representing the waveform. 

(7) Call the PEAK subroutine to continue processing the input array. If 
the input array is empty and no new peak data are in the output array, 
exit. 

ITABLE is not affected by the program but is used by the subroutine. 

INPUT contains data to be processed, some of which may already have 
been processed. 

INLAST is the subscript of the last element in INPUT containing data; 
it is always 1024. 

INPTR is always equal to the subscript of the last element in the input 
array that was processed. Initially it is zero, but in subsequent calls it 
points to the last element in the input array that was processed when 
the output array was filled. The PEAK subroutine manages this 
element. 

OUTPUT is array where data for each peak is stored. Space is 
available for only one set of peak data. Therefore each time an 
additional set of peak data is available, the subroutine returns to the 
main program so that more space can be made available to store data. 

IDIMO specifies the number of sets of peak data that can be stored 
before the OUTPUT array is filled; it is set to one. 

NPEAKS is zero (initially), 1 (if one peak was found but the input was 
exhausted), or -1 if two sets of peak data are ready to be reported. 

(i) Print peak data. 

(9) If input data is not completely processed, call PEAK again to continue 
processing. 
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Terminal output with digital filter enabled: 



PEAK Example «2 



PEAK NO. 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


35795, 




951. 




19. 


692, 


4. 




12. 




345. 




53. 


BASELINE 


1, 


2 


11803. 




451. 




69. 


343. 


54, 




7. 




41. 




93. 


BASELINE 


1, 


3 


134929. 




299. 




596. 


13. 


106, 




124, 




200. 




845. 


MALLEY 


1, 



Terminal output with No Filter option enabled: 



PEAK Example «2 



PEAK NO. 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


38147, 




953, 




19, 


BOS. 


1, 




14, 




342, 




54. 


BASELINE 


1 . 


2 


11835, 




454. 




68. 


342. 


54. 




7. 




41, 




93. 


BASELINE 


1. 


3 


132652. 




300, 




597. 


14. 


106. 




117. 




201. 




831 . 


MALLEY 


1. 
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PEAK Example #3 



Example 3 is almost identical to Example 1. But, because Example 3 pro- 
cesses autogained data, the peak-processing subroutine had to be built with 
AUTOG$ enabled. Three changes were made to the source code of 
example 1: 

1. In Section 1, the size of IT ABLE was increased to 79 elements. 

2. In Section 4, elements 6 and 7 of ITABLE have been set to and 
element 8 has been set to 1 to specify autogained data. 

3. In Section 5, each element in INPUT has had 4000 octal added to it to 
simulate bipolar zero and 30000 octal added to it to simulate the high- 
est gain value possible and to eliminate the need for normalization. 
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PEAK Example #3 



© 



® 



® 
© 



soo 

1000 



® 



a 

2000 



DIMENSION INPUT (258) .OUTPUT ( 10 ,3 ) ,EMU(^) .SIGMA(a) .SIZEtfl) 
DIMENSION I TABLE (79) .yTYPE(2 .2) 



DATA VTYPE/' 



W t'LLEY' .'BASE' 



'LINE'/ 



DATA EMU/20. .70. .GOO. .1000./ 
DATA SIGMA/20. .10. .200. .100./ 
DATA SIZE/950. .aOO. .300, .200./ 

DATA I TABLE/ 1 .2 .3 . 1 . 1 .2*0 . 1 .71*0/ 

DATA INLAST.INPTR.IDIMO.NPEfiKS/25E.0.3.0/ 

X = 0, 

DO 3 K = l ,4 

DO 1 1 = 1 .25G 

ft = 0, 

X=X+1. 

DO 2 J = l .4 

A=A+SIZE( J)»EXP(-.5*( (X-EMU(J) ) /SIGMA ( J ) ) *»2 ) 

INPUT( I )=fl+"34000 

CALL PEAK ( ITABLE .INPUT .INLAST .INPTR .OUTPUT . ID I MO .NPEAKS) 

CONTINUE 

TYPE 900 

FORMAT (IHl .TZ4. 'PEAK Example »3'//) 

TYPE 1000 

FORMAT ( ' PEAK NO. ' .SX.'AREA' .4X .' P HEIGHT ' .BX .' P TIME ' .4X . 

'L HEIGHT' .BX.'L TIME' ./ .1 IX. 'HALF WIDTH' .4X.'T HEIGHT' .GX . 

'T TIME' .BX. 'TYPE' .8X . 'RATE ' // ) 

DO 4 L=l (NPEAKS 

KK=0UTPUT(9.L)+1 

TYPE 2000. (L.( OUTPUT (I .L) .1 = 1 .B) .(UTYPE(K .KK).K = 1.2).0UTPUT(10.L)) 

FORMAT ( 1 9. 5F 12.0./ .9X .3F12 . .4X .2A4.F12.0) 

END 
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(?) Define array variables and their size. 

(D VTYPE is used to print a word describing how the peak ended (TYPE). 

Arrays EMU, SIGMA, and SIZE are used to produce the waveform to 
be processed, which is the sum of four Gaussian curves. 

(4) Data statements initializing the variable input parameters to the 
algorithm (IT ABLE) and the arguments for the call to PEAK. 

(5) Section producing values that represent the waveform: as X increases, 
the next 256 values are calculated and PEAK is called. Four waveform 
segments are produced. 

(e) Each time 256 values are produced, PEAK is called. 

ITABLE is not affected by the program but is used by the subroutine. 

INPUT contains the input data; actual values change each time PEAK 
is called. 

INLAST is the subscript of the last element in INPUT containing data; 
always 256 in this example. 

INPTR is either (initially) or -1; subroutine looks for data to start in 
the first element in the INPUT array. 

OUTPUT is array where data for each peak is stored; space is allocated 
to accommodate all data produced; argument remains unchanged by 
program. 

IDIMO specifies the number of sets of peak data that can be stored 
before the OUTPUT array is filled. 

NPEAKS specifies the number of sets of peak data produced thus far; 
because results are known, no check is made for a full condition with 
respect to the output array. 

(7) Loop for each of four sections of waveform. All elements of INPUT 
array are processed (INPTR = -1), but OUTPUT array still has room 
(NPEAKS^IDIMO). 

(6) This section types the results on the terminal. 
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Terminal output with digital filter enabled: 

PEAK Exawple «3 



PEAK NO. 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


35795. 




951. 




19. 


E9Z. 


4. 




12. 




345. 




53. 


BASELINE 


1. 


2 


11803. 




451. 




68. 


343. 


54. 




7. 




41. 




93. 


BASELINE 


1 . 


3 


134928. 




299. 




598. 


13. 


106. 




124. 




200. 




845. 


VALLEY 


1. 



Terminal output with No Filter option enabled: 

PEAK Example «3 



AK 


NO. 


AREA 


P 


HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 






HALF WIDTH 


T 


HEIGHT 


T 


TIME 


TYPE 


RATE 




1 


38147. 




953. 




19. 


608. 


1. 






14. 




342. 




54. 


BASELINE 


1. 




2 


11835. 




454. 




68. 


342. 


54. 






7. 




41. 




93. 


BASELINE 


1. 




3 


132B52, 




300. 




597. 


14. 


106. 






117. 




201. 




831. 


VALLEY 


1. 
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PEAK Example #4 



Example 4 is almost identical to Example 3. But because Example 4 pro- 
cesses double precision input data, the peak-processsing subroutine had to 
be built with DPP$ enabled. Four sections of Example 3 were changed: 

1. In Section 1, INPUT was changed to a double precision integer array 
and some additional elements were defined for the purpose of generat- 
ing the input data. 

2. In Section 3, the values of the parameters used to produce the input 
waveform for PEAK were changed to yield double precision values. 

3. In Section 4, ITABLE(5) was changed to -1 so that the output would be 
given in double precision, floating-point values. 

4. In Section 5, the algorithm to calculate the input to PEAK was changed 
to produce double precision integer values. 
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PEAK Example #4 



REfiL*8 OUTPUT (10. 3) ,EMU<a) .SIGMA(«) .SIZE (4 ) .A .B i 

INTEGER TEMP(512) 

DIMENSION ITABLE(79) .yTYPE(2.2) 

INTEGER*^ INPUT(25B) 

EOUIMALENCE (TEMP, INPUT) 



DATA B/S553B.D0/ 
DATfiyTYPE/' yA' 



'LLEY' ,'BASE' .'LINE'/ 



DATA EMU/20. DO, 70. DO. 600. DO. 1000. DO/ 
DATA SIGMA/20 , DO . 1 . DO .200 . DO . 100 . DO/ 
DATA SIZE/950. 03. aOO.D3. 300. D3. 200. D3/ 

DATA ITABLE/1 .2 .3 .1 .-1 .2*0 , 1 ,71»0/ 

DATA INLAST,INPTR.IDIM0,NPEAKS/25G .0.3,0/ 

X=0.DO 

DO 3 K = l ,a 

DO 1 11=2.512,2 

fi=O.DO 

X=X+1 .DO 

DO 2 J=l ,a 

A=A+SIZE(J)«DEXP(-.5D0*((X-EMU(J))/SIGMA(J) )**2) 

TEMP(II)=A/B 

C=A-B»TEMP(II) 

IF(C.GE.327S8.D0) TEMP ( 1 1 -1 ) =C-B 

IF(C.LT.327B8.D0) TEMP(II-1)=C 

CONTINUE 

CALL PEAK ( I TABLE .INPUT flNLAST .INPTR .OUTPUT . IDI MO .NPEAKS) 

CONTINUE 



TYPE 800 
800 FORMAT (IHl ,T2a.'PEAK Exampl e »a '// ) 
TYPE 1000 
1000 FORMAT ( ' PEAK NO. ' .8X,'AREA' ,4X,'P HEIGHT' .SX . 'P TIME ' .4X . 
A 'L HEIGHT' ,GX , 'L TIME ' ./ .1 IX, 'HALF WIDTH' ,4X,'T HEIGHT' ,SX, 
B 'T TIME' , ax. 'TYPE' .8X, 'RATE'//) 
DQ4L=1 , NPEAKS 
KK=0UTPUT(9.L)+1 
4 TYPE 2000, (L,( OUTPUT (I ,L) .1 = 1 ,8) .(VTYPE(K .KK) ,K = 1 .2) .OUTPUT ( 10 .L) ) 
2000 FORMAT ( 19 ,5F12. ,/ ,SX ,3F12. .4X .2A4 .F12.0) 
END 
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(T) Define array variables and their size. 

(2) VTYPE is used to print a word describing how the peak ended (TYPE). 

(3) Arrays EMU, SIGMA, and SIZE are used to produce the waveform to 
be processed, which is the sum of four Gaussian curves. 

(4) Data statements initializing the variable input parameters to the 
algorithm CITABLE) and the arguments for the call to PEAK. 

(i) Section producing double precision integer values that represent the 
waveform: as X increases, the next 256 values are calculated and 
PEAK is called. Four waveform segments are produced. 

(e) Each time 256 values are produced, PEAK is called. 

ITABLE is not affected by the program but is used by the subroutine. 

INPUT contains the double precision input data; actual values change 
each time PEAK is called. 

INLAST is the subscript of the last element in INPUT containing data; 
always 256 in this example. 

INPTR is either (initially) or -1; subroutine looks for data to start in 
the first element in the INPUT array. 

OUTPUT is array where data for each peak is stored; space is allocated 
to accommodate all data produced; argument remains unchanged by 
program. 

IDIMO specifies the number of sets of peak data that can be stored 
before the OUTPUT array is filled. 

NPEAKS specifies the number of sets of peak data produced thus far; 
because results are known, no check is made for a full condition with 
respect to the output array. 

(7) Loop for each of four sections of waveform. All elements of INPUT 
array are processed (INPTR =-1), but OUTPUT array still has room 
(NPEAKS^IDIMO). 

(e) This section tjrpes the results on the terminal. 
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Terminal output with digital filter enabled: 



PEAK Exawple #4 



PEAK NO, 


AREA 


P HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


32158219, 


952958. 




20, 


B93113, 


4, 




11, 


483071. 




aa, 


BA8ELINE 


1. 


2 


1073241B. 


452258. 




B8, 


344193, 


54. 




7, 


189827. 




83, 


BASELINE 


1, 


3 


1347058B3, 


3000B2. 




600, 


14923, 


107, 




119, 


201B30. 




839, 


UALLEY 


1, 



Terminal output with No Filter option enabled: 



PEAK Example «4 



PEAK NO, 


AREA 


P HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


35898677. 


354478, 




20. 


608373. 


1. 




13. 


398766, 




48, 


BASELINE 


1. 


2 


10745955. 


454131. 




68. 


342397, 


54. 




7. 


189097. 




S3. 


BASELINE 


1 . 


3 


134706424. 


3000B8. 




600. 


14877. 


107. 




119, 


201624. 




839. 


MALLEY 


1 . 
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ENVELOPE-PROCESSING (NVELOP) Subroutine 
FORMAT: 

CALLNVELOP(ITABLE,INPUT,INLAST,INPTR,OUTPUT,IDIMO,NPEAKS) 

Where: 

IT ABLE is a 51-element integer array. 

ITABLE(l) = number of additional values supplied 

ITABLE(2) = gate parameter 

ITABLE(3) = baseline value indicator 

ITABLE(4) = output data type 

ITABLE(5) = error indicator 

ITABLE(6) = reentry pointer 



INPUT 

INLAST 

INPTR 
OUTPUT 



IDIMO 



NPEAKS 



is an integer array containing input data. 

is an integer variable specifying subscript of last data element 
in INPUT processed. 

is an integer variable specifying subscript of last element in 
INPUT processed. 

is a double-subscripted array used to store output data. 



0UTPUT(1,N) 
0UTPUT(2,N) 
0UTPUT(3,N) 

0UTPUT(4,N) 
0UTPUT(5,N) 
0UTPUT(6,N) 
0UTPUT(7,N) 



ending indicator, Nth peak 

area, Nth peak 

centroid. Nth peak 

width, Nth peak 

crest time, Nth peak 

crest height, Nth peak 

leading minimum time. Nth peak 



The following elements appear if ITABLE(l) = 1 or 2. 

0UTPUT(8,N) = first additional value preceding current 
envelope 

0UTPUT(9,N) = second additional value preceding cur- 
rent envelope 

is an integer variable specifying number of peak data sets that 
can be stored in OUTPUT. 

is an integer variable specifying number of peak data sets al- 
ready stored in OUTPUT. 



FILE NAMES: 

FNVLOP.MAC (source file); FNVLOP.OBJ (object file) 

OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 



APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 



NONE 
669 


EIS 
620 


EAE 
644 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 
With PDP-11/03 and EIS enabled: 



4300 Points/second. 
2000 Points/second. 



Chapter 3 

The Envelope-Processing (NVELOP) Subroutine 



This subroutine detects significant fluctuations, called peaks, in sets of 
data. These data represent discontinuous segments, or envelopes, of a 
waveform (Figure 3-1). The envelopes are chosen arbitrarily, but they 
should be presented sequentially to the original waveform. 

Figure 3-1: Envelopes of Data (may contain more than one peak) 




Time- 



Each envelope is represented by a series of discrete positive integers corre- 
sponding to values of a waveform at evenly spaced intervals. For the result 
of applying the algorithm for this subroutine to be correlated with the 
overall waveform, you must supply the distances (elapsed times) between 
envelopes. You can also supply as many as two additional data values for 
related functions at the critical point where a new set of envelope data 
starts. 
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The subroutine reports definitive characteristics for all peaks found; output 
is the area, width, and centroid for each peak, as well as the height and 
time of its crest. The time at which each peak starts and where it ends — at 
envelope termination or at a valley — is also reported. The additional val- 
ues supplied at the start of a new envelope are reported with each peak 
detected in that envelope. 

3.1 Definition of Basic Terms and Conventions 

It is important to understand how some of the terms and conventions de- 
scribing the NVELOP subroutine are used throughout this chapter. 

• The term data stream describes all values presented to the subroutine for 
processing. 

• Data values that represent the peak being processed are referred to as 
heights, for example, crest height is the maximum data value for a given 
peak. 

• The duration axis of the waveform is the time axis, for example, the time 
at which an envelope begins is the leading time of a peak. Time is meas- 
ured as the number of input values processed since input began. 

• Point-to-point changes are local changes, as contrasted with overall 
changes during the course of a waveform, which are trends. 

• Changes are persistent in one direction if the number of changes in that 
direction exceeds the number in the opposite direction. 

• "Noise" is a generic term for all distortion-producing components in the 
input data. 

3.2 The Envelope-Processing Algorithm 

The envelope-processing algorithm detects increasing and decreasing 
trends (which may define peaks) in a set of data representing a segment of 
a waveform. Output from the subroutine is directly related to the times at 
which the envelope begins and ends and the points where changes in the 
increasing/decreasing trends take place. We define the point where an en- 
velope begins or where a subsequent increasing trend appears as the 
leading minimum of a peak. A point where the data first show a decreasing 
trend preceded by an increasing trend is called the crest of a peak. Each 
peak ends either at the end of an envelope or at the start of a new peak (at a 
valley). 

A functional description of how the algorithm applies to each envelope of 
data follows; details of how the envelope is defined are presented in Section 
3.3, which describes the input stream. 



3-2 The Envelope-Processing (NVELOP) Subroutine 



3.2.1 The Baseline Value 

A baseline value for the waveform data can be either the first element in 
the input data stream or the third parameter in the input parameter table 
(Section 3.3). Setting this baseline value is intended to be a mechanism for 
eliminating the "constant" noise level inherent in input data; it should 
therefore be less than any of the waveform data values to be processed. 

This value is subtracted from each data value before the trend-detection 
portion of the algorithm is applied. If the result of this subtraction is nega- 
tive, it is treated as a zero. 

3.2.2 Trend Detection — Application of the Gate Factor 

Data points may exhibit slight point-to-point fluctuations unrelated to the 
dominant trend of the data. You may eliminate much of this undesirable 
fluctuation by selecting an appropriate gate factor. The gate factor specifies 
a valid directional trend in terms of the number of either persistent or 
consecutive changes in direction over a series of input data points. 

At points where a peak begins or where a crest is detected, neither an 
increasing nor a decreasing directional trend has yet been established. The 
next current trend is the first direction in which the data change "gate" 
number of times. 

At intermediate points current trends are already established. Changes in 
directional trend at these points can be established only if the number of 
consecutive local changes in the new direction is equal to the gate factor. 

A local change is defined in terms of the relation between a given data 
point and the local minimum and maximum. If the current height is less 
than the local minimum, the change is downward, and conversely, if the 
height is greater than the local maximum, the change is upward. If the 
height is between the local minimum and maximum, no change is indicated 
(although the area and centroid are updated). 

At points of trend change, such as the beginning of a peak or its crest, the 
local minimum is set to a very high value and the maximum to a very low 
value. Between points of trend change the local minimum and maximum 
can be best described by the flow diagram. 

It should be stressed that the points of greatest interest on the waveform — 
essentially the points that determine the peak — are found at the points of 
trend change, the beginning of the peak and its crest. This test is the heart 
of the algorithm. 

3.2.3 The Width of a Peak 

Peak width is measured as elapsed time between its start and the end of the 
peak or the end of the envelope. Time is measured in units of distance 
between input data values; therefore peak width is the count of the number 
of input data values that describe the peak. 
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Operation of the gate factor makes it imperative that at least "gate" num- 
ber of data values be recorded on either side of the crest before a peak is 
detected; that is, the width of each peak must be at least twice the gate 
parameter. The single exception is a peak that ends because the envelope 
terminates; the width of such a peak must be at least six^ for it to be 
reported. The gate factor is not involved, and the output data are reported 
even if no crest has been detected. 

3.2.4 Calculating the Area of a Peak 

The area under a peak is found simply by summing the corrected points on 
the peak. Thus if the width is N.Xj represents the ith input data point on 
the peak, and BAS is the baseline value 

N 

AREA = ^ Xi - BAS 

i = l 

3.2.5 Calculating the Centroid of a Peal( 

The centroid is the time axis component of the two-dimensional center of 
mass of a peak. It is calculated as the sum of the products of the current 
time and corrected points, divided by the area of the peak. Thus if T; repre- 
sents time of input of the fth data point, and other symbols are as defined in 
Section 3.2.4, then 

N 
CENTROID = ^ Ti • (Xi - BAS) / AREA 
i = l 

The centroid is the best approximation of the real position of the peak with 
respect to the entire waveform. 

3.2.6 Flow Charts for the NVELOP Subroutine 

The series of flow charts in Figures 3-2 through 3-8 gives detailed logic for 
the NVELOP subroutine. Supplementary information is presented in 
Tables 3-1 and 3-2. Table 3-1 defines the symbols used in the flow charts 
and accompanying explanations; Table 3-2a reviews and summarizes flow- 
charted events and associated waveform phenomena as they relate to data 
on possible peak configurations: 

• A peak starting and ending at the boundaries of an envelope 

• A peak starting at the beginning of an envelope and ending at a valley 

• A peak starting at a valley and ending at the termination of an envelope 



1 An arbitrarily chosen number that is twice the nominal gate factor; it is part of the 
algorithm and therefore may not be changed without modifying the code. 
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Table 3-2b presents significant data-collection events on your part as they 
relate to a waveform like that presented in Table 3-2a. 

Note that the flow charts and accompanying illustrations and examples 
assume that you impose an arbitrary threshold value to delimit data enve- 
lopes to be processed. 

Table 3-1: Definitions of Symbols Used 



BAS 


Baseline height^ 


NEW 


Next input value (height) 


CH 


Crest height 


NOFC 


Number of extra values recorded 
at beginning of new envelope' 


CI 


Crest-found indicator 


PA 


Partial area accumulated during 
increase 


CT 


Time of crest height 


PC 


Partial centroid accumulated dur- 
ing increase 


DC 


Counter for number of per- 
sistent decreases in height 


TA 


Total area summation^ 


DI 


Trend indicator (decreasing) 
1 = decreasing 
= not decreasing 


TC 


Total centroid summation^'^ 


GT 


Number of persistent in- 
creases or decreases to be 
considered a valid change in 
trend' 


TM 


Local time 


IC 


Counter for number of per- 
sistent increases in height 


TT 


True time 


II 


Trend indicator (increasing) 
1 = increasing 
= not increasing 


T„ 


Time of start of envelope 


LMT 


Time of start of peak^ 


WD 


Width of peak^ 


MN 


Current minimum height 


XL 


Large value 






XI 


First extra value recorded^' 


MX 


Current maximum height 


X2 


Second extra value recorded^ ' 


MXT 


Time of current maximum 
height 


Type 


Peak ends at end of envelope 

1 Peak ends at valley^ 



^ Value set by user 
^ Value reported by algorithm 

^ Value can change during peak detection; reported values are those that are current when 
the end of the peak is detected. 
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Figure 3-2: Flow Chart for Envelope Processing; Data Entry 




Errors in\^ yes 
Arg. or Paramo" 
^ Table ^ 



Indicate Error 
if Possible 



►(Return J 



Set Negative 
Pointers to Zero 



Yes 




Yes 



'Basel in^ 

CValue in Data) 

^Stream, 



Go to IRESUM 

or 

Go to ORESUM 



TT = 



( N101 j 



Yes 



Put it in 
Parameter Table 



Initialize True Time 



MR-S-1613-S1 
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Figure 3-3: Flow Chart for Envelope Processing; 

Initialization, Calculation of Peak Width, 
and Finding End of Envelope 



( N20 J 



Cl = 
PA = 
PC = 
TM = 
LMT=TT+1 







( N30 J 



CH = 
CT = 
TC = 
TA = 



{ N50 J 



MN = XL 
MX = -XL 
DC = 
IC = 
Dl = 1 
11 = 



(nioo j 



Clear Crest-Found Indicator 
Clear Partial Area Accumulated 
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Figure 3-4: Flow Chart for Envelope Processing; 

Count of Reject Points and Reading Additional Values 
where Envelope Begins 
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Figure 3-5: Flow Chart for Envelope Processing; 
New Minimum and Crest Detection 
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Figure 3-6: Flow Chart for Envelope Processing; New Maximum; 
Peak Begins at Valley 
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Figure 3-7: NEXTPT Subroutine — Envelope Processing 
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Figure 3-8: RITOUT Subroutine — Envelope Processing 
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Table 3-2a: Envelope-Processing Algorithm 



Peak 2 



Peak 3 




c y 



a' 



1^ 
b' 



Time- 



d' 



Point/Section 
of Curve 



Description of Event 



Flow Chart 
Reference 



b-c 



c-d 



New envelope begins; look for 

1) Elapsed time since last data point 
processed (or beginning of wave- 
form) and update current total time 

2) Values other than waveform data, 
supplied when new envelope begins; 
save values to be output with data 
for each peak detected during cur- 
rent envelope 

New peak begins; save time of start 

Increasing trend in data; change in es- 
tablished trend will indicate crest 
detection 

Decreasing trend established; detect 
and record crest height and time 

Decreasing trend continues; change in 
established trend will indicate end of 
peak and start of next peak 

Envelope of data ends; peak ends on 
threshold; calculate width and centroid; 
enter peak data into output array 



TT = TT-ftime since 
last envelope = b' 



LMT = TT+l=b' + l 

DI = 0,11 = 1 
DC<GT,IC>GT 



CH = c 

CT = c' 

DI = 1,11 = 
DC>GT,IC<GT 



WD = TT-LMT = d'-b' 
Type = 



NOTE 

The NVELOP subroutine must receive information describing the length 
of interval d'-e'. Table 3-2b details this information. 



(Continued on next page) 
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Table 3-2a: Envelope-Processing Algorithm (Cont.) 



Point/Section 
of Curve 



e-f 

f 
f-g 

g 

g-h 

h 
h-i 

i 



Description of Event 



New envelope begins; look for 

1) Elapsed time since last data point 
processed and update current total 
time 

2) Values other than waveform data, 
supplied when new envelope begins; 
save values to be output with data 
for each peak detected during cur- 
rent envelope 

New peak begins; save time of start 

Increasing trend in data; change in es- 
tablished trend will indicate crest 
detection 

Decreasing trend established; detect 
and record crest height and time 

Decreasing trend continues; change in 
established trend will indicate end of 
peak and start of next peak 

Increasing trend established; current 
peak ends; calculate width and centroid 
and enter peak data in output array 
Next peak begins; save time of start 

Increasing trend in data; change in es- 
tablished trend will indicate crest 
detection 

Decreasing trend established; detect 
and record crest height and time 

Decreasing trend continues; change in 
established trend will indicate end of 
current peak and start of next peak 

Envelope of data ends; peak ends on 
threshold; calculate width and centroid 
and enter peak data into output array 



Flow Chart 
Reference 



TT = TT + time since 
last envelope 
= TT = (e'-d') 



LMT = TT+l=e' + l 

DI = 0,11 = 1 
DC<GT,IC>GT 



CH = f 

CT = f 

DI= 1,11 = 
DC>GT,IC<GT 



WD = TT-LMT = g'-e' 
Type = l 
LMT = TT = g' 

DI = 0,11 = 1 
DC<GT,IC>GT 

CH = h 
CT = h' 

DI= 1,11 = 
DC>GT,IC<GT 



WD = TT- 
Type = 



LMT = 



i-g 
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Table 3-2b: How to Compile and Prepare Data for 
Envelope-Processing Subroutine 



Pertinent 
Times 



a'-b' 
b' 

b'-d' 

d' 
d'-e' 



Description of Event 



Start of data stream; data below 
threshold 

Monitor data and test against threshold 
value; count number of data samples be- 
low threshold (rejected) 

Data break threshold; ascertain values 
of auxiliary functions to be input 

Data above threshold 

Data fall below threshold 

Monitor data and test against threshold 
value; count number of data samples be- 
low threshold (rejected) 

Data break threshold; ascertain values 
of auxiliary functions to be input 

Data above threshold 

Data fall below threshold 



Data Supplied 
to the Subroutine 



None (unless baseline value 
entered) 

None 



Supply reject count (double- 
precision) and additional val- 
ues (if required) 

Place each value in data 
stream 

Place zero in data stream 

None 



Supply reject count (double- 
precision) and additional val- 
ues (if required) 

Place each value in data 
stream 

Place zero in data stream 



3.3 How to Call the Envelope-Processing Subroutine 

The symbolic name for the envelope-processing subroutine is NVELOP, 
and the general format for the FORTRAN call is: 

CALLNVELOP(ITABLE,INPUT,INLAST,INPTR,OUTPUT,IDIMO,NPEAKS) 

For reference, argument names in the call to NVELOP have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results and no 
data is processed. The arguments are described in the following discussion. 

ITABLE is an integer array of 51 elements and is used by the subroutine 
to store intermediate results and other information required by the algo- 
rithm. You must set the values of the following array elements to 
transmit variable parameters and other information to the subroutine. 

ITABLE(l) Number of additional values (no more than two) that you 

supply in the data stream each time a set of data for a new 
envelope begins. These values are presumably related to, 
but not representative of, the waveform being processed. 
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ITABLE(2) This parameter defines the number of either persistent or 

consecutive local changes in one direction needed to estab- 
lish a new dominant directional trend. It is the gate para- 
meter discussed in Section 3.2.2. In general, suggested 
values may range from 2 to 5. 

ITABLE(3) The parameter that indicates the baseline value BAS 

(Section 3.2.4) to be used with the waveform data: 

If ITABLE(3)>0, it is used as the baseline value. 

If ITABLE(3)<0, the first element in the data stream is 
the baseline value; when this value is 
detected in the data stream, the subrou- 
tine inserts it into ITABLE(3). 

ITABLE(4) The element that defines the data t5T)e of the output array: 

- Output is double-precision integer 

- 1 Output is single-precision real 

- -1 Output is double-precision real 



ITABLE(5) 



ITABLE(6) 



ITABLE(7) 
ITABLE(51) 



The element used by the subroutine to indicate errors in 
the calling sequence or input parameters: 



= 

= N 



:-N 



Indicates no error 

Indicates ITABLE(N) is in error, for example, 

ITABLE(1)>2 
ITABLE(2)<0 

Indicates the Nth argument is in error or miss- 
ing; for example, INPTR>INLAST (see the fol- 
lowing discussion) 



Element that must be set to zero before the initial call to 
the subroutine to process a new waveform. When a data 
stream is processed in parts (see Section 3.4), the subrou- 
tine uses IT ABLE (6) for reentry to process each subse- 
quent part. For this reason you should not alter this 
element until all parts have been processed. 

Elements used exclusively by the subroutine while the 
data stream is being processed. 



INPUT is an integer array containing the raw data to be processed by the 
subroutine. There may be as many as five different types of data for a 
single waveform: 



Baseline Value 



If ITABLE(3) is nonnegative, this value is omitted 
from the data stream. If ITABLE(3) is negative, the 
first element in the input stream is taken to be the 
baseline value to be used; if the baseline value is neg- 
ative, it is treated as a zero (Section 3.2.1). 
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Reject Count This double-precision integer provides the elapsed 

time, in terms of data samples, between envelopes of 
data. Actually it is the count of data values rejected 
by the subroutine since the last value of the previous 
envelope. Because the array is single-precision inte- 
ger, two elements are needed for each reject count; 
the least significant part (low order) is entered first, 
followed immediately by the most significant part 
(high order) in the next element. For example, if the 
reject count is R, and the subscript for the preceding 
element is N: 

INPUT (N + 2) = R / 2^^ 

INPUT (N + 1) = R- (INPUT (N + 2)) • 2^' 

Keep in mind that R is real, INPUT is integer, and 
that fractional truncation takes place when a real 
number is equated to an integer. 

Auxiliary Values If ITABLE(l) is zero, no auxiliary values will appear 

in the data stream. Otherwise as many as two values, 
not representative of the waveform, may be supplied 
and associated with each set of data corresponding to 
an envelope to be processed. These values may be any 
single-precision integers, and there must be as many 
as specified in ITABLE(l). 

Waveform Heights of the waveform at evenly-spaced intervals 

Data Values must be supplied for each envelope of data to be pro- 

cessed; heights that do not exceed the baseline value 
are treated as equal to the baseline value and greater 
than zero. 

Zero Values Because all waveform data to be processed must be 

greater than zero, detection of a zero value has spe- 
cial significance in that it indicates the end of an en- 
velope (if it is obviously not a baseline value). 

The subroutine distinguishes between these various kinds of data in the 
input stream on the basis of the order in which they are expected to appear: 



_ BASELINE VALUE 
REJECT COUNT (LOW)- 
REJECT COUNT (HIGH)- 
AUXILIARY INPUT VALUE #1- 
AUXILIARY INPUT VALUE #2- 
Waveform Data Values 



_ZERO 



Optional 
-Time since start of input data 

■Optional 

As supplied to subroutine 



End of waveform data for envelope 
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The subset of input values designated by the bracket is repeated for each 
envelope of data to be processed until the data stream ends. 

INLAST is an integer variable that equals the value of the subscript of the 
last array element that contains data. 

INPTR is an integer variable that points to the value of the subscript of 
the last element processed by the subroutine. We may also think of it as 
having a value one less than the subscript of the next datum in the input 
array to be processed. For example, if the first element of the array is to 
be processed, INPTR should be set to zero. 

You must set the value of this argument before calling the subroutine; 
however, the subroutine changes the value before returning. 

OUTPUT is a double-subscripted array used to store the results of apply- 
ing the envelope-processing algorithm. The first dimension specifies the 
number of data elements to be output for each peak detected. There are 
always at least seven. In addition the ITABLE(l) auxiliary values pro- 
vided with each envelope are reported for each peak found in that enve- 
lope. The second dimension specifies the number of sets of peak data 
that can be stored by the algorithm while processing the input data. 
Thus the first dimension is 7 + ITABLE(l), and the second is defined 
by IDIMO. Possible data elements reported for each peak are: 

0UTPUT(1,N) Indicator of how peak ended: 

= ended at termination of envelope 
= 1 ended at a valley 

0UTPUT(2,N) Area of Nth peak 

0UTPUT(3,N) Centroid of Nth peak 

0UTPUT(4,N) Width of Nth peak 

0UTPUT(5,N) Position of Nth peak (time of crest height) 

0UTPUT(6,N) Height of Nth crest 

0UTPUT(7,N) Starting position of Nth peak (time of leading min- 

imum height) 

The following elements are optional: 

0UTPUT(8,N) First additional value at start of envelope (if 

ITABLE(1)>0) 

0UTPUT(9,N) Second additional value at start of envelope (if 

ITABLE(1) = 2) 

IDIMO is an integer variable that transmits to the subroutine the second 
dimension of the output array. It defines the number of peaks that can 
be reported before the output array is filled. 
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NPEAKS is an integer variable giving the number of sets of peak data 
stored in the output array. We may also think of it as having a value of 
one less than the second subscript for the next set of output data to be 
stored. For example, for the initial set of envelope data to be stored, 
NPEAKS should be set to zero. 

You must set the value of this argument before calling the subroutine; 
however, the subroutine can change the value before returning. 

NOTE 

NVELOP returns (assuming there are no errors) after either 
of the following events: 

1. All input data elements have been processed. 

2. The output array is filled, and there is another set of 
peak data to report. 

The arguments INPTR and NPEAKS indicate which event 
caused the return and the current status of I/O processing: 



• If condition 1 occurred then, INPTR =-1 and NPEAKS< 
IDIMO, that is, the subroutine has set NPEAKS to the 
proper value for the next subroutine call. 

• If condition 2 occurred, NPEAKS = -1 and INPTR equals 
the proper subscript value for reentry — one less than the 
subscript of the next element to be processed. 

If the subroutine is called again with either INPTR or 
NPEAKS equal to -1, the subroutine interprets the value 
as zero. 

3.4 Using the Envelope-Processing Subroutine 

You can use several inherent features of the envelope-processing subrou- 
tine to process data produced in real time. Thus, you can use NVELOP in 
conjunction with other routines that monitor and digitize real phenomena. 
The particular arguments that make possible this real-time application are 
INPTR, INLAST, and NPEAKS (see Section 3.3). 

Visualize the input and output arrays as a series of "pigeonholes", and 
INPTR and NPEAKS as pointers to the next available data element to be 
processed and the next slot for outputting data, respectively (Figure 3-9). 
INLAST is a pointer to the last INPUT element containing data. 

The subroutine returns when all data in the input buffer have been pro- 
cessed, that is, INPTR = INLAST, or the output array is filled, whichever 
occurs first. If all data in the input buffer have been processed, INPTR will 
equal -1 and NPEAKS will point to the last slot (subscript) in the output 
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array that was filled. If, conversely, all slots in the output array have been 
filled, NPEAKS=-1 and INPTR points to the last element (subscript) in 
the input array that was processed. Neither is an error condition, and nei- 
ther is more advantageous outside the context of your specific application. 

These conditions give you great flexibility in handling subroutine input 
and output. When you have large quantities of data to process, you need not 
allocate space for all data at once because the subroutine is designed to 
process a given data set in sequential parts. In fact, all data need not be 
known before processing begins, as illustrated by real-time processing; data 
can be asynchronously collected into one buffer at the same time that a 
previously collected buffer is processed. 

Handling of output is also flexible. It might, for example, be printed or 
stored upon each return from the subroutine or it might be further pro- 
cessed only when the output buffer was filled, that is, NPEAKS=-1. You 
may choose the procedure that is most convenient for you. 

Furthermore, you can change all arguments in the calling statement except 
ITABLE between successive calls to the subroutine to reflect the origin of 
the remaining input data and where the output is to be stored. You must 
not tamper with ITABLE during the intervals between calls for a given 
data stream. ITABLE contains the current information needed to resume 
processing at the point where processing was stopped on the previous call. 

The subroutine is position-independent and reentrant. Although these fea- 
tures are of interest mainly at the system level, they do result in additional 
advantages at the user level. Perhaps most significant is that several data 
streams can be processed simultaneously. All pertinent information con- 
cerning the history of a data stream is contained in the ITABLE array 
rather than in the code for the subroutine. Imaginative use of the argu- 
ments in the subroutine call should make the subroutine functionally com- 
patible with any application that uses the envelope-processing algorithm. 

Figure 3-9: INPTR, NPEAKS, and INLAST Point to Slots 
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3.5 Modifying the Subroutine — Using Options 

The following sections explain which options you can use with the 
envelope-processing subroutine. If you want to use any of the options, you 
must enable them when you build the subroutine from the source file using 
the interactive build procedure (see Section 1.1). 

3.5.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS(KEll-E) hardware avail- 
able. Enabling this option increases the execution speed and decreases the 
memory requirements for the subroutine by approximately 100 words. 

3.5.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE(KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 50 words. 



3.6 Examples Using the NVELOP Subroutine 

The three examples presented here all use the same code and process the 
same 1024 data points — the sum of six Gaussian waveforms. The code 
compares the composite waveform against a preset threshold value (Figure 
3-10) and supplies the results to the NVELOP subroutine. Each time the 
input array is filled (256 elements), the subroutine is called to process the 
data and place the results in the output array. Upon return from the sub- 
routine to the main program, the input array is always empty 
(INPTR=-1), and the output array has never overflowed (NPEAKS 9^ -1). 

The code for these examples is idealized in several respects. Normally you 
will not know that the input array will be empty upon return from the 
subroutine or that the output array had sufficient room for all output data. 
You must therefore provide for these possibilities by checking INPTR and 
NPEAKS. Also, no provision is made for error checking because the input 
and output are known and the program has been debugged. In practice, 
ITABLE(5) should always be checked. 

This type of example was chosen to illustrate 1) minimal requirements for 
implementation and 2) how the subroutine and its parameters affect a 
given set of data. 
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Figure 3-10: Actual Plot of Input Data, Showing Threshold 
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NVELOP Example #1 
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NVELOP Example #1 



DIMENSION INPUT (25G) .0UTPUT(7i3) .EMU<B) .SIGMA(B) .SIZE(S) 
DIMENSION ITABLE(51) .yTVPE(3.2) 



DATA WTYPE/' 



yA' ,'LLEY' 



'HRES' . 'HOLD'/ 



DATA EMU/20. ,75. .200. .500. .BOO. .900./ 
DATA SIGMA/20. ,10. .75. ,30. ,35. ,100./ 
DATA SIZE/500. ,100. ,200. ,800. ,700. ,300./ 
DATA IT,IC,X/300,0.0./ 

DATA ITABLE/0.3.0.1 ,47*0/ 

DATA J,INPTR,IDIM0.NPEAKS/0,0,3,0/ 



® 



21 



22 
6 



Q) 



20 

3 



30 



10 
900 



1002 



11 
1003 



DO 3 1 = 1 .1024 

A = 0. 

X=X+1. 

DO 2 JJ = 1 .6 

A=ft+SIZE(JJ)»EKP(-.5*( (X-EMU( JJ)) /SIGMA (JJ) )*»2) 

IF(A.LE.IT) GO TO 4 

IF(IC.EO.O) GO TO B 

J = J + 1 

INPUT(J)=IC 

ASSIGN 21 TO IRET 

GO TO 30 

J = J + 1 

INPUTtJ)=0 

ASSIGN 22 TO IRET 

GO TO 30 

IC = 

J = J+1 

IF(I.NE.l) GO TO 7 

INPUT(1)=0 

INPUT<2)=0 

J = 3 

INPUT(J)=A 

ASSIGN 3 TO IRET 

GOTO 30 

IF(J.ED.O,OR.IC,NE.O) GO TO 20 

J = J+1 

INPUT(J)=0 

ASSIGN 20 TO IRET 

GO TO 30 

IC=IC+1 

CONTINUE 

IF(J.Eg.O) GO TO 10 

ASSIGN 10 TO IRET 

IF(J.NE.25B.AND.I.LT.1024) GO TO IRET 

CALL NyELOPdTABLE.INPUT.J.INPTR.OUTPUT.IDIMO.NPEAKS) 

J = 

GOTO IRET 

TYPE 300 

FORMAT (IHl , TIB, 'NVELOP Example »1 ' ,//) 

TYPE 1002 

FORMAT ( ' PEAK NO . ' ,8X , 'TYPE ' iBX.'AREA' .flX . 'CENTROID ' ,5X, 

' P WIDTH ' ,/,15X,'P TIME' ,4X.'P HEIGHT' ,3X.'LEAD TIME') 

DO 11 L=l .NPEAKS 

KK=1+0UTPUT(1 ,L) 

TYPE 1003,L,(yTYPE<K,KK) .K = l .3) ,( OUT PUT (I ,L) ,1 = 2,7) 

FORMAT ( 19 ,3A4,3F1 2,0,/ ,9X,3F12.0) 

END 
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(T) Define array variables and their size. 

(2) VTYPE is used to print a word describing how the peak ended (TYPE). 

(3) Parameters external to the NVELOP subroutine are initialized. 
Arrays EMU, SIGMA, and SIZE are used to produce the waveform to 
be processed, which is the sum of six Gaussian curves. IT is the 
threshold value; IC and X are used for preparation of the data. 

(4) Data statements initializing the variable input parameters to the 
algorithm (ITABLE) and the arguments for the call to NVELOP. 

(5) Section producing values that represent the waveform as a function 
ofX. 

(e) Raw data are prepared for processing by comparing them to the 
threshold value (IT), then either incrementing the reject count (IC), if 
the datum is below threshold, or entering the datum in the input array 
if above threshold. 

(7) Each time 256 input values are produced, or when all 1024 raw data 
points have been produced, NVELOP is called. 

ITABLE is not affected by the program but is used by the subroutine. 

INPUT contains the input data; actual values change each time 
NVELOP is called. 

J is the subscript of the last element in INPUT that contains data; 
always 256 except on last call. 

INPTR is either (initially) or -1; subroutine looks for data to start in 
the first element in the INPUT array. 

OUTPUT is the array where data for each peak are stored; space is 
allocated to accommodate all data produced; argument remains 
unchanged by program. 

IDIMO specifies the number of sets of peak data that can be stored 
before the OUTPUT array is filled. 

NPEAKS specifies the number of sets of peak data produced thus far; 
because results are known, no check is made for a full condition with 
respect to the output array. 

After NVELOP is called, all elements of the INPUT array are 
processed (INPTR = -1). 

(s) This section types the results on the terminal. 
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Terminal Output 

NMELOP Example #1 



PEAK NO. 


TYPE 


AREA 


CENTROID 


P WIDTH 




P TIME 


P HEIGHT 


LEAD 


TIME 




1 


THRESHOLD 


17882. 




20. 


40. 




20. 


511. 




1. 




2 


UALLEY 


57335. 




504, 


96. 




501. 


81Z. 




458, 




3 


THRESHOLD 


53617. 




597. 


92. 




599. 


706. 




554. 
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NVELOP Example #2 

Example 2 processes the same raw data points but the threshold value is 
lower (Figure 3-11). More of the data points are now above threshold than 
in Example 1, and more peaks are recorded. Thus we have enlarged the 
output array so that we can use the same code as in Example 1. Note the 
following changes in the source code. 

In Section 1, the size of OUTPUT is increased: 

DIMENSION INPUT(25B) >0UTPUT(7»6) .EMU ( B ) >SIGMA ( 6 ) »SIZE(B) 

In Section 2, the threshold value (IT) is changed: 

DATA IT.IC.X/150.0.0./ 

In Section 3, the value of IDIMO is changed to indicate that OUTPUT has 
more room: 

DATA J.INPTR.IDIMO.NPEAKS/O.O.B.O/ 



Figure 3-11: Plot of Input Data, Showing New Threshold Value 




Note that Peaks 1, 4, and 5 correspond to those in Example 1. Peak heights 
are not affected by the lowered threshold value, but because more data Eire 
"exposed", almost every other data value is changed. 
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Terminal Output 



NMELOP Example «2 
PEAK NO. TYPE AREA CENTROID P WIDTH 

10. 
112. 
108, 
109. 
234. 



TYPE 


AREA 


CENTROID 


P TIME 


P HEIGHT 


LEAD 


TIME 


THRESHOLD 


20890. 




24. 


20. 


511. 




1 . 


THRESHOLD 


1730. 




74. 


74. 


161. 




89. 


THRESHOLD 


20576. 




200. 


133. 


199. 




144. 


VALLEY 


605BG. 




502, 


501 . 


812. 




44B, 


THRESHOLD 


57374. 




601. 


599. 


708. 




554. 


THRESHOLD 


57046. 




900. 


892. 


299. 




783. 
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NVELOP Example #3 

In Example 3 it is assumed that there is a nonzero baseline offset of 50 
input units in the same raw data processed in Examples 1 and 2 (Figure 
3-12). Using the code as modified for Example 2, we may eliminate the 
assumed baseline offset by setting the third value in the ITABLE array to 
50 (Section 4): 

DATA ITABLE/0»3,50.1 .^7*0/ 



Figure 3-12: 



Plot of Input Data, Showing Threshold Value from 
Example 2 and Assumed Baseline Offset 




Because the only change introduced to Example 2 is the baseline correction, 
the only output values that change are the heights, and indirectly, the 



areas. 
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Terminal Output 



NMELOP EHawple #3 
PEAK NO. TYPE AREA CENTROID P WIDTH 

54 
10 
112 
108 
109 
234 



TYPE 


AREA 


CENTROID 


P TIME 


P HEIGHT 


LEAD 


TIME 


THRESHOLD 


18140. 




24. 


20. 


4B1. 




1 . 


THRESHOLD 


1180. 




74. 


74. 


Ill . 




69. 


THRESHOLD 


1492B. 




200. 


193, 


149. 




144. 


MALLEY 


5526S. 




502. 


501. 


762. 




446. 


THRESHOLD 


51774. 




600. 


599. 


656. 




554. 


THRESHOLD 


45296, 




900. 


892. 


249. 




783. 
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INTERVAL HISTOGRAMMING (HISTI) SUBROUTINE 
FORMAT: 

CALL HISTI(ITABLE,INPUT,IHGRAM) 

Where: 

ITABLE is an integer array of at least 10 elements. 

ITABLE(l) = first interval lower limit 
ITABLE(2) = specified interval length 
ITABLE(3) = specified number of contiguous intervals 

considered 
ITABLE(4) - total number of input array elements 

containing data 
ITABLE(5) = initialization flag 
ITABLE(6) = underflow count 
ITABLE(7) = overflow count 
ITABLE(8) = number of IHGRAM elements exceeding 

largest possible single-precision integer 
ITABLEO) = error indicator 
ITABLE (10) = temporary internal storage element 



INPUT 
IHGRAM 



is an integer array containing input data. 

is an integer array used to store output data. 
FILE NAMES: 

HISTI.MAC (source file); HISTI.OBJ (object file) 
OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

• DPH$ (Double-Precision Integers) 

• FREQ$ (Frequency Histogram) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 



NONE 

DPH$ 

FREQ$ 

DPH$ AND FREQ$ 


NONE 

218 
287 
279 
368 


EIS 

87 
164 
158 
245 


EAE 

131 
200 
192 
281 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 
With PDP-11/03 and EIS enabled: 



20000 Points/second. 
6500 Points/second. 



Chapter 4 

The Interval Histogramming (HIST!) Subroutine 



The interval histogramming subroutine counts the number of data ele- 
ments that fall into one or more predefined categories or data types. Sets of 
such counts are often presented graphically as bar-graphs or histograms. In 
the context of this subroutine, a category is a defined numeric interval, and 
a set of categories for a given application must be representable as a contig- 
uous group of intervals of equal length. Data to be processed must be repre- 
sented as integers. 

Results are presented as an array in which each output element corre- 
sponds to a specific category. The output element reports the number of 
data elements that fall into that category. Reported separately is a count of 
the number of input data elements that do not belong in any of the prede- 
fined categories. In addition, the subroutine can optionally produce a fre- 
quency histogram. 

4.1 Definition of Basic Terms and Conventions 

It is important to understand how some of the terms and conventions de- 
scribing the HISTI subroutine are used throughout this chapter. 

• The term data stream (or input data stream) describes all data to be 
processed to produce one histogram. Note that the entire data stream 
need not be processed at once; it may be processed in sequential parts. 

• Interval describes a subset of integers. If N is taken to be its length, the 
interval is defined in terms of its lower boundary point and the next N-1 
integers in ascending order. 

• Category is a unique classification of data. 
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• Two areas that are outside the total range of interest are: those values 
that are smaller than the minimum, or underflow values, and those 
larger thaja the maximum, or overflow values. 

• Event means something that generates a valid data element. 

• Continuum means a continuous entity, parts of which can be distin- 
guished from neighboring parts only by arbitrary division. 

4.2 Your Input to the Subroutine: Its Characteristics 

4.2.1 The Relation between Data and Categories 

Input to the subroutine is an array of integers that are related in some way 
to the actual data they represent. If the data are numerical, such as meas- 
ures of height, temperature, or time, this relation is immediately meaning- 
ful and obvious. However, the relation may be purely arbitrary, as when 
the data deal with an abstract condition that is represented by an integer 
for convenience in processing; for example, if balls of different colors are 
being counted, an integer might be assigned to represent one color and 
distinguish it from other colors. 

Data categories are also numerical; each is represented by an interval of 
integers. And like the data/integer relation, the relation between a cate- 
gory and the interval representing it may be meaningful or completely 
arbitrary. Values assigned to these interrelated entities (Figure 4-1) must 
be mutually consistent. For instance, an integer representing a data ele- 
ment must be in the numeric interval corresponding to the particular cate- 
gory to which that data element belongs. Figure 4-1 illustrates that 
relations 1 and 2 are fixed, and that once "relation 3 or 4 is chosen, the 
remaining relation is no longer completely arbitrary. 

Figure 4-1: Interrelation betvs^een DATA/CATEGORY and 
INTEGER/INTERVAL Concepts 
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4.2.2 Describing tiie Categories 

The numeric intervals representing the categories of interest to the subrou- 
tine are defined by an integer array of parameter values that you set. The 
first three values in the parameter table define the intervals (see 
Section 4.3): 

• The first element of the parameter table defines the lower numeric limit 
of the first interval. Data values smaller than this limit do not fall into 
any predefined category and are reported separately (see Section 4.2.3). 

• The second element of the parameter table defines the numeric length of 
each interval. Therefore the first interval spans integers greater than or 
equal to the first element but smaller than the sum of the first and second 
elements. Symbolically, if the first element is I and the second is J, the 
first interval spans all integers, Klj, for which 

I « Kli < 1 + J 

The second interval spans all integers, K2i, for which 

I + J < K2i < I + 2 • J 

and so on. Note that there are J elements in each interval. 

• The third element of the parameter table tells the subroutine how many 
intervals — starting with the value of the first element — to consider. 
This element also specifies the minimum dimension of the output array 
because each interval has a corresponding output array element. The 
implication of this value is that the last interval of interest spans all 
integers, KNj, for which 

I + (N-l)-J^KNi<I + N-J 

where N is the integer value of the third element and I and J are the 
integer values of the first and second elements, respectively. 

4.2.3 Overflow and Underflow Counts 

Because the intervals of interest may not span the entire range of legal 
integer input, it is possible that the input data stream may contain values 
that do not fall within any specified category. The subroutine counts the 
number of data values outside the upper and lower limits of the specified 
categories. The number of data values that are smaller than the minimum 
specified in the first element of the parameter table is called the underflow 
count and is reported in the sixth element of the parameter array.' The 
number of values that exceed the maximum value in the interval of inter- 
est is called the overflow count and is reported in the seventh element of 
the parameter table. 



^ See Section 4.3, the subroutine call. 
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4.2.4 How the Subroutine Interprets Single-Precision Numbers 

Acceptable input and output values for the HISTI subroutine can be single- 
precision integers in the range of to 65535; single-precision positive in- 
tegers in FORTRAN have a range of only to 32767. This apparent conflict 
is actually a matter of interpretation and decimal representation of the 
negative integers in FORTRAN; it is easily resolved, as we shall explain. 

In theory a 16-bit binary number can represent a decimal number as large 
as 65535. In FORTRAN this range is divided into two parts: values from 
to 32767 are interpreted and used as positive integers; values in the other 
half of the range are interpreted and used as negative integers. In 
FORTRAN negative numbers ranging from -32768 to -1 correspond di- 
rectly to binary numbers ranging from 32768 to 65535. 

The HISTI subroutine does not process or report values less than zero. 
Therefore all input and output values are treated as unsigned so that we 
can use the full positive range of the 16-bit word. 

You may well ask "How does this interpretation of the data by the subrou- 
tine affect my particular application?" The answer is that: 

1. All input values and all resulting output data less than 32768 (2^^) are 
treated in exactly the same way by the subroutine and by FORTRAN 
(Figure 4-2). 

2. If either your input or output data contain values greater than 32767 
(but not greater than 65535), they are interpreted as negative by 
FORTRAN but not by the subroutine. For example, if the subroutine 
outputs a single-precision integer value of 40,000, FORTRAN inter- 
prets it as -25536. 



Figure 4-2: Relation between FORTRAN Integers and Unsigned 
Binary Values 



■ FORTRAN Interpretation (2s Complement) - 



32767 



VV 



-1 



-32768. . . 



0. . . 32767. . . 65535 



-Unsigned 16-Digit Binary Value ■ 
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We shall now present a simple mechanism for converting an integer that 
FORTRAN interprets as negative to a floating-point number equal to the 
unsigned interpretation of the value. This conversion may not always be 
necessary; some operations, such as addition and subtraction, are unaf- 
fected by the signs of the operands. The unsigned results of such an opera- 
tion would be correct so long as the results were not less than or greater 
than 2^®. However, operations such as division and multiplication, or print- 
ing and typing, are affected by the FORTRAN interpretation of unsigned 
integers larger than 32767 as negative numbers. 

The following two methods can be used to convert unsigned single-precision 
integers to floating-point numbers: 

R = (1 - N/IABS(N)) / 2 * 65536. + N 

or 

R = N 

IF (N.LT.O) R = 65536. + N 

where R is the floating-point variable equivalent to the unsigned single- 
precision integer stored in N, and lABS(N) is a function available from the 
FORTRAN library. 

To convert a floating-point number less than 65536 to an unsigned integer 
you can use one of the following equations: 

N = R - 65536 * IFIX (R/32768.) 

or 

N = R- 65536. 

IF (R.LT.32768.) N = R 

where R is again the floating-point variable, N the unsigned integer stored 
in N, and IFIX is a function available from the FORTRAN library. 

4.3 How to Call the Interval Histogramming Subroutine 

The symbolic name for the interval histogramming subroutine is HISTI, 
and the general format for the FORTRAN call^ is: 

CALL HISTI(ITABLE,INPUT,IHGRAM) 

For reference, argument names in the call to HISTI have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results and no 
data is processed. The arguments are described in the following discussion. 



^ Format for the distributed version; it may change if the option FREQ$ is enabled (see 
Section 4.5.4). 
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ITABLE is an integer array of at least 10 elements, used to: 

• Transmit information to the subroutine from the user (ITABLE(l) 
through ITABLE(5)) 

• Return information from the subroutine to the user (ITABLE(6) through 
ITABLEO)) 

• Store information on an interim basis (by the subroutine) (ITABLE(IO)) 

You must set the array elements that transmit information to the 
subroutine. 

ITABLE(l) The lower limit of the first interval (see Section 4.2.2) 

ITABLE(2) The specified interval length (see Section 4.2.2) 

ITABLE(3) The total number of contiguous intervals to be considered 

(see Section 4.2.2) 

ITABLE (4) The total number of array elements containing data (start- 

ing with the first element in the input array (INPUT)) 

ITABLE(5) A value that must be set to zero before the initial call to 

the subroutine; it signals the subroutine to initialize the 
output array and other output elements in the parameter 
table. On subsequent calls to the subroutine, if a different 
segment of the same data stream is being processed, opera- 
tion continues, and there is no reinitialization. 

The next group of elements is used to report information not included in the 
actual histogram. 

ITABLE(6) The underflow, or count of the number of input data values 

that are smaller than ITABLE(l) 

ITABLE(7) The overflow, or count of the number of input data values 

that exceeds the upper limit of the last interval; the num- 
ber of data values exceeding 

ITABLE(1) + ITABLE(2) • ITABLE(3) 

are reported here. 

ITABLE(8) The number of output array elements that have exceeded 

the largest possible single-precision integer (65535). In 
FORTRAN this integer is 32767; however, this subroutine 
can report integers as large as 65535 by treating all data 
as unsigned positive integers (see Section 4.2.4). 

ITABLE(9) An element used to report error conditions: 

= Indicates no errors 

= 1 Indicates that ITABLE(l) + lTABLE(2)- 

ITABLE(3)>65535 
= N Indicates ITABLE(N) is in error, for example, 

ITABLE(2) = 
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The following element is used by the subroutine for its own operation: 

ITABLE(IO) An element used for internal storage on a temporary basis. 

INPUT is an integer array containing the data to be processed. All data 
are treated as positive and unsigned (see Section 4.2.4). The number of 
array elements to be processed is ITABLE(4), and processing always 
begins with the first element of the array. Note, however, that all data 
need not be placed in the array at one time. Instead, one array of data 
can be processed, the array refilled with new data, and the. subroutine 
called again to process the array a second time. It is possible to continue 
in this piecemeal fashion until all data have been processed. In real-time 
applications such a processing cycle becomes an ongoing function. 

IHGRAM is an integer array to store the results of processing; each array 
element is devoted exclusively to one of the numerical intervals that 
represent a single category. The order of the array elements corresponds 
to the numeric order of the intervals, that is, the Nth element of the 
output array will have a value equal to the number of data elements in 
the input stream that belong in the interval. 

ITABLE(1) + (N-1)'ITABLE(2) to ITABLE(1) + N-ITABLE(2)-1 

4.4 Input and Output — Using the Subroutine 

As previously stated, all data for a particular histogram need not be avail- 
able, or even known, before processing begins. Initialization takes place (all 
counters are set to zero) only when ITABLE(5) equals zero. Parameter table 
elements are also checked for correctness when ITABLE(5) equals zero. 
Before the subroutine returns, it automatically changes ITABLE(5) so that 
if a subsequent call is made to process new data for the same histogram, 
processing continues as though no interruption had taken place. Thus an 
entire set of data for one histogram may be processed at one time, memory 
space permitting; or, if the user wishes, the data may be processed one 
segment at a time. The value assigned to ITABLE(4) should indicate the 
number of elements in the input array to be processed for a specific call. 

The subroutine is position-independent and reentrant. Although these fea- 
tures are of interest mainly at the system level, they do result in additional 
advantages at the user level. Perhaps most significant is the possibility of 
processing several data streams in parallel. All pertinent information con- 
cerning the history of a data stream is contained in the ITABLE array 
rather than in the code for the subroutine. Imaginative use of the argu- 
ments in the subroutine call should make the subroutine functionally com- 
patible with any application that uses interval histogramming. 

4.5 IVIodifying the Subroutine — Using Options 

The following sections explain which options you can use with the interval 
histogramming subroutine. If you want to use any of the options, you must 
enable them when you build the subroutine from the source file using the 
interactive build procedure (see Section 1.1). 
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4.5.1 EIS (Extended instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 121 words if DPH$ is not enabled, and by approximately 
123 words if DPH$ is enabled. 

4.5.2 EAE (Extended Aritiimetic Eiement) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 87 words. 

4.5.3 DPH$ (Doubie-Precision Integers) 

If the data values to be histogrammed exceed 65535 (2^^-l), this option 
must be enabled. If you are using a copy of the subroutine with the option 
enabled, you must provide your data to the subroutine as follows: 

• All input data must be double-precision integer, that is, the second argu- 
ment in the FORTRAN CALL statement, INPUT, must be an 
INTEGER*4 array (or equivalent). 

• Because this option expands the possible range of input values by a factor 
of 65536 (2^^), the range of variables used to define the exact range of 
interest must also be expanded by 2^®. Therefore the first argument in the 
FORTRAN CALL statement, ITABLE, must also be an INTEGER*4 ar- 
ray or the equivalent. ITABLE(l) and ITABLE(2) may then select the 
range of interest. 

Enabling this option has no effect on output because the range of input 
values does not affect the size of output values. 

Enabling DPH$ alone increases the memory requirement by 69 words. 

4.5.4 FREQ$ (Frequency IHistogram) 

A frequency (or zeroth) histogram usually has meaning only when input 
data elements represent contiguous measurements of a continuum and are 
input sequentially. The frequency histogram then tells, for each contiguous 
interval along the continuum, how often an event occurred that produced 
one data element for the subroutine. 

For example, suppose we are studying the distribution of discarded beer 
cans on the side of a road. Let the input data be the distance between cans. 
The interval histogram would then describe the number of times cans were 
found within certain preset intervals, that is, how many were 5 feet apart 
or less, how many were between 6 and 10 feet apart, and so on. The 
frequency histogram would describe the distribution over sections of the 
road; how many beer cans (events) were found in the first quarter mile, how 
many in the second, and so on. 
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Another example might be to determine how often two events occur within 
specified time intervals: for instance, how often do the two events occur 
within 2 seconds, how often between 2 and 4 seconds, and so on. The fre- 
quency histogram would show how many events occurred within each sub- 
sequent time slice. 

Mathematically, if the interval length in the continuum is chosen to be K, 
and if an input, which represents contiguous measurements of that contin- 
uum, is taken to be Nj, the first element of the frequency histogram is Mj, 
where: 



M, 

1 
i = 1 



Ni < K 



Mi + 1 

1 N, 
i = 1 



The second element would be M2, where: 

M1 + M2 M1 + M2 + I 

X Ni < 2 • K « X Ni 

i = 1 i = 1 

and so on. 

If a frequency histogram is to be produced by the subroutine, this option 
must be enabled. When it is enabled, the length of the ITABLE array 
(Section 4.3) must be increased from 10 to 17, and additional parameters 
must be defined before implementation of the subroutine. The first nine 
parameters are defined exactly as if FREQ$ were not enabled, but 
ITABLE(IO) through ITABLE(17) must be defined as follows: 

ITABLE(IO) Indicator of whether to produce a frequency histogram: 

= Do not produce a frequency histogram 
= 1 Produce a frequency histogram 

ITABLE(ll) Length (dimension) of array where results of the frequency 
histogram are to be stored; it should be large enough to 
hold all input data for one call. 

ITABLE(12) Length of the interval of the continuum to be used in con- 
structing the frequency histogram; corresponds to value of 
K in the preceding equations. 

ITABLE(13) Number of frequency histogram elements already calcu- 
lated; will be set to by the subroutine for the initial call 
to HISTI, when ITABLE(5) is 0. ITABLE(3) is updated 
continuously as input is processed by the subroutine. Be- 
cause elements of this histogram are calculated sequen- 
tially, data from the storage array can be extracted each 
time the subroutine has processed all data in the input 
array and returned to the calling routine. If elements are 
extracted, ITABLE (13) can then be adjusted to reflect 
where the next element of the frequency histogram is to be 
stored. 
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ITABLE(14) Current partial count for the next entry in the frequency 
histogram; as soon as the number of input elements satis- 
fies the requirements for completing the current interval 
of the frequency histogram, ITABLE(13) is incremented by 
1, and the next entry is placed in the histogram. 

ITABLE(15) Elements used exclusively by the subroutine for internal 
storage. 



ITABLE(17) 



NOTE 



If you enable FREQ$ when you build the subroutine, you 
must still dimension ITABLE to 17 even if ITABLE(l) = 0. 
The subroutine uses ITABLE(15) through ITABLE(17). 

The subroutine also needs another array to store the frequency histogram 
data. If ITABLE(IO) = 1, the FORTRAN CALL statement takes the form: 

CALLHISTI(ITABLE,INPUT,IHGRAM,IFREQ) 

IFREQ is the array to contain the frequency histogram data. This integer 
array must be at least as long as specified by ITABLE(ll); upon return, 
ITABLE(13) will notify the user how many elements in this array contain 
data. 

If you remove data from the array before a subsequent call to the subrou- 
tine, you may adjust ITABLE(13) before reentry to reflect the additional 
storage space now available. 

If the number of array elements available for storage is not large enough, 
that is, if ITABLEdS) becomes larger than ITABLE(ll), the subroutine 
stops computing the frequency histogram (but continues to process data for 
the interval histogram). You can take corrective action by making 
ITABLEdS) smaller than ITABLE(ll) when the subroutine returns. Note 
that ITABLE(13) also indicates the number of elements lost in the fre- 
quency histogram calculation (ITABLE(13)-ITABLE(11)). 

If FREQ$ is enabled, memory requirements are increased by approximately 
58 words if DPH$ is not enabled and by approximately 78 words if DPH$ is 
enabled. 

4.6 Examples of Input/Output Variation Using the HISTI Subroutine 

The four examples presented here process equivalent sets of data in similar 
ways but focus on different capabilities of the HISTI subroutine. Example 1 
is based on the distributed version of the subroutine. A set of 10,000 ran- 
dom integers ranging from 15 to 225 is processed, 500 at a time. Each 
sequential set of input points is stored in alternate halves of the input 
array to simulate real-time applications, which conserve processing time by 
collecting and processing data in parallel. 
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NOTE 

If you use FORTRAN 77 and you want to duplicate the termi- 
nal output for the example programs, replace the standard 
random-number generator in F4P0TS with F4PRAN.0BJ. 
Terminal output for the example programs is based on the 
FORTRAN IV random-number generator. The FORTRAN 77 
random-number generator is different from that for 
FORTRAN IV and will not produce the same output. See 
Section B.l. 

Categories of interest comprise 40 intervals of five integers each; the mini- 
mum value for the first interval is 20. When processing is complete, the 
following output is printed: 

• Total count of data items belonging to each category, that is, the interval 
histogram (IHGRAM) 

• The number of data items smaller than the total interval of interest, that 
is, the underflow count (ITABLE(6)) 

• The number of data items larger than the total interval of interest, that 
is, the overflow count (ITABLE(7)) 

• The total number of output counters that have exceeded 65535. 
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HISTI Example #1 
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HISTI Example #1 



DIMENSION ITABLE(IO) .INPUT! 1000) .IHGRflM(aO) 
EOUIUALENCE (I TABLE! 1) .IS) . (I TABLE (Z) .IW) 

DATA ITABLE/20.5 .a0.500.G*0/ 
DATA II ,12/0.0/ 

DD2 J = 2.21 

N=500*M0D(J.2)+1 



1 



DO 1 I = N.N+499 
INPUT(I)=RAN(I1 .I2)*210+15 



CALL HISTKITABLE.INPUTCN) .INGRAM) 
IF(ITABLE(9) ,EQ.O) GO TO 2 
TYPE lOOO.ITABLEO) 
1000 FORMAT( ' ERROR INDICATOR = ' .13) 
STOP 



Z CONTINUE 

TYPE 800 
300 FORMAT (IHl .T30,'HISTI Example*!',//) 
TYPE 2000 
2000 FORMAT (Zax.' RESULTING INTERVAL HISTOGRAM'// . 
1 4( ' INTERVAL COUNT')/) 

TYPE 3000 .( (N-1 )»IW+IS .N«IW+IS .INGRAM! N) .N = l ,flO) 
3000 F0RMAT(a(I7.'-' .la.IG) ) 

TYPE 4000.(ITABLE(I) .I = B,8) 
aOOO FORMAT (//. ' UNDERFLOW COUNT = ' ,13,/ t ' OVERFLOW COUNT = 
1 ' ND. OF COUNTERS WHICH OVERFLOWED = ' ,IZ,//) 
CALL EXIT 
END 



.13,/ , 
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(T) Define array elements and their sizes; use equivalence for 
convenience. 

(D Set parameter table elements: there are 40 intervals of interest, 
starting at 20, and comprising 5 elements each; input array contains 
500 data elements; set ITABLE(5) to zero to signal initialization. 
Initialize random number generation variables. 

(3) Provide 20 sets of data (500 points each) for processing. 

(4) Determine which half of the input array is to receive the next set of 
input data. 

(5) Calculate next set of random numbers for processing. 

(?) Process next set of input values: 

ITABLE contains parameter table 

INPUT contains input for processing, starting at subscript N 

IHGRAM is array where interval histogram is stored 

Check for error on return. 

(7) End of data generation and processing loop 

(?) Print output: 

Interval histogram (IHGRAM) 

Underflow (ITABLE(6)); overflow (ITABLE(7)); counter overflow count 

(ITABLE(8)) 
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Terminal Output 



HISTI Example »1 



RESULTING INTERMAL HISTOGRAM 



INTERUAL COUNT 



INTERMAL COUNT 



INTERVAL COUNT 



INTERUAL COUNT 



20- 


25 


218 


25- 


30 


234 


30- 


35 


226 


35- 


40 


242 


40- 


45 


248 


45- 


50 


255 


50- 


55 


216 


55- 


60 


228 


BO- 


65 


244 


65- 


70 


226 


70- 


75 


245 


75- 


80 


242 


80- 


85 


271 


85- 


90 


235 


90- 


95 


217 


95- 


100 


256 


100- 


105 


251 


105- 


110 


24B 


110- 


115 


229 


115- 


120 


233 


120- 


125 


237 


125- 


130 


217 


130- 


135 


242 


135- 


140 


225 


140- 


145 


232 


145- 


150 


224 


150- 


155 


258 


155- 


IBO 


249 


IBO- 


IBS 


241 


1B5- 


170 


231 


170- 


175 


2B8 


175- 


180 


255 


180- 


185 


240 


185- 


180 


231 


190- 


185 


232 


195- 


200 


228 


200- 


205 


240 


205- 


210 


21S 


210- 


215 


250 


215- 


220 


239 



UNDERFLOW COUNT = 249 

OVERFLOW COUNT = 231 

NO. OF COUNTERS WHICH OVERFLOWED 
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HISTI Example #2 



Example 2 is identical to Example 1 except that a frequency histogram is 
produced in addition to the results output in Example 1. The distributed 
version of the object file for the HISTI subroutine cannot be used to produce 
a frequency histogram. The subroutine must be built from the source file 
with the FREQ$ option enabled in order to produce a frequency histogram 
(see Section 4.5.4 and Section 1.1). 

Once FREQ$ has been enabled and the correct form of the subroutine is 
available, the parameter table must be expanded to include definitions for 
the interval size of the frequency histogram and the size of the array in 
which the frequency histogram data are to be stored. The name of the array 
to be used to store the frequency histogram data (IFREQ) must also be 
added to the FORTRAN CALL statement. 

Upon completion of processing, the output includes the elements of the 
frequency histogram in addition to the values output in Example 1. 
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HISTI Example #2 



DIMENSION ITflBLE(17) .INPUT (1000) .IHGRAM(40) .IFREOdZO) 
EOU I VALENCE <ITABLE(1) .IS) .(ITABLE(2) .IW> 



DATA ITABLE/20.5.40.500.5»0.1 .120.10000.5*0/ 
DATA II .12/0.0/ 



DO 2 J=2.21 

N = 500*M0D<fl.2) + l 

DO 1 I=N.N+4S9 

1 INPUT(I)=RAN(I1 .I2)»210+15 

CALL HISTI (ITABLE. INPUT (N) .IHGRAM .IFREO) 
IFCITABLEO) .EQ.O) GO TO 2 
TYPE lOOO.ITABLEO) 
1000 FORMAT< ' ERROR INDICATOR = '.13) 
STOP 

2 CONTINUE 

TYPE 900 
900 FORMAT (1 HI .T30. 'HISTI Example a2' .//) 
TYPE 2000 
2000 F0RMAT(2aX. 'RESULTING INTERVAL HISTOGRAM'// . 
1 aC INTERVAL COUNT')/) 

TYPE 3000, ( (N-1)»IW + IS.N»IW+IS.IHGRAM(N) .N=l .40) 
3000 FQRMAT(4(I7.'-' .I4,IG) ) 

TYPE 4000.<ITABLE<I) .1=8.8) 
4000 FQRMAT(//.' UNDERFLOW COUNT = ' ,13./ .' OVERFLOW COUNT = ' .13./. 
1 ' NO. OF COUNTERS WHICH OVERFLOWED = ' .12) 
TYPE 5000 
5000 FDRMAT(///20X. 'CORRESPONDING FREQUENCY HISTOGRAM'// . 
1 5( ' ENTRY COUNT')/) 
I=ITABLE(13) 

IF< ITABLE (13) .GT. ITABLE ( 1 1) ) I=ITABLE(11) 
TYPE 7000,<N.IFRE0(N) .N = l .1) 
7000 F0RMAT(5(I8.IB) ) 
CALL EXIT 
END 
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(T) Define array elements and their sizes; use equivalence for 
convenience 

(2) Set parameter table elements: there are 40 intervals of interest, start- 
ing at 20, and comprising 5 elements each; input array contains 500 
elements; set ITABLE(5) to zero to signal initialization; indicate fre- 
quency histogram should be produced, set number of elements in fre- 
quency histogram array, and specify length of frequency histogram 
interval. 

Initialize random number generation variables. 

(3) Provide 20 sets of data (500 points each) for processing. 

(f) Determine which half of the input array is to receive the next set of 
input data. 

(5) Determine next set of random numbers for processing. 

(e) Process next set of input values' 

ITABLE contains parameter table 

INPUT contains input for processing, starting at subscript N 
IHGRAM is array where interval histogram is stored 
IFREQ is array where frequency histogram is stored 

Check for error on return. 

Note that ITABLE(13) is assumed to be less than ITABLE(ll), which 

is set at 120; therefore ITABLE(13) is not checked. 

(7) End of data generation and processing loop 

(i) Print output: 

Interval histogram (IHGRAM) 

Underflow (ITABLE(6)); overflow (ITABLE(7)); counter overflow count 

(ITABLE(8)) 

Frequency histogram (IFREQ(I), where I ranges from 1 to 

ITABLE(13)) 
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Terminal Output 



mSTI Example «2 



RESULTING IN.TERyAL HISTOGRAM 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



20- 


25 


218 


25- 


30 


234 


30- 


35 


226 


35- 


40 


242 


40- 


45 


248 


45- 


50 


255 


50- 


55 


216 


55- 


60 


22E 


60- 


B5 


244 


65- 


70 


226 


70- 


75 


245 


75- 


80 


242 


80- 


85 


271 


85- 


90 


235 


90- 


95 


217 


95- 


100 


25E 


100- 


105 


251 


105- 


110 


246 


110- 


115 


229 


115- 


120 


232 


120- 


125 


237 


125- 


130 


217 


130- 


135 


242 


135- 


140 


22 = 


lao- 


145 


232 


145- 


150 


224 


150- 


155 


258 


155- 


160 


24E 


IGO- 


1B5 


241 


165- 


170 


231 


170- 


175 


268 


175- 


180 


25E 


180- 


185 


240 


185- 


190 


231 


130- 


195 


232 


195- 


200 


22E 


200- 


205 


240 


205- 


210 


219 


210- 


215 


250 


215- 


220 


23E 



UNDERFLOW COUNT = 249 

OVERFLOW COUNT = 231 

NO. OF COUNTERS WHICH OVERFLOWED = 



ENTRY COUNT 



CORRESPONDING FREQUENCY HISTOGRAM 
ENTRY COUNT ENTRY COUNT ENTRY COUNT 



ENTRY COUNT 



1 


81 


2 


76 


3 


89 


4 


80 


5 


81 


6 


82 


7 


88 


8 


75 


9 


84 


10 


78 


11 


85 


12 


86 


13 


85 


14 


82 


15 


92 


16 


79 


17 


88 


IB 


85 


19 


87 


20 


86 


21 


86 


22 


82 


23 


87 


24 


82 


25 


87 


26 


85 


27 


78 


28 


82 


29 


88 


30 


82 


31 


86 


32 


84 


33 


80 


34 


91 


35 


79 


36 


79 


37 


87 


38 


87 


39 


88 


40 


85 


41 


90 


42 


79 


43 


90 


44 


84 


45 


84 


46 


78 


47 


84 


48 


82 


49 


84 


50 


82 


51 


81 


52 


79 


53 


86 


54 


78 


55 


82 


56 


85 


57 


77 


58 


89 


59 


80 


60 


91 


61 


83 


62 


86 


63 


83 


64 


82 


65 


76 


SB 


85 


67 


93 


68 


77 


69 


85 


70 


93 


71 


83 


72 


78 


73 


90 


74 


88 


75 


82 


76 


88 


77 


83 


78 


77 


79 


88 


80 


80 


81 


81 


82 


90 


83 


85 


84 


88 


85 


83 


86 


83 


87 


83 


88 


88 


89 


89 


90 


80 


91 


85 


92 


82 


93 


77 


94 


87 


95 


77 


96 


79 


97 


91 


98 


82 


99 


86 


100 


83 


101 


84 


102 


86 


103 


78 


104 


79 


105 


87 


108 


77 


107 


77 


108 


79 


109 


82 


110 


82 


111 


87 


112 


82 


113 


79 


114 


92 


115 


76 


116 


85 


117 


84 


lis 


94 


119 


77 
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HISTI Example #3 



The processing scheme used in Example 3 is identical to that for Example 
1. One major variation in Example 3 is that each input data element is 
increased by a factor of 65536 (2^®) and must therefore be treated as a 
double-precision integer. Because the distributed version of the object file 
for the HISTI subroutine cannot process double-precision integers, the 
source file must be built with the DPH$ option enabled (see Section 1.1). 

Example 3 illustrates how the proper version of the subroutine processes 
double-precision integers. Input values are exactly 2^® (65536) times larger 
than those values processed in the previous examples, and output is analo- 
gous to that in Example 1. 

Note that when double-precision integers are processed, both the input ar- 
ray and certain of the parameter table values must be double-precision 
integer arrays (data type INTEGER*4). Because the 1st, 2nd, and 12th 
parameters of ITABLE are all increased by 2^®, categories and intervals of 
interest are increased so that their relation to the input remains the same 
as in Example 1. Thus output from Example 3 is identical to that from 
Example 1. 

Because this example uses FORTRAN IV, double-precision arrays ITABLD 
and INPUTD are equivalenced to single-precision arrays ITABLE and 
INPUT of the same word length. As a result values for the double-precision 
elements can be set via their single-precision equivalents. 
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HISTI Example #3 



DIMENSION ITftBLE<20) .INPUT<2000) .IHGRflMdJO) 
INTEGER*a ITftBLD(lO) .INPUTD(IOOO) 

EQUIVALENCE (ITABLE(2) .IS) .(ITABLE(a) .IW) . ( ITABLE . ITABLD ) 
1 (INPUT iINPUTD) 

DATA I TABLE/0 .20 .0 .5 .40 .0 .500 .13*0/ 
DATA INPUT/2000*0/ 
DATA II .12/0.0/ 

DO 2 J = 2,21 

N=500«MOD(J.2)+1 

DO 1 I=N*2.(N+499)»2.2 
1 INPUT(I)=RAN(I1 .I2)*210+15 

CALL HISTI (ITABLD,INPUTD(N) .IHGRAM) 
IF(ITABLE(17) .EQ.O) GO TO 2 
TYPE lOOO.ITABLEd?) 
1000 FORMATC ' ERROR INDICATOR = ' .13) 
STOP 



2 CONTINUE 

TYPE 900 
900 FORMAT (IHl ,T30. 'HISTI Example «3' .//) 
TYPE 2000 
2000 FORMAT (24X. 'RESULTING INTERVAL HISTOGRAM'// . 

1 4(' INTERVAL' iGX) ./ ,4( ' X 2#«1E COUNT ')/ ) 
TYPE 3000. ( (N-n*IW+IS.N*IW + IS.IHGRAM(N) .N=l .40) 
3000 F0RMAT(a(I7.'- ' .la.IG) ) 

TYPE 4000. < I TABLE! I) .1 = 11 .15.2) 
4000 FORMAT(// .' UNDERFLOW COUNT = ' .13./ .' OVERFLOW COUNT 
1 ' NO. OF COUNTERS WHICH OVERFLOWED = ' .12 .) 
CALL EXIT 
END 



,13,/ I 
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(?) Define array elements and their sizes; use equivalence for conven- 
ience; note that ITABLD and INPUTD are double-precision. 

(2) Set parameter table elements: there are 40 intervals of interest, start- 
ing at 20-2^^ = 1,310,720, and comprising 5-2^^ = 327,680 elements 
each; input array contains 500 elements; set ITABLD(5) to zero to 
signal initialization. 

Clear high and low parts of double-precision input. 
Initialize random number generation variables. 

(3) Provide 20 sets of data (500 double-precision points each) for 
processing. 

(4) Determine which half of the input array is to receive the next set of 
input data. 

(5) Determine next set of random numbers for processing; place random 
number range from 15 to 225 in the high order part of the double- 
precision integer array ITABLD via IT ABLE, effectively producing 
random numbers in the range of 15-2^^ to 225'2^®. 

(£) Process next set of input values: 

ITABLD contains parameter table 

INPUTD contains input for processing, starting at subscript N 

IHGRAM is array where interval histogram is stored 

Check for error on return. 

(7) End of data generation and processing loop 

(?) Print output: 

Interval histogram (IHGRAM) 

Underflow (ITABLD(6)); overflow (ITABLD(7)); counter overflow count 

(ITABLD(8)) 
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Terminal Output 



HISTI Example «3 

RESULTING INTERVAL HISTOGRAM 

INTERVAL INTERVAL INTERVAL INTERVAL 
X 2**16 COUNT X 2**16 COUNT X 2**16 COUNT X 2**16 COUNT 

20- 25 218 25- 30 234 30- 35 226 35- 40 242 

40- 45 248 45- 50 255 50- 55 216 55- 60 228 

60- 65 244 65- 70 ZZB 70- 75 245 75- 80 242 

80- 85 271 85- 90 235 90- 95 217 95- 100 25B 

100- 105 251 105- 110 246 110- 115 229 115- 120 233 

120- 125 237 125- 130 217 130- 135 242 135- 140 225 

140- 145 232 145- 150 224 150- 155 258 155- 160 249 

160- 165 241 165- 170 231 170- 175 268 175- 180 255 

180- 185 240 185- 190 231 190- 195 232 195- 200 228 

200- 205 240 205- 210 219 210- 215 250 215- 220 239 

UNDERFLOH COUNT = 249 

OVERFLOM COUNT = 231 

NO. OF COUNTERS WHICH OVERFLOWED = 
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HISTI Example #4 



Example 4 combines the functions of Example 2 and Example 3. To produce 
an object file capable of processing double-precision input and producing a 
frequency histogram, both DPH$ (see Section 4.5.3) and FREQ$ (see 
Section 4.5.4) must be enabled. 
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HISTI Example #4 



DIMENSION I TABLE ( 3a) .INPUT(ZOOO) .IHGRAMIflO) . I FRED (120) 
INTEGER»4 ITfiBL0<17) . INPUTD ( 1000) 

EOUIVflLENCE (ITABLE(2) ,IS) .<ITABLE(a) .IW) , ( ITABLE . ITABLD) . 
(INPUT. INPUTD) 

DATA I TABLE/0 i20 lO .5 iflO. 0.500 .1 1*0 .1 .0 .120 .0 .0 . 10000 . 10*0/ 
DATA INPUT/2000»0/ 
DATA II .12/0.0/ 

DO 2 J = 2.Z1 

N=500*MOD(J.2)+1 

DO 1 I=N*2.(N+a99)*Z.2 
INPUT(I)=RAN(I1 .12X210+15 

CALL HISTI ( ITABLD. INPUTD(N) .IHGRAM . IFRE(3 ) 

IF ( ITABLE ( 17 ).E0,0) GO TO 2 

TYPE lOOO.ITABLEd?) 

FORMAT( ' ERROR INDICATOR = ' ,13) 

STOP 



900 

2000 
1 

3000 

aooo 
1 

5000 



CONTINUE 

TYPE 900 

FORMATdHl ,T30,' HISTI Example «4' .//) 

TYPE 2000 

FORM AT (Zax. 'RESULTING INTERVAL HISTOGRAM'//. 

a(' INTERVAL' .BX) ./,4( ' X 2«»16 COUNT ')/ ) 

TYPE 3000, ( (N-1)»IW+IS.N*IW+IS.IHGRAM(N) .N = l ,H0) 

F0RMAT(4(I7.'-' ,14.16)) 

TYPE 4O0O.(ITABLE(I) ,1 = 11 .15. Z) 

F0RMAT(// .' UNDERFLOW COUNT = ' ,13,/,' OyERFLOW COUNT = ' ,13,/ i 

' NO. OF COUNTERS WHICH OyERFLOWED = ' ,12) 

TYPE 5000 

FORMAT (///20X, 'CORRESPONDING FREQUENCY HISTOGRAM'// , 

5(' ENTRY COUNT')/) 

I=ITABLE(25) 

IF (ITABLE (25) . GT. ITABLE (21 ) ) I = ITABLE (21) 

TYPE 7000,(N.IFREO(N) .N=l .1) 

F0RMAT(5(IB,I8) ) 

CALL EXIT 

END 
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(?) Define array elements and their sizes; use equivalence for conven- 
ience; note that ITABLD and INPUTD are double-precision. 

(?) Set parameter table elements: there are 40 intervals of interest, start- 
ing at 20-2^® = 1,310,720, and comprising 5-2^^ = 327,680 elements 
each; input array contains 500 elements; set ITABLD(5) to zero to 
signal initialization; indicate frequency histogram should be produced, 
set number of elements in frequency histogram array, and specify 
length of frequency histogram interval (10000-2^® = 655,360,000). 
Clear high and low parts of double-precision input. 
Initialize random number generation variables. 

(3) Provide 20 sets of data (500 double-precision points each) for 
processing. 

(4) Determine which half of the input array is to receive the next set of 
input data. 

(?) Determine next set of random numbers for processing; place random 
number range from 15 to 225 in the high order part of the double- 
precision integer array ITABLD via IT ABLE, effectively producing 
random numbers in the range of 15-2^^ to 225*2^®. 

(e) Process next set of input values: 

ITABLD contains parameter table 

INPUTD contains input for processing, starting at subscript N 
IHGRAM is array where interval histogram is stored 
IFREQ is array where frequency histogram is stored 

Check for error on return. 

Note that ITABLD(13) is assumed to be less than ITABLD(ll), which 

is set at 120; therefore ITABLD(13) is not checked. 

(7) End of data generation and processing loop 

(&) Print output: 

Interval histogram (IHGRAM) 

Underflow (ITABLD(6)); overflow (ITABLD(7)); counter overflow count 

(ITABLD(8)) 

Frequency histogram (IFREQ(I), where I ranges from 1 to 

ITABLD(13) = ITABLE(25)) 
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Terminal Output 



HISTI Example «4 
RESULTING INTERMAL HISTOGRAM 



INTERVAL 




INTERVAL 




INTERVAL 




INTERVAL 




X 2**16 


COUNT 


X 2**16 


COUNT 


X 2**16 


COUNT 


X 2**18 


COUNT 


20- 


25 


218 


25- 


30 


234 


30- 


35 


226 


35- 


40 


242 


40- 


45 


248 


45- 


50 


255 


50- 


55 


216 


55- 


•60 


228 


60- 


65 


244 


65- 


70 


226 


70- 


75 


245 


75- 


80 


242 


80- 


85 


271 


85- 


90 


235 


90- 


95 


217 


95- 


100 


256 


100- 


105 


251 


105- 


110 


246 


110- 


115 


228 


115- 


120 


233 


120- 


125 


237 


125- 


130 


217 


130- 


135 


242 


135- 


140 


225 


140- 


145 


232 


145- 


150 


224 


150- 


155 


258 


155- 


160 


249 


160- 


165 


241 


165- 


170 


231 


170- 


175 


268 


175- 


180 


255 


180- 


185 


240 


185- 


190 


231 


190- 


195 


232 


195- 


200 


228 


200- 


205 


240 


205- 


210 


219 


210- 


215 


250 


215- 


220 


239 



UNDERFLOW COUNT = 249 

OVERFLOW COUNT = 231 

NO. OF COUNTERS WHICH OVERFLOWED 



CORRESPONDING FREQUENCY HISTOGRAM 



ENTRY 


COUNT 


ENTRY 


COUNT 


ENTRY 


COUNT 


ENTRY 


COUNT 


ENTRY 


COUNT 


1 


81 


2 


76 


3 


89 


4 


80 


5 


81 


6 


82 


7 


88 


8 


75 


9 


84 


10 


78 


11 


85 


12 


86 


13 


85 


14 


82 


15 


92 


16 


79 


17 


88 


18 


85 


19 


87 


20 


86 


21 


86 


22 


82 


23 


87 


24 


82 


25 


87 


26 


85 


27 


78 


28 


82 


29 


88 


30 


82 


31 


86 


32 


84 


33 


80 


34 


91 


35 


79 


36 


79 


37 


87 


38 


87 


39 


88 


40 


85 


41 


80 


42 


79 


43 


90 


44 


84 


45 


84 


46 


78 


47 


84 


48 


82 


49 


84 


50 


82 


51 


81 


52 


79 


53 


86 


54 


78 


55 


82 


56 


85 


57 


77 


58 


89 


59 


80 


60 


91 
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INTERNAL HISTOGRAMMING WITH 
(RHISTI) SUBROUTINE 

FORMAT: 

CALLRHISTI(ITABLE,INPUT,IHGRAM[,IFREQ]) 



REFERENCE POINTS 



Where: 
ITABLE 



is an integer array of at least 16 elements. 



ITABLE(l) 


= 


first interval lower limit 


ITABLE(2) 


= 


specified interval length 


ITABLE(3) 


= 


total number of contiguous intervals 
considered 


ITABLE(4) 


= 


total number of array elements con- 
taining data 


ITABLE(5) 




number of data values to be processed 

after each reference is 

detected 


ITABLE(6) 


= 


initialization flag 


ITABLE(7) 


= 


number of reference points 
detected 


ITABLE(8) 


- 


underflow count 


ITABLEO) 


— 


overflow count 


ITABLE(IO) 




number of output array elements 
exceeding largest possible single- 
precision integer 


ITABLE(ll) 


= 


error flag 


ITABLE(12) 




frequency histogram indicator 

= no frequency histogram 

1 = frequency histogram 


ITABLE(13) 


= 


number of array elements used to store 
frequency histogram ITABLE(12) = 1) 


ITABLE(14) 




number of frequency histogram ele- 
ments already calculated (if 
ITABLE(12) = 1) 


ITABLE(15) 




current partial count for next entry 
into the frequency histogram (if 
ITABLE(12) = 1) 


ITABLE(16) 


- 


internal storage 


INPUT is an integer array containing input data. 


IHGRAM is an integer array used to store output data. 


ll^'KEQ is an integer 


array 


used to store frequency histogram data 


(required only when ITABLE(12) = 1). 


FILE NAMES: 







RHISTLMAC (source file); RHISTI.OBJ (object file) 



OPTIONS: 



• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

• DPR$ (Double-Precision Integers) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 





NONE 


EIS 


EAE 


NONE 


286 


165 


199 


DPR$ 


360 


237 


273 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 
With PDP-11/03 and EIS enabled: 



15000 Points/second. 
5000 Points/second. 



Chapter 5 

The Interval Histogramming with Reference Points 

(RHISTI) Subroutine 



The interval histogramming with reference points subroutine counts the 
number of data elements that fall into one or more predefined categories, or 
data types. Sets of such counts are often presented graphically as bar- 
graphs or histograms. The subroutine interprets preset numerical intervals 
as categories; a set of categories for a given application must be represent- 
able as a contiguous group of intervals of equal length. 

Data to be processed must be represented by unsigned integers not equal to 
zero. Data elements equal to zero are interpreted by the subroutine as 
reference points. Processing of input data begins only after the first refer- 
ence point is detected. Additional reference points are significant in that 
they partition the data stream. 

Interval histogramming results are presented as an array in which each 
output element is associated with a specific category. A count is also kept of 
input elements that do not belong in any predefined category; this count is 
reported separately. 

If a frequency histogram is also produced, each element of its output array 
contains the total number of data elements that appear in the data stream 
in the segment described by each pair of reference points. 

5.1 Definitions of Basic Terms and Conventions 

It is important to understand how some of the terms and conventions de- 
scribing the RHISTI subroutine are used throughout this chapter. 

• Data stream (or input data stream) describes all data to be processed to 
produce one histogram. Note that the entire data stream need not be 
processed at once; it may be processed in sequential parts. 
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Interval describes a subset of integers. If N is taken to be its length, the 
interval is defined in terms of its lower boundary point and the next N-1 
integers in ascending order. 

Category is a unique classification of data. 

Two areas that are outside the total range of interest are: those values 
that are smaller than the minimum, or underflow values, and those 
larger than the maximum, or overflow values. 

• Event means something that generates a valid data element! 

5.2 Your Input to the Subroutine: Its Characteristics 

Your input to the subroutine should have the form of a stream of integers, 
divided into like segments by a set of reference points. This section deals 
with how this data stream is seen in the real world and in the subroutine 
world; it also explains how the subroutine interprets the single-precision 
integers in the input stream. 

5.2.1 The Reference Points — Their Significance 

Reference points serve two purposes: 

• They indicate the point in the input data stream where the interval histo- 
gram should begin, that is, at the first reference point. 

• They denote boundary points in the input stream which are used in the 
production of a frequency histogram (see Section 5.3.4). 

Reference points are normally used to signify events that subdivide the 
input data stream into related partitions. For example, reference points 
can signify ticks of a clock at a preset rate during a sampling process. Or, 
if you are monitoring responses to a series of stimuli, the occurrence of 
each stimulus could be recorded as a reference point, and the data charac- 
terize the response being observed. 

5.2.2 The Relation between Data and Categories 

Data to be histogrammed are nonzero integers related in some way to the 
actual data they represent. If the data are numerical, such as measures of 
height, temperature, or time, this relation is immediately meaningful and 
obvious. However, the relation may be purely arbitrary, as when the data 
deal with an abstract condition that is represented by an integer to be 
processed by the subroutine; for example, if balls of different colors are 
being counted, an integer must be assigned to represent one color to distin- 
guish it from other colors. 

Data categories are also numerical; each is represented by an interval of 
integers. And like the data/integer relation, the relation between a cate- 
gory and the interval representing it may be obvious or completely arbi- 
trary. Values assigned to these interrelated entities (Figure 5-1) must be 
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mutually consistent; for instance, an integer representing a data element 
must be in the numeric interval corresponding to the particular category to 
which that data element belongs. Figure 5-1 illustrates that relations 1 
and 2 are fixed, and that once relation 3 or 4 is chosen, the remaining 
relation is no longer completely arbitrary. 

Figure 5-1: Interrelation between DATA/CATEGORY and 
INTEGER/INTERVAL Concepts 



DATA-- 

II 



Real World 
1 



(Fixed) 



-CATEGORY 

n 



INTEGER -*- 



-INTERVAL 



(Fixed) 



Subroutine World 



I 

MR-S-162T.ei 



5.2.3 How the Subroutine Interprets Single-Precision Numbers 

Acceptable input and output values for the RHISTI subroutine are single- 
precision integers in the range of to 65535; single-precision positive in- 
tegers in FORTRAN have a range of to 32767. This apparent conflict is 
actually a matter of interpretation and decimal representation of the nega- 
tive numbers in FORTRAN; it is easily resolved, as we shall explain. 

In theory a 16-bit binary number can represent a decimal number as large 
as 65535. In FORTRAN this range is divided into two parts: values from 
to 32767 are interpreted and used as positive integers; values in the other 
half of the range are interpreted and used as negative integers. In 
FORTRAN negative numbers ranging from -32768 to -1 correspond di- 
rectly to binary numbers ranging in decimal value from 32768 to 65535. 

The RHISTI subroutine does not process or report values less than zero. 
Therefore all input and output values are treated as unsigned so that we 
can use the full positive range of the 16-bit word. 

You may well ask "How does this interpretation of the data by the subrou- 
tine affect my particular application?" The answer is: 



1. 



2. 



All input values and all resulting output data less than 32768 (2 ) are 
treated in exactly the same way by the subroutine and by FORTRAN 
(Figure 5-2). 

If either your input data or the resulting output contain values greater 
than 32767 (but not greater than 65535), they are interpreted as nega- 
tive by FORTRAN but not by the subroutine. For example, if the sub- 
routine outputs a single-precision integer value of 40,000, FORTRAN 
interprets it as -25536. 
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Figure 5-2: Relation between FORTRAN Integers and Unsigned 
Binary Values 



FORTRAN Interpretation (2s Complement) 



32767 



xiv 



-32768. 



32767. . . , 
?■ ■ ■ ' I 65535 

" — Unsigned 16-Dlgit Binary Value 



We shall now present a simple mechanism for converting a value that 
FORTRAN interprets as negative to a floating-point number equal to the 
unsigned interpretation of the value. This conversion may not always be 
necessary; some operations, such as addition and subtraction, are unaf- 
fected by the signs of the operands. The unsigned results of such an opera- 
tion would be correct so long as the results were not less than or greater 
than 65535. However, operations such as division and multiplication, or 
printing and typing, are affected by the FORTRAN interpretation of un- 
signed numbers larger than 32767 as negative numbers. The following two 
methods can be used to convert unsigned single-precision numbers to 
floating-point numbers: 

R = (1 - (N/IABS(N))/2) * 65536. + N 

or 

R = N 

IF (N.LT.O) R = 65536. + N 

where R is the floating-point variable equivalent to the unsigned single- 
precision integer stored in N, and lABS(N) is a function available from the 
FORTRAN library. 

To convert a floating-point number less than 2^^ to an unsigned integer, you 
can use one of the following equations: 

N = R- 65536. * IFIX (R/32768.) 

or 

N = R- 65536. 

IF (R.LT.32768.) N = R 

where R is again the floating-point variable, N the unsigned integer stored 
in N, and IFIX is a function available from the FORTRAN library. 
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5.3 How to Present Your Problem to the Subroutine 

You can control the type and scope of the histogram(s) output by this sub- 
routine by setting the appropriate parameter table elements. You must 
specify the number of data elements to be processed following each refer- 
ence point and define your categories of interest so that the resulting inter- 
val histogram meets your requirements. You can also specify whether a 
corresponding frequency histogram is to be produced. An array of para- 
meter values is used to pass your processing requirements to the subroutine 
(Section 5.4). 

5.3.1 Number of Events to be Processed Following Each 
Reference Point 

The number of events to be counted into the interval histogram following 
detection of each new reference point is specified by the fifth element of the 
parameter array (ITABLE(5)), Section 5.4. If this element is set to zero, all 
data elements following each reference point are counted into the interval 
histogram. Regardless of the value of ITABLE(5), all data elements follow- 
ing each reference point are counted into the frequency histogram, if one is 
produced. 

This particular feature of the RHISTI subroutine is useful for applications 
in which statistical information involves a fixed number of data elements 
related to each reference point. In such applications the reference point 
often represents an event that causes, or provides the stimulus for, the data 
to be histogrammed. Such data elements often represent measures of time 
or space relative to the causing event. 

For example, suppose you wish to study the arrival times of the first four 
pieces of fire-fighting appeiratus at the scene of a fire after the alarm 
sounds. The sounding of the alarm is the stimulus, and is represented by a 
reference point in the data stream; the data elements represent the elapsed 
time between the sounding of the alarm and the arrival of the pieces of 
equipment. Thus, if ITABLE(5) is set to 4 and the data are input chronolog- 
ically, the arrival times of the first four pieces of equipment are counted 
into the interval histogram. A corresponding frequency histogram would 
record the total number of pieces of equipment responding to the alarm. 

5.3.2 Describing the Categories for the Interval Histogram 

The numerical intervals representing the categories of interest to the 
subroutines are defined by means of a table of parameter values set by the 
user. The first three values in the parameter table define these intervals 
(see Section 5.3): 

• The first element of the parameter table defines the lower limit of the 
first interval. Data values smaller than this limit do not fall into any 
predefined category and are reported separately (see Section 5.2.3). 
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• The second element of the parameter table defines the numerical length 
of each interval. Therefore the first interval spans values greater than or 
equal to the first element but smaller than the sum of the first and second 
elements. Symbolically, if the first element is I and the second is J, the 
first interval spans all data, Kl;, for which 

I « Kli < I + J 

The second interval spans all values, K2i, for which 

I + J « K2i < I + 2 • J 

and so on. Note that there are J values in each interval. 

• The third element of the parameter table tells the subroutine how many 
intervals — starting with the value of the first element — to consider. 
This element also specifies the minimum dimension of the output array 
because each interval has a corresponding output array element. The 
implication of this value is that the last interval of interest spans all 
values, KNi, for which 

1 + (N-D- J^KNi<I + N- J 

where N is the value of the third element and I and J are the values of the 
first and second elements, respectively. 

5.3.3 Overflow and Underflow Count 

Because the intervals of interest may not span the entire range of legal 
integer input, it is possible that the input data stream may contain values 
that do not fall within any specified category. The subroutine counts the 
number of data values outside the upper and lower limits of the specified 
categories. The number of data values that are smaller than the minimum 
specified in the first element of the parameter table (Section 5.3) is called 
the underflow count and is reported in the eighth element of the parameter 
table. The number of values that exceed the maximum value in the interval 
of interest is called the overflow count and is reported in the ninth element 
of the parameter table. 

5.3.4 Frequency Histogram 

In addition to the other processing characteristics described, an optional 
frequency or zeroth histogram can also be produced. It takes the form of an 
additional output array that indicates the level of activity between each 
pair of reference points. Specifically the number of input elements following 
the nth reference point and preceding the n + lth reference point are re- 
ported as the reth element of the frequency histogram array. 

5.4 How to Call the RHISTI Subroutine 

The symbolic name for the interval histogramming with reference points 
subroutine is RHISTI, and the general format of the FORTRAN call is: 
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GALLRHISTI(ITABLE,INPUT,IHGRAM[,IFREQ]) 

For reference, argument names in the call to RHISTI have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results and no 
data is processed. The arguments are described in the following discussion. 

IT ABLE is an integer array of at least 16 elements used to: 

• Transmit information from the user to the subroutine (ITABLE(l) 
through ITABLE(6)) 

• Return information from the subroutine to the user (ITABLE(7) through 
ITABLE(ll)) 

• Transmit/report information to/from the subroutine on the optional fre- 
quency histogram (ITABLE(12) through ITABLE(15)) 

• Store information on an interim basis (by the subroutine) (ITABLE(16), 
ITABLE(17)) 

You must set the array elements that transmit information to the 
subroutine. 

ITABLE(l) The lower limit of the first interval (see Section 5.3.2) 

ITABLE(2) The specified interval length (see Section 5.3.2) 

ITABLE(3) The total number of contiguous intervals to be considered 

(see Section 5.3.2) 

ITABLE(4) The total number of array elements containing data (start- 

ing with the first element of the input array (INPUT)) 

ITABLE(5) The number of data values to be processed after each refer- 

ence point is detected; if set to zero, all values are pro- 
cessed (see Section 5.3.1) 

ITABLE(6) A value that must be set to zero before the initial call to 

the subroutine; it signals the subroutine to initialize the 
output array and other output elements in the parameter 
table. On subsequent calls to the subroutine, if a different 
segment of the same set of data is being processed, opera- 
tion continues and there is no reinitialization. 

The next group of elements is used to report information not included in the 
actual histogram: 

ITABLE(7) The number of reference points detected 

ITABLE(8) The underflow, or the count of the number of input data 

values that are smaller than ITABLE(l) 
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IT ABLE (9) The overflow, or the count of the number of input data 

values that exceed the upper limit of the last interval; data 
values exceeding 

ITABLE(l) + (ITABLE(2)-ITABLE(3)) 

are counted. 

ITABLE(IO) The number of output array elements that have exceeded 
the largest possible single-precision number (65535) (or 
overflow/underflow count) (see Section 5.2.3) 

ITABLE(ll) An element used to report error conditions: 

= Indicates no errors 

= 1 Indicates that ITABLE(l) + ITABLE(2)- 

ITABLE(3)>65535 
= N Indicates the ITABLE(N) is in error, for example, 

ITABLE(2) = 
=-N Indicates incorrect number of arguments in call 

The next group of elements is used to transmit/report information concern- 
ing the optional frequency histogram. Note that you must set ITABLE(12), 
and that IT ABLE must be dimensioned to 17 regardless of whether a fre- 
quency histogram is produced. 

ITABLE(12) Indicator of whether a frequency histogram should be 
produced: 

= Do not produce a frequency histogram 

= 1 Produce a frequency histogram 

If ITABLE(12) = 1, the fourth argument in the 
call statement must be present (IFREQ). 

ITABLE(13) The number of elements in the array used to store the 
frequency histogram (the dimension of IFREQ in the 
CALL statement) 

ITABLE(14) Number of frequency histogram elements already calcu- 
lated; will be set by the subroutine to for the initial call 
to RHISTI, when ITABLE(6) is 0. ITABLE(14) is updated 
continuously as input is processed by the subroutine. Be- 
cause elements of this histogram are calculated sequen- 
tially, data from the storage array may be extracted each 
time the subroutine has processed all data in the input 
array and returned to the calling routine. If elements are 
extracted, ITABLE(14) may then be adjusted to reflect 
where the next element of the frequency histogram is to be 
stored. 

ITABLE(15) The current partial count for the next (ITABLE(14) + 1) 
entry in the frequency histogram; each time another refer- 
ence point is detected, ITABLE(14) is updated and the next 
entry is placed in the histogram. 
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The next elements are used only by the subroutine: 

ITABLE(16), Elements used exclusively by the subroutine for internal 
storage 

ITABLE(17) 

INPUT is an integer array containing the data to be processed. All data 
are treated as positive and unsigned (see Section 5.2.3). All input ele- 
ments equal to zero are interpreted as reference points (see Section 
5.2.1). The number of array elements to be processed is ITABLE(4), and 
processing always begins with the first element of the array. Note, how- 
ever, that all data need not be placed in the array at one time. Instead, 
one array of data can be processed, the array refilled with new data, and 
the subroutine called again to process the array of data a second time. It 
is possible to continue in this piecemeal fashion until all data have been 
processed. In real-time applications such a processing cycle becomes an 
ongoing function. 

IHGRAM is an integer array to store the results of interval histogram 
processing; each array element is devoted exclusively to one of the nu- 
merical intervals that represents a single category. The order of the 
array elements corresponds to the numeric order of the intervals, that is, 
the Nth element of the output array will have a value equal to the 
number of data elements in the input stream that belong in the interval. 

[ITABLE(l) + (N-l)-ITABLE(2)]to[ITABLE(l) + N-ITABLE(2) - 1] 

IFFREQ is an array required only when ITABLE(12) = 1 and is used to 
store the frequency histogram data. This integer array must be at least 
as long as specified by ITABLE(13). Upon return, ITABLE(14) notifies 
the user how many elements in the array contain data- 

If you remove data from the array before a subsequent call to the subrou- 
tine, you can adjust ITABLE(14) before reentry to reflect the additional 
storage space now available. 

If the number of array elements available for storage is not large 
enough, that is, if ITABLE(14) becomes larger than ITABLE(13), the 
subroutine stops computing the frequency histogram (but continues to 
process interval histogram data). If this condition arises, frequency his- 
togram data may be lost. To correct this problem, make ITABLE(14) 
smaller than ITABLE(13). ITABLE(14) indicates the number elements 
lost (ITABLE(14)-ITABLE(13)). 

5.5 Input and Output — Using the Subroutine 

As previously stated, all data for a particular histogram need not be avail- 
able, or even known, before processing begins. Initialization takes place (all 
counters are set to zero) only when ITABLE(6) equals zero. Parameter table 
elements are also checked for correctness when ITABLE(6) equals zero. 
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Before the subroutine returns, it automatically changes ITABLE(6) so that 
if a subsequent call is made to process new data for the same histogram, 
processing continues as though no interruption had taken place. Thus an 
entire set of data for one histogram can be processed at one time, memory 
space permitting; or, if the user wishes, the data can be processed one 
segment at a time. The value assigned to ITABLE(4) should indicate the 
number of elements in the input array to be processed for a specific call. 

The subroutine is position-independent and reentrant. Although these fea- 
tures are of interest mainly at the system level, they do result in additional 
advantages at the user level. Perhaps most significant is that several data 
streams can be processed simultaneously. All pertinent information con- 
cerning the history of a data stream is contained in the ITABLE array 
rather than in the code for the subroutine. Imaginative use of the argu- 
ments in the subroutine call should make the subroutine functionally com- 
patible with any application that uses interval histogramming of data 
relative to reference points. 

5.6 Modifying the Subroutine — Using Options 

The following sections explain which options you can use with the interval 
histogramming with reference points subroutine. If you want to use any of 
the options, you must enable them when you build the subroutine from the 
source file using the interactive build procedure (see Section 1.1). 

5.6.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 121 words if DPR$ is not enabled, and by approximately 
123 words if DPR$ is enabled. 

5.6.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 87 words. 

5.6.3 DPR$ (Double-Precision Integers) 

If the range of data values to be histogrammed exceeds 65535 (2^^-l), this 
conditional option must be enabled. Note that if you are using a copy of the 
subroutine in which the symbol DPR$ has been enabled, you must provide 
your data to the subroutine as follows: 

• All input data must be double-precision integer, that is, the second argu- 
ment in the FORTRAN CALL statement, INPUT, must be an 
INTEGER*4 array (or equivalent). 
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• Because this option expands the possible range of input values by a factor 
of 2^^, the range of variables used to define the exact range of interest 
must also be expanded by 2". Therefore the first argument in the 
FORTRAN CALL statement, ITABLE, must also be an INTEGER*4 ar- 
ray or the equivalent. ITABLE(l) and ITABLE(2) can then select the 
range of interest. 

Enabling this option has no effect on the output because the range of input 
values does not affect the size of output values. 

If DPR$ is enabled, the size of the subroutine increases by approximately 
74 words. 

5.7 Examples of Input/Output Variation Using the RHISTI 
Subroutine 

The three examples presented here process equivalent sets of data in simi- 
lar ways but focus on different capabilities of the RHISTI subroutine. 

Example 1 is based on the distributed version of the subroutine. A set of 
10,000 random integers ranging from 15 to 225 is processed, 500 at a time. 
Each sequential set of input points is stored in alternate halves of the 
INPUT array to simulate real-time applications, which conserve processing 
time by collecting and processing data in parallel. 

NOTE 

If you use FORTRAN 77 and you want to duplicate the termi- 
nal output for the example programs, replace the standard 
random-number generator in F4P0TS with F4PRAN.0BJ. 
Terminal output for the example programs is based on the 
FORTRAN IV random-number generator. The FORTRAN 77 
random-number generator is different from that for 
FORTRAN IV and will not produce the same output. See 
Section B.l. 

Categories of interest comprise 40 intervals of five integers each; the mini- 
mum value for the first interval is 20. When processing is complete, the 
following output is typed on the terminal: 



• 



The total count of data items belonging to each category, that is, the 
interval histogram (IHGRAM) 



• The total number of reference points detected (ITABLE(7)) 

• The number of data items smaller than the total interval of interest, that 
is, the underflow count (ITABLE(8)) 

• The number of data items larger than the total interval of interest, that 
is, the overflow count (ITABLE(9)) 



• 



The total number of output counters that have exceeded 65535 
(ITABLE(IO)) 
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RHISTI Example #1 
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RHISTI Example #1 



DIMENSION ITABLEd?) .INPUT(IOOO) ,IHGRAM(40) 
EQUIVALENCE (ITABLEd) ,IS) .<ITA5LE(Z) ,IW) 

DATA ITABLE/20 .5.40.500.13*0/ 
DATA II .12/0.0/ 

DO 2 J = 2.21 

N=500»M0D( J.2)+l 

DO 1 I = N.N + a99 

K = RAN(I1 .I2)»210+15 

M = K/80 

IF(M»BO.EQ.K) K=0 

INPUT(I)=K 



1000 



CALL RHISTI (ITABLE. INPUT (N) .INGRAM) 

IF(ITABLE(11).E0.0) GO TO 2 

TYPE lOOO.ITABLECin 

FORMAT( ' ERROR INDICATOR = ' .13) 

STOP 



900 

2000 
1 

3000 

aooo 



CONTINUE 

TYPE 900 

FORMAT (IHl .T30. 'RHISTI Exampl e «1 ' .// ) 

TYPE 2000 

F0RMAT(28X. 'RESULTING HISTOGRAM'// . 

ac INTERVAL COUNT')/) 

TYPE 3000.((N-1)«IW+IS.N*IW+IS.IHGRAM(N) .N = l .flO) 

F0RMAT(a<I7.'-' .la.IB) ) 

TYPE aOOO.( ITABLEd) .1=7.10) 

FORMAT(// . ' NO. OF REFERENCE POINTS = ' .13 ./ . 

' UNDERFLOW COUNT = ' .13./.' OVERFLOW COUNT = ' .13./ . 

' NO, OF COUNTERS WHICH OVERFLOWED = ' .12.//) 

CALL EXIT 

END 
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(T) Define array elements and their sizes; use equivalence of convenience. 

(?) Set parameter table elements: there are 40 intervals' of interest, start- 
ing at 20, and comprising five elements each; input array contains 500 
data elements; set ITABLE(6) to zero to signal initialization (no fre- 
quency histogram is produced); set number of data values to be pro- 
cessed after each reference point to zero to signify that all values are to 
be processed. 
Initialize random number generation variables. 

(3) Provide 20 sets of data (500 points each) for processing. 

(4) Determine which half of the input array is to receive the next set of 
input data. 

(5) Determine next set of random numbers for processing; produce some 
zero values (reference points). 

(6) Process next set of input values: 

ITABLE contains parameter table 

INPUT contains input for processing, starting at subscript N 

IHGRAM is array where interval histogram is stored 

(7) End of data generation and processing loop 

Type output: 

Interval histogram (IHGRAM) 

Number of reference points detected (ITABLE(7)) 

Underflow (ITABLE(8)); overflow (ITABLE(9)); counter overflow count 

(ITABLE(IO)) 
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Terminal Output 



RHISTI Example «1 



RESULTING HISTOGRAM 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



20- 


25 


214 


25- 


30 


232 


30- 


35 


224 


35- 


40 


233 


ao- 


45 


248 


45- 


50 


253 


50- 


55 


215 


55- 


80 


228 


80- 


65 


243 


B5- 


70 


228 


70- 


75 


242 


75- 


80 


233 


80- 


85 


198 


85- 


80 


234 


90- 


95 


216 


95- 


100 


253 


100- 


105 


248 


105- 


110 


245 


110- 


115 


225 


115- 


120 


231 


120- 


125 


235 


125- 


130 


212 


130- 


135 


240 


135- 


140 


225 


140- 


145 


228 


145- 


150 


220 


150- 


155 


254 


155- 


160 


247 


ISO- 


185 


191 


185- 


170 


228 


170- 


175 


264 


175- 


180 


250 


180- 


185 


237 


185- 


130 


225 


130- 


135 


228 


195- 


200 


225 


200- 


205 


237 


205- 


210 


213 


210- 


215 


247 


215- 


220 


238 



NO, OF REFERENCE POINTS = 114 

UNDERFLOW COUNT = 240 

OVERFLOW COUNT = 228 

NO, OF COUNTERS WHICH OVERFLOWED 
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RHISTI Example #2 



Example 2 is identical to Example 1 except that a frequency histogram is 
produced in addition to the results output in Example 1. 
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RHISTI Example #2 



DIMENSION ITftBLE(17) .INPUT! 1000) .IHGRAM(aO) .IFREOdZO) 
EOUIUALENCE <ITABLE(1) ,IS) .(ITABLE(2) ,IW) 

DATA I TABLE/ 20. 5. 40 .500, 7*0. 1 ,120.4*0/ 
DATA II .12/0,0/ 

DO 2 J = 2,21 

N=500«MOD(J.2)+1 

DO 1 I=N.N+499 
K=RAN(I1 .I2)«210+15 
M=K/BO 

IF(M«80.ED,K) K=0 
1 INPUT(I)=K 



1000 



CALL RHISTI(ITABLE.INPUT(N) , IHGRAM . IFREO ) 

IF( ITABLE(ll) .EO.O) GO TO 2 

TYPE 1000 .ITABLEdl) 

FORMAT! ' ERROR INDICATOR = ' ,13) 

STOP 



'RHISTI Example «2 ' ,//) 



® 



2 CONTINUE 

TYPE 900 
900 FORMAT! IHl .T30 I 
TYPE 2000 
2000 FORMAT !28X.' RESULTING HISTOGRAM'// . 
1 4!' INTERVAL COUNT' )/) 

TYPE 3000.1 IN-1)*IW+IS.N*IW + IS.IHGRAM!N) ,N=1 .40) 
3000 F0RMAT!4II7.'-' .14.16) ) 

TYPE 4000.! I TABLE! I) .1 = 7.10) 
4000 FORMAT!// ,' NO. OF REFERENCE POINTS = ' ,13./ . 

1 ' UNDERFLOW COUNT = ' ,13./.' OyERFLDW COUNT = ' .13./. 

2 ' NO. OF COUNTERS WHICH OVERFLOWED = ' ,12 ,//) 
TYPE 5000 

5000 F0RMftTI///20)! , 'CORRESPONDING FRE(3UENCY HISTOGRAM'// , 
1 5!' ENTRY COUNT')/) 

I=ITABLE!14) 

IF! I TABLE 114) . GT . ITABLE 1 13) ) I = ITABLE!13) 

TYPE 7000. !N, IFREO IN) ,N=1 ,1) 
7000 F0RMAT!5!IB,IB) ) 

CALL EXIT 

END 
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(?) Define array elements and their sizes; use equivalence for 
convenience. 

(2) Set parameter table elements: there are 40 intervals of interest, start- 
ing at 20, and comprising five elements each; input array contains 500 
elements; set number of data values to be processed after each refer- 
ence point to zero to signify that all values are to be processed; set 
ITABLE(6) to zero to signal initialization; indicate that frequency his- 
togram should be produced and set number of elements in frequency 
histogram array. 

Initialize random number generation variables. 

(3) Provide 20 sets of data (500 points each) for processing. 

(4) Determine which half of the input array is to receive the next set of 
input data. 

(5) Determine next set of random numbers for processing; produce some 
zero values (reference points). 

(e) Process next set of input values: 

ITABLE contains parameter table 

INPUT contains input for processing, starting at subscript N 
IHGRAM is array where interval histogram is stored 
IFREQ is array where frequency histogram is stored 

Check for error on return. 

(7) End of data generation and processing loop 

Type output: 

Interval histogram (IHGRAM) 

Number of reference points detected (ITABLE(7)) 

Underflow (ITABLE(8)); overflow (ITABLE(9)); counter overflow count 

(ITABLE(IO)) 

Frequency histogram (IFREQ(N), where N ranges from 1 to 

ITABLE(14)) 
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Terminal Output 



RHISTI Example #2 



RESULTING HISTOGRAM 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



INTERVAL COUNT 



20- 


25 


214 


25- 


30 


232 


30- 


35 


224 


35- 


40 


239 


40- 


45 


248 


45- 


50 


253 


50- 


55 


215 


55- 


60 


228 


BO- 


B5 


243 


B5- 


70 


22B 


70- 


75 


242 


75- 


80 


239 


BO- 


85 


199 


85- 


90 


234 


90- 


95 


216 


95- 


100 


253 


100- 


105 


248 


105- 


110 


245 


110- 


115 


225 


115- 


120 


231 


120- 


125 


235 


125- 


130 


212 


130- 


135 


240 


135- 


140 


225 


140- 


145 


229 


145- 


150 


220 


150- 


155 


254 


155- 


160 


247 


IBO- 


1B5 


191 


185- 


170 


229 


170- 


175 


264 


175- 


180 


250 


IBO- 


185 


237 


185- 


190 


225 


190- 


195 


226 


195- 


200 


225 


200- 


205 


237 


205- 


210 


213 


210- 


215 


247 


215- 


220 


236 



NO. OF REFERENCE POINTS = 114 
UNDERFLOW COUNT = 240 
OVERFLOW COUNT = 228 
NO, OF COUNTERS WHICH OVERFLOWED 







ENTRY COUNT 



CORRESPONDING FREQUENCY HISTOGRAM 
ENTRY COUNT ENTRY COUNT ENTRY COUNT 



ENTRY COUNT 



1 


19 


2 


119 


3 


80 


4 


20B 


5 


31 


B 


46 


7 


2 


8 


124 


9 


24 


10 


40 


11 


91 


12 


130 


13 


17 


14 


72 


15 


433 


IB 


IGl 


17 


101 


IB 


44 


19 


9 


20 


13 


21 


95 


22 


51 


23 


29 


24 


96 


25 


11 


26 


73 


27 


126 


28 


125 


29 


75 


30 


11 


31 


323 


32 


67 


33 


52 


34 


28 


35 


224 


36 


68 


37 


37 


38 


42 


39 


36 


40 


44 


41 


21 


42 


22 


43 


33 


44 


10 


45 


1 


46 


34 


47 


88 


48 


209 


49 


84 


50 


10 


51 


47 


52 


228 


53 


IB 


54 


50 


55 


47 


56 


132 


57 


47 


58 


89 


59 


37 


SO 


6 


61 


164 


62 


69 


63 


18 


64 


90 


65 


98 


66 


87 


B7 


133 


68 


158 


69 


72 


70 


10 


71 


8 


72 


29 


73 


151 


74 


36 


75 


134 


76 


149 


77 


18 


78 


376 


79 


25 


80 


81 


81 


68 


82 


18 


83 


103 


84 


245 


85 


32 


86 


3 


87 


2 


88 


147 


89 


Bl 


90 


139 


91 


15 


92 


46 


93 


13 


94 


181 


95 


38 


9B 


113 


97 


15 


98 


85 


99 


308 


100 


42 


101 


9 


102 


IBB 


103 


70 


104 


275 


105 


5 


106 


155 


107 


450 


108 


13 


109 


82 


110 


60 


111 


77 


112 


28 


113 


67 
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RHISTI Example #3 



Example 3 is identical to Example 2 except that each input data element is 
increased by a factor of 65536(2^^) and must therefore be represented as a 
double-precision integer. The distributed version of the subroutine cannot 
process double-precision integers. The subroutine must be built from the 
source file with DPR$ enabled in order to produce an object file capable of 
processing double-precision input (see Section 5.6.3 and Section 1.1). 

Example 3 illustrates how the proper version of the subroutine processes 
double-precision integers. Input values are exactly 65536 times those pro- 
cessed in previous examples, and output is analogous to that in Example 2. 

Note that when double-precision integers are processed, both the input ar- 
ray and certain of the parameter table values must be double-precision 
integer (data type INTEGER*4). Because the 1st and 2nd parameters of 
ITABLE are increased by 65536, categories of interest are increased so that 
their relation to input remains the same as in Example 2. Thus output from 
Example 3 is identical to that from Example 2. 

Because this example uses FORTRAN IV, double-precision arrays ITABLD 
and INPUTD are equivalent to single-precision arrays ITABLE and INPUT 
of the same length; thus values for the double-precision elements can be set 
via their single-precision equivalents. 
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RHISTI Example #3 



DIMENSION ITABLE(34) iINPUKZOOO) .IHGRAM(40) iIFREOdZO) 
INTEGER*^ ITA6LD(17) . INPUTD ( 1000 ) 

EQUIVALENCE (ITABLE(2) >IS) .(ITABLE(a) tlW) . (ITABLE . ITABLO ) . 
1, (INPUT. INPUTD) 

DATA I TABLE/0 .20.0 .5.80.0.500.15*0 .1 .0.1 20 .9*0/ 
DATA INPUT/2000*0/ 
DATA II .12/0.0/ 



© 


DO 2 J = 2.21 


© 


N=500«M0D(J.2)+1 




DO 1 I=N*2.(N+ae9)*2.2 


y^s. 


K = RAN(I1 ,I2)*Z10+15 


© 


M=K/80 


1 


IF(M*80.E0.K) K=0 




1 INPUT(n=K 



CALL RHISTKITABLD. INPUTD (N) .INGRAM , IFREO) 
IF (ITABLE (21) .EO.O) GO TO 2 
[6) TYPE 1000.ITABLE(21) 

1000 FORMAT( ' ERROR INDICATOR = ' .13) 
STOP 



© 



Z CONTINUE 

TYPE aoo 

900 FORMAT (IHl ,T30. 'RHISTI Exauipl e »3 '.// ) 
TYPE 2000 
2000 FDRMAT(Z8X . 'RESULTING HISTOGRAM'// . 

1 a(' INTERVAL' .GX) ,/ .a( ' X 2**1B COUNT ')/ ) 
TYPE 3000. ( (N-1)*IW+IS.N*IW+IS.IHGRAM(N) .N = l .40) 
3000 F0RMAT(4(I7.'-' .14.18) ) 

TYPE 40O0.(ITABLE(I) .1 = 13.19.2) 
4000 FORMAT(//. ' NO. OF REFERENCE POINTS = ' .13./ . 

1 ' UNDERFLOW COUNT = ' .13 ./ . ' OVERFLOW COUNT = ' .13 ./ . 

2 ' NO. OF COUNTERS WHICH OVERFLOWED = ' .12.//) 
TYPE 5000 

5000 FORMAT (///20X.' CORRESPONDING FREQUENCY HISTOGRAM'// i 
1 5( ' ENTRY COUNT')/) 

I=ITABLE(27) 

I F (ITABLE ( 27 ).GT. ITABLE (25) ) I = ITABLE (25) 

TYPE 7000. (N. IFREO (N) .N=l .1) 
7000 F0RMAT(5(I8.IS)) 

CALL EXIT 

END 



5-22 The Interval Histogramming with Reference Points (RHISTI) Subroutine 



(T) Define array elements and their sizes; use equivalence for conven- 
ience; note that ITABLD and INPUTD are double-precision. 

(2) Set parameter table elements: there are 40 intervals of interest, start- 
ing at 20-2^^ - 1,310,720, and comprising 5-2^^ = 327,680 elements 
each; input array contains 500 elements; set number of data values to 
be processed after each reference point; set ITABLE(6) to zero to signal 
initialization; indicate that frequency histogram should be produced, 
and set number of elements in frequency histogram array. 

Clear high and low parts of double-precision input. 
Initialize random number generation variables. 

(3) Provide 20 sets of data (500 double-precision points each) for 
processing. 

(7) Determine which half of the input array is to receive the next set of 
input data. 

(5) Determine next set of random numbers for processing; place random 
number range from 15 to 255 in high order part of the double-precision 
integer array ITABLD via IT ABLE, effectively producing random 
numbers in the range of 15*2^® to 225-2^®; produce random zero values 
(reference points). 

(e) Process next set of input values: 

ITABLD contains parameter table 

INPUT contains input for processing, starting at subscript N 
IHGRAM is array where interval histogram is stored 
IFREQ is array where frequency histogram is stored 

Check for error on return. 

(7) End of data generation and processing loop 

(i) Type output: 

Interval histogram (IHGRAM) 

Number of reference points detected (ITABLD(7)) 

Underflow (ITABLD(8)); overflow (ITABLD(9)); counter overflow count 

(ITABLD(IO)) 

Frequency histogram (IFREQ(N), where N ranges from 1 to 

ITABLD(13) = ITABLE(25)) 
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Terminal Output 



RHISTI Example «3 



RESULTING HISTOGRAM 



INTERMAL 




INTERVAL 




INTERMAL 




INTERVAL 




X 2*#1B 


COUNT 


X 2- 


»#16 


COUNT 


X 2**1B 


COUNT 


X 2**16 


COUNT 


20- 


25 


214 


25- 


30 


232 


30- 


35 


224 


35- 


40 


239 


40- 


45 


248 


45- 


50 


253 


50- 


55 


215 


55- 


60 


228 


BO- 


B5 


243 


B5- 


70 


22B 


70- 


75 


242 


75- 


80 


239 


80- 


85 


199 


85- 


90 


234 


90- 


95 


21S 


95- 


100 


253 


100- 


105 


248 


105- 


110 


245 


110- 


115 


225 


115- 


120 


231 


120- 


125 


235 


125- 


130 


212 


130- 


135 


240 


135- 


140 


225 


lao- 


145 


229 


145- 


150 


220 


150- 


155 


254 


155- 


IBO 


247 


160- 


1B5 


191 


185- 


170 


229 


170- 


175 


284 


175- 


180 


250 


180- 


185 


237 


185- 


190 


225 


190- 


195 


228 


195- 


200 


225 


200- 


205 


237 


205- 


210 


213 


210- 


215 


247 


215- 


220 


236 



NO* OF REFERENCE POINTS = 114 
UNDERFLOW COUNT = 240 
OVERFLOW COUNT = 228 
NO. OF COUNTERS WHICH OVERFLOWED 







ENTRY COUNT 



CORRESPONDING FREQUENCY HISTOGRAM 
ENTRY COUNT ENTRY COUNT ENTRY COUNT 



ENTRY COUNT 



1 


19 


2 


119 


3 


80 


4 


206 


5 


31 


6 


46 


7 


2 


8 


124 


9 


24 


10 


40 


11 


91 


12 


130 


13 


17 


14 


72 


15 


433 


IB 


161 


17 


101 


18 


44 


19 


9 


20 


13 


21 


95 


22 


51 


23 


29 


24 


96 


25 


11 


26 


73 


27 


126 


28 


125 


29 


75 


30 


11 


31 


323 


32 


67 


33 


52 


34 


28 


35 


224 


36 


68 


37 


37 


38 


42 


39 


36 


40 


44 


41 


21 


42 


22 


43 


33 


44 


10 


45 


1 


46 


34 


47 


88 


48 


209 


49 


84 


50 


10 


51 


47 


52 


228 


53 


16 


54 


50 


55 


47 


56 


192 


57 


47 


58 


89 


59 


37 


60 


6 


61 


164 


62 


69 


63 


18 


64 


90 


65 


98 


66 


87 


67 


133 


68 


158 


69 


72 


70 


10 


71 


8 


72 


29 


73 


151 


74 


36 


75 


134 


76 


149 


77 


18 


78 


376 


79 


25 


80 


81 


81 


68 


82 


18 


83 


103 


84 


245 


85 


92 


86 


3 


87 


2 


88 


147 


89 


61 


90 


133 


91 


15 


92 


46 


93 


13 


94 


181 


95 


38 


96 


113 


97 


15 


98 


85 


99 


306 


100 


42 


101 


9 


102 


166 


103 


70 


104 


275 


105 


5 


106 


155 


107 


450 


108 


13 


109 


82 


110 


60 


111 


77 


112 


26 


113 


67 
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FAST FOURIER TRANSFORM (FFT) SUBROUTINE 
FORMAT: 

CALL FFT(IERROR,N,IREAL,IMAG,INVRS,ISC ALE) 
Where: 

is an integer variable used to report errors. 



lERROR 

N 

IREAL 

IMAG 

INVRS 



ISC ALE 



is an integer variable specifying the number of elements to be 
transformed. i 

is an integer array containing the real portion of input or 

output data. 

I 

is an integer array containing the imaginary portion of the 
input or output data. 

is an integer variable indicating whether FFT is to perform a 
forward or inverse transform. 

= a forward transform 

1 = an inverse transform 

is an integer variable set by FFT to indicate scaling factor 
(number of times results have been divided by 2). 



FILE NAMES: 

F4FFT.MAC (source file); F4FFT.0BJ (object file) 

OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

• F.MAXN (Maximum Array Size) 



APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 





NONE 


EIS 


EAE 


F.MAXN = 1024 


798 


662 


668 


F.MAXN = 2048 


1004 


918 


924 


F.MAXN = 4096 


1516 


1430 


1436 


F.MAXN = 8192 


2540 


2454 


2460 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 
With PDP-11/03 and EIS enabled: 



900 Points/second. 
320 Points/second. 



Chapter 6 

The Fast Fourier Transform (FFT) Subroutine 



The fast Fourier transforms i^FFT) subroutine provides an efficient means 
of numerically approximating analytical or continuous Fourier transforms. 

This chapter discusses the fast Fourier transform (FFT) subroutine, de- 
scribes the subroutine's FORTRAN call, and outlines the requirements for 
the subroutine's use. Before discussing the FFT subroutine, however, this 
chapter presents an introduction to Fourier transforms. 

6.1 An Introduction to Fourier Transforms 

The Fourier transform converts functions in the time domain to expressions 
in the frequency domain. Figure 6-1 shows the effect of the Fourier 
transform. 

Figure 6-1: The Fourier Transform 
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The Fourier transform separates a function of time into a set of sinusoids 
that are represented by a complex-valued frequency function. Each non- 
zero value of the frequency function indicates that a sinusoid at that fre- 
quency is a component of the original time function. The value of the 
frequency function for a given frequency is equal to the amplitude of the 
associated sinusoid. 

The real components of the complex-valued frequency function indicate 
sinusoids that are even functions, that is, are functions having the property 

f (t) = f (-t) 

Conversely, the imaginary components of the complex- valued frequency 
function indicate sinusoids that are odd functions; that is, they are func- 
tions having the property 

f(t) =-f(-t) 

There is also an inverse Fourier transform. The inverse Fourier transform 
converts a function in the frequency domain to an expression in the time 
domain. 

6.1.1 Mathematical Definition of tlie Fourier Transform (CFT) 

The analytical expression of the Fourier transform is called the continuous 
Fourier transform (CFT). Mathematically, the CFT is represented as: 



H(f) = / h(t)«e-J'-"-''dt 

—00 

The inverse CFT function is represented mathematically as 

00 

h(t) = / H(f)-eJ'''*'df 

—00 

Where: j is V -1. 

h(t) is the time function to be transformed. 

H(f ) is the Fourier transform of h(t). 

t is time. 

f is frequency. 

6.1.2 Matliematical Definition of the Discrete Fourier Transform 
(DFT) 

A digital computer cannot perform the integration indicated by the expres- 
sion for the CFT. A digital computer only can deal with discrete data 
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points. Thus, the FFT subroutine must use a method known as the discrete 
Fourier transform (DFT) to approximate the CFT at discrete frequencies. 

The DFT does not process a continuous function. Instead, it processes dis- 
crete points that give only an approximation of the continuous function. 

The DFT is represented mathematically as 

N-1 
h(n^)= Z h(k-dt)-e^-'-'^'^forn = 0,l,2,...,N-l 

k = 
The mathematical expression of the inverse DFT is 

N-1 
h(k-dt) - ^ • X h(n^) -e^ ^ -'^'^ for k = 0,1,2,...,N-1 
n = 

Where (in addition to those terms explained for the CFT in Section 6.1.1): N 
is the number of sample input values from h(t) or H(f ). 

Although the FFT subroutine uses the DFT algorithm as a model, it also 
takes advantage of certain computational shortcuts to reduce the time re- 
quired to evaluate the resulting values. Because of this computational time 
reduction, the shortcut method used by the subroutine is known as the fast 
Fourier transform (FFT). 

The results of FFT algorithm differ from the results of DFT algorithm only 
by a known scale factor. (See Section 6.3 for a description of the scale 
factor.) 

6.2 Comparing the Continuous and Discrete Fourier Transform 

In general, largely because of different inputs, the results of the FFT and 
the DFT only resemble the expected results of the CFT. Only under certain 
special conditions do the FFT and the DFT produce the same results as the 
CFT for corresponding frequencies. 

The following sections describe the special conditions in which the FFT and 
the CFT produce identical output. They also explain, without formal proof, 
how and why some discrepancies arise between the CFT and the FFT. 

NOTE 

These sections do not provide an exhaustive explanation of 
the discrete approximations to the Fourier transform, the dis- 
crepancies that generally result, or the methods needed to 
minimize these discrepancies. For such a description, see a 
good, general text such as The Fast Fourier Transform by 
E. Oran Brigham. 
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6.2.1 Comparison of FFT and CFT Input 

The input to the DFT or the FFT for a function differs significantly from 
the input to the CFT for the same function. Input to the CFT is typically a 
continuous function defined for all values of time. Input to the FFT for the 
"same" function must be a finite set of discrete samples of the input func- 
tion to the CFT. 

This inherent difference between the actual input to the CFT and the 
actual input to the FFT is the most significant element causing discrepan- 
cies between the expected and the actual results of the FFT. 

To determine what the expected results of the FFT should be, you should 
examine the results of the analytic CFT performed on the actual input to 
the FFT. Mathematically, an expression for the input to the FFT would be: 

g (t) = h (t) • Ao (t) • X (t) 

Where: t is time. 

g (t) is the input to the FFT. 

is the multiplication operation. 

h (t) is the original assumed input. 

Ao (t) is the sampling function. 

The mathematical representation of the sample 
function is 



X 5 (t - k 

k = -00 


•dt) 


where: 8 


is the impulse or the Dirac delta 
function. 


dt 


is the time interval between 
samples. 



x (t) is the truncation function. 

The truncation' function defines the total length of the sampling period. If 
the function h(t) is to be sampled during a time duration, Tq, then: 

x(t) = l,for ^*^t<To--| 

and 

x (t) = for all other values of t. 

Figure 6-2 shows the relationship between FFT and CFT input. It also 
provides a graphic representation of the relationship of h, Aq, x and the 
resulting g (t). 
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In Figure 6-2, 
h (t) = A • COS (Bt) 
To = 2ir / B 
dt = To / 16 

Figure 6-2: The Relationship Between FFT Input and CFT Input 



,h{t) = A*COS(Bt) 
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6.2.2 Comparison of FFT and CFT Output 

Given the mathematical expression for g(t), the actual CFT of g(t) can be 
derived analytically. Three facts allow this derivation. 

1. The CFT of h(t) is assumed to be known. 

2. The Fourier transforms of Ao(t) and x(t) are well known. 

3. The Fourier transform of the product of two functions is demonstrably 
equal to the convolution of the transforms of the functions. 

Thus, a mathematical expression for the CFT of the actual input to the 
FFT is 

G (f ) = H (f ) * Ao (f ) * X (f ) 



Where: 



G(f) 

* 

H(f) 

Ao(f) 
X(f) 



is the Fourier transform (CFT) of g (t). 
is the convolution function. 
is the Fourier transform of h (t). 
is the Fourier transform of Aq (t). 
is the Fourier transform of x (t). 
Its mathematical representation is 
[To • SIN (it • To • f )] / (tt • To • f ) 
is frequency. 
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Figure 6-3 illustrates the transformed output of the input functions shown 
in Figure 6-2. 

Figure 6-3: Output from the FFT 






As Figure 6-3 shows, the expected output from the DFT or FFT — a CFT of 
the continuous function h(t) — bears little resemblance to the results that 
should be obtained from the CFT of the discrete samples of h(t) that are the 
actual input to the FFT. 

The result of the CFT, G(f), does not appear to be good enough to make the 
FFT a useful algorithm. However, the actual result of the FFT is not G(f ) 
but rather is a set of discrete samples of G(f). 

When N input values are sampled with a time interval of dt, that is: 

To = N • dt 

the sample values of G (f ) that result from the FFT are at frequencies of 



0, TfT' TfT' 

■■■0 ^0 



n-1 

To 



For convenience, =r is referred to as df. 

Figure 6-4 shows G(n • df ) returned by the fast Fourier transform. 

As shown in Figure 6-4, the output from the FFT (indicated by the large 
dots) is: 

G (n • df ), for < n < N - 1 

and the values yielded are 



G (n • df ) = 



and 



A • Tn 

— — TT for n = 1 and n = N - 1 
2 • dt 



G (n • df ) - for other n between and N-1 
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Figure 6-4: G(n • df ) Returned by the FFT 




Thus, the sampled results of G(f ) returned by the FFT seem to correspond 
well with those of H(f ), the expected result for frequencies in the range to 
[(N - l)/2 • dfl. However, in the frequency range [N/2 • df] to [(N - 1) • df], 
even the sampled results of the FFT still do not render a close approxima- 
tion of H(f ). 

Nevertheless, because of the periodicity of G(f ) caused by the convolution of 
H(f ) with X(f ), this problem area can be interpreted as part of the desired 
solution. As Figure 6-3 shows, G(f ) is periodic. The period of G(f ) is equal 
to N • df. Thus, G(f ) in the range [(-N)/2 • dfl to -df is identical with G(f ) in 
the range [N/2 • df] to [N'l - df ]. Therefore, the last N/2 values returned by 
the FFT can be interpreted as representing this negative frequency range. 
In this case, if the output is considered to be associated with the following 
frequency range: 

-[N/2-df]to[(N-l)/2-df] 

or 

- [1 / (2 • dt)] to 1 / (2 • dt) 

the FFT gives a close approximation of H(f ). 

6.2.3 Similarities and Discrepancies between FFT and CFT 
Results 

The case illustrated in Figure 6-3 is an unusual one. Normally, the actual 
results of the FFT do not match the expected results to within a scale 
factor. In fact, the example illustrated in Figure 6-3 represents the one 
class of functions and uses the one sampling technique for which the results 
of the FFT and the results of the CFT agree within a known scale factor. 

Three conditions must be satisfied to get such agreement between the re- 
sults of the FFT and the results of the CFT. 

1. The function to be transformed must be periodic and band-limited; that 
is, the function's highest frequency component must be finite. 
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2. The function to be transtormed must be truncated at exactly one non- 
zero integer multiple of the function's period. 

3. The function to be transformed must be sampled at a rate greater than 
twice the function's highest frequency component. 

All of these conditions are met in the example illustrated in Figure 6-3. 

1. The expression, h(t) = A • COS(Bt) satisfies the first condition. 

2. Because To = 2 • tt/B, the expression x(t) satisfies the second condition. 

3. Because dt = (2 • tt)/(B • 16) (implying a sampling rate of 
(B • 16)/(2 • tt), dt is greater than twice B/2 • it, the highest frequency 
component of h(t)), and the expression A^Ct) satisfies the third condition. 

If these three conditions are not met, discrepancies in the results begin to 
accumulate. For example, if the third requirement is not met — if the 
chosen value for dt is too large — then the period for G(f ) is too short. This 
shortened period causes aliasing, that is, overlapping representations of the 
expected transform that produce false frequency contributions. 

If the second requirement is not met, that is, if T or N is not chosen so that 
the original function is truncated at an exact integer multiple of the period 
of the h(t), the results of the FFT show a distorting effect known as leakage. 

If T is an integer multiple of the period of h(t), it causes the form of X(f) to 
be such that the samples of G(f ) returned by the FFT that are not related to 
H(f ) coincide with the zero's of X(f ) (see Figure 6-4). However, if T is not 
an integer multiple of the period of h(t), the results returned by the FFT are 
due in large part to the transform of the function x(t) and not just to the 
transform of the intended function h(t). 

If the first requirement is not met, then either the second or the third 
condition cannot be met. This failure causes the associated discrepancies in 
the results. 

In general, these discrepancies cannot be totally resolved. But you should 
recognize their causes and possible effects so that you can use this FFT 
subroutine effectively. 

6.3 Scaling the Results of the FFT Subroutine 

As mentioned in Section 6.1, the FFT subroutine uses a scaling procedure 
that is not used in the DFT algorithm. 

There are two types of scaling procedure that are especially applicable to 
the FFT subroutine. The first ts^pe is peculiar to the subroutine itself and 
not to the FFT or DFT algorithms. The second type relates the actual sub- 
routine results to those expected from the original CFT function. 

The following sections describe both tsrpes of scaling procedure. 
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6.3.1 Internal Subroutine Scaling Procedure 

The FFT subroutine uses internal scaling procedures that cause it to vary 
from the DFT algorithm in two ways. 

1. To maximize speed, the FFT subroutine performs all operations in inte- 
ger arithmetic. Thus the input and output of the subroutine are single- 
precision, integer values. 

However, the FFT subroutine generally cannot represent its output in 
the legal integer range (+32767) of FORTRAN. Because of this limita- 
tion, the FFT subroutine must scale the output internally to fit the 
FORTRAN legal range. 

The fast Fourier transform subroutine indicates the scaling factor it 
uses in the argument ISCALE (see Section 6.5). To obtain the actual 
results of the FFT, you must scale all data by multiplying them by 
2**ISCALE. 

2. When performing an inverse transform, the FFT does not include the 
factor 1/N that appears in the expression for the inverse DFT. Thus, 
you must multiply the output of the inverse FFT by 1/N to duplicate the 
results of the inverse DFT. 

6.3.2 Relational Scaling Procedure 

The relational scaling procedure is relatively simple. Its rationale however 
is complicated and must be explained in some detail. Thus, a review of 
some of the information presented in previous sections is appropriate. 

In Section 6.2.1, the continuous function of time, h(t) was set equal to 
A • COS(Bt). It was then stated that: 

PFT 

h (t) = A • COS (B • t) < > H (f ) = ^, for ± ^ = ± ^ 

^ Iq 217 

O,forf^± ^ 

Where: CFT is the continuous Fourier transform. 

Then h(t) was sampled and truncated to produce g(t), the input to the DFT 
for the continuous function of time. 

It was also shown that: 

CFT 

g(t)< — >G(f) 

Although G(f ) bears little resemblance to H(f ), the DFT produces values 
G(f ) that give a good approximation for the same value of H(f ) when dt and 
To are chosen correctly. 
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For example 

DFT 

g (n • dt) < — > G (k • df ) - C • H (k • df) 

Where: n isO, ...,N-1. 

k isO, ...,(N-l)/2,-N/2,...,-l• 
df is 1 / (N • dt). 
C is the scaling component. 

is the multiplication operation. 

In the above example, because h(t) is periodic and band-limited, and be- 
cause dt and Tq were chosen correctly, 

G (k • df ) = C • H (k • df ) 

In Section 6.2.2, it was shown that 

nn. ^f^ A . To for k-df = ± ^ + f^ n = 0, ±1, ±2, ±3, . . . ,±oo 
G(k.df)=^-:^' To dt 

= 0, fork.df^± ^ + ^ 

From the above expression, and from H(f ) given previously, it follows that 

C = To / dt 

Furthermore, because 

dt = To/N 

it follows that 

C = N 

Where: N is the total number of samples. 

Thus, for the example we have 

G (k • df ) = N • H (k • df ) 

or 

1 / N • G (k • df ) = H (k • df ) 

In general, if h(t) is periodic, 

1 / N • G (k • df ) « H (k • df ) 

Here it must be stressed that factor 1/N is not part of the DFT. Factor 1/N 
is a direct result of the approximation that resulted in g(t) from h(t). The 
DFT of g(t) is G(f ), not 1/N • G(f ). To summarize, if 

CFT 

h (t) < — >R (f ) 

then 
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DFT 

h (t) « g (n • dt) < >G (k • df) 

Where: n = 0, ... N - 1 

k = 0, . . . (N - 1) / 2, -N / 2, . . . , - 1 

The description given above also applies to the output of the FFT subrou- 
tine for a forward transform (from time to frequency domain) because the 
results of the DFT and the results of the FFT subroutine are identical in 
the forward direction. 

However, this description does not apply to the output of the FFT subrou- 
tine for an inverse transform. The output from the FFT subroutine and the 
output from the DFT differ by a factor of 1/N for the inverse transform. This 
difference is directly attributable to the DFT algorithm. (See Section 6.1.2.) 

Therefore, if 

DFT 

g(n'dt)^ — >G(k-df),n = 0, ...,N-1 

k = 0, ...,(N-l)/2,-N/2, ...,-1 
then 

FFT 

g(n-dt)^G(k-df) 

but 

(1 / N) • g (n • dt) ^— G (k • df ) 
or 

FFT 

g (n • dt) ^— (1 / N) • G (k • df ) 

But we have just determined that 1/N • G(k • df ) is approximately H(k • df ) 
and, under special circumstances, is exactly H(k • df ). Thus 

FFT 

g (n • dt) ^— (1 / N) • G (k • df ) « H (k • df ) 

or 

CFT 

g(n-dt)^=-- H(k-df) 

To summarize the scaling procedure that fast Fourier transform subroutine 
uses, we have 

FFT 

h (t) « g (n • dt)— ^ G (k • df) « N • H (k • df) 

and 

FFT 

h (t) « g (n • dt) ^— (1 / N) • G (k • df ) - H (k • df ) 
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Thus, if one understands the assumptions that must be made, the scaling of 
the output from the FFT subroutine can be performed as follows 

CFT 

h(t-dt) --9 FFT (h(t))-l/N-2''^^^^ ,t = k-dt,k = 0,l, . . . ,N-1 

CFT 

FFT(H(f ))-2^'^^^^ ^ H(f ),f = k-df,k = 0, . . .(N-l)/2,-N/2, ... ,-1 

Where: h (t) is the assumed function of time. 

FFT (h(t)) is the output of the FFT subroutines for a for- 
ward transform. 

CFT 
^^ is an approximate forward CFT. 

N is the number of samples. 

H (f ) is the assumed frequency function to be 

transformed. 

FFT (H(f )) is the output of the FFT subroutine on inverse 
transform. 

CFT 

^>- is an approximate inverse CFT. 

ISCALE is the scaling indicator the subroutine returns 
to the calling program. 



6.4 Useful Properties of the FFT 

The fast Fourier transform has a number of useful properties. These proper- 
ties are listed as follows: The fast Fourier transform has a number of useful 
properties. These properties are listed as follows: 

• Linearity: h (n) -F g (n) < > H (m) + G (m) 

• Symmetry: 1 / N H (m) < > h (-n) 

• Time Shifting: h (n - k) < > H (m) e -^""^^ 

• Frequency Shifting: h (n) e J^™"^ < > H (m - k) 

• Even Function: h (n) < > Re [H (m)] 

• Odd Function: h (n) < > jIm [H (m)] 

• Time Convolution: h (n) * g (n) < > H (m) G (m) 

• Frequency Convolution: h (n) g (n) < > -^ H (m) * G (m) 
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6.5 How to Call the FFT Subroutine 

The general format of the FORTRAN call to the FFT subroutine is: 
CALL FFT(IERROR,N,IREAL,IMAG,INVRS,ISC ALE) 

For reference, argument names in the call to FFT have been assigned arbi- 
trarily. You may supply your own argument names, but you must state all 
of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results and no 
data is processed. The arguments are described in the following discussion. 

lERROR is an integer variable used to report error conditions. The values 
that TERROR can return and their meanings are given below. 

= No error 

1 = N is less than eight 

2 = N is greater than 8192 or F.MAXN 

3 = N is not a power of two 

-n = Incorrect number of arguments in call 

N is an integer variable that specifies the number of elements to be trans- 
formed. N must be a value that is a power of two between eight and 
whatever maximum array size you specified in the conditional assembly 
parameters F.MAXN. (See Section 6.6.3 for an explanation of F.MAXN.) 

IREAL is an integer array N elements long that contains the real portion 
of the input data to be transformed. FFT returns the real results to this 
array, replacing the input data. 

IMAG is an integer array N elements long that contains the imaginary 
portion of the input data to be transformed. FFT returns the imaginary 
results to this array, replacing the output data. 

INVRS is an integer variable that indicates whether the subroutine is to 
perform a forward or an inverse transform. The two values that you can 
use in INVRS, and their meanings are given below. 

INVRS = The subroutine is to perform a forward transform 
INVRS = 1 The subroutine is to perform an inverse transform 

ISCALE is an argument set by the FFT subroutine. It is an integer vari- 
able that indicates the number of times the results of the FFT subroutine 
have been divided by two. The FFT subroutine sets the scaling factor as 
necessary to overflow. 

To obtain the unsealed results of the fast Fourier transform, multiply 
each output element in IREAL and IMAG by (real) 2^^^^^. 
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6.5.1 Interpreting the Results of the Output Arrays 

Each output element returned to IREAL and IMAG as a result of applying 
the FFT corresponds to the transformed function evaluated at a given fre- 
quency value. The frequency value at which the function is evaluated de- 
pends on the length of the period of the input function, Tq. Thus, frequency 
values are evaluated at evenly spaced intervals of I/Tq, which is referred to 
as df For convenience, the following explanation discusses IREAL only, but 
applies equally to IMAG. 

The total frequency domain consists of values in the range -(N/2)«(df ) to 
[(N/2)-l]'(df ). Figure 6-5 shows the total range of the frequency domain 
expressed as a graph where the x axis represents frequency and the y axis 
represents amplitude. 

Figure 6-5: Total Range of the Frequency Domain 
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-(N/2)df I 
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(N/2-1) df 



Although evaluated at evenly spaced intervals, values returned in the first 
half of IREAL represent values in the second half of the frequency domain; 
that is, they represent values in the range to [(N/2)-l]'(df ). Thus, values 
returned in IREAL beginning with the first element, or IREAL(l), can be 
expressed as: 

IREAL(l) = G(f ) 

where f = 

IREAL(2) = G(f ) 

where f = df or I/Tq 

IREAL(3) = G(f ) 

where f = 2 • df 



IREAL(N/2) = G(f ) 

where f = (y - l) • df 
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Values returned in the second half of IREAL represent values in the first 
half of the frequency domain; that is, they represent values in the range 
-(N/2) • (df ) to -(df). Thus, values returned in IREAL beginning with the 
first element in the second half of the array or IREAL(N/2 + 1) can be 
expressed as: 



IREAL(N/2 + 1) - G(f ) 

where f 



-y .df 



IREAL(N/2 + 2) = G(f ) 

where f = (- -^ + 1) 



IREAL(N/2 + 3) = G(f ) 



where f = (" f" +2) 



df 



df 



IREAL(N) 



= G(f) 
where f 



(- 



N 



+ 



N 
2 



-0 



dfor-df 



For an explanation of why the FFT output works this way, see 
Section 6.2.2. 

Figure 6-6 shows five elements of the IREAL output array, each of which 
represents a transformed function. The figure shows which values in the 
frequency domain each element (transformed function) corresponds to. The 
five elements are: 



IREAL(l) 
IREAL(2) 

IREAL(N/2) 
IREAL(N/2 + 1) 

IREAL(N) 



The first element in the output array 

The second element in the output array 

The last element in the first half of the .output array 

The first element in the second half of the output 
array 

The last element in the second half of the output ar- 
ray. IREAL(N) is also the last element of the entire 
output array. 
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Figure 6-6: Five Elements in the IREAL Output Array 
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6.6 Modifying the Subroutine — Using Options 

The following sections explain which options you can use with the fast 
Fourier subroutine. If you want to use any of the options, you must enable 
them when you build the subroutine from the source file using the 
interactive build procedure (see Section 1.1). 

6.6.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 86 words. 

6.6.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 80 words. 

6.6.3 F.MAXN (Maximum I/O Array Size) 

The F.MAXN option specifies the maximum number of complex elements 
that the FFT subroutine can process at one time. The maximum number of 
complex elements is limited to those multiples of IK (1024) that are powers 
of 2 in the range IK to 8K (8192). In other words, F.MAXN is limited to the 
values 1024, 2048, 4096, and 8192. 

F.MAXN allows you to control the size of the FFT subroutine. The FFT 
subroutine uses a quarter-sine- wave, look-up table that requires a number 
of elements directly proportional to the maximum size of the FFT subrou- 
tine input array. 
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F.MAXN is not enabled on the distributed object file. If you do not choose to 
enable F.MAXN, the FFT subroutine uses a default value of 1024 for 

F.MAXN. 

If you want to use a larger maximum number of complex values, you should 
redefine F.MAXN as 2048, 4096, or 8192 in the distributed source file. 

Redefining F.MAXN increases the memory requirements for the FFT sub- 
routine. Specifically: 

1. Changing F.MAXN from 1024 to 2048 increases the FFT subroutine 
size by 256 words. 

2. Changing F.MAXN from 1024 to 4096 increases the FFT subroutine 
size by 768 words. 

3. Changing F.MAXN from 1024 to 8192 increases the FFT subroutine 
size by 1792 words. 

6.7 Example Using the FFT Subroutine 

The following FORTRAN program example illustrates how the FFT sub- 
routine produces both forward and inverse transforms of a specific set of 
input data. 



\ 
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FFT Example #1 
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FFT Example #1 



DIMENSION IR(32) ,IM(32) 

DATA PI/3.iai533/ .IM/3Z*0/C/ .01 / 

DELX=2.*PI/32. 

X = 0. 

DO 1 1 = 1 .32 

T=SIN(X) 

IR(I)=T«1000.+SIGN(C.T) 

X=X+DELX 

TYPE BOO 
TYPE 900 
TYPE 1001 )IR 
TYPE 1002. IM 

CALL FFT(IE.32.IR.IM,0.ISF) 

IF(IE) 9S.2.39 
IF(ISF.NE.O) TYPE 939. 1 SF 

TYPE 1000 
TYPE 1001 .IR 
TYPE 1002 iIM 

CALL FFT(IE.32.IR.IM.l .ISI) 

IF(IE) 99.3.99 
IFdSI.NE.O) TYPE 999.151 

TYPE 2000 
TYPE 1001 .IR 
TYPE 1002 .IM 

SCAL=2.»«(IBF+ISI) 

DO a 1 = 1 .32 

IR(I)=9CAL»(IR<I)/32) 

IM(I)=SCAL»(IM(I)/32) 

TYPE 3000 
TYPE 1001 .IR 
TYPE 1002. IM 



99 



800 
900 
999 
999 
1000 

1 
1001 
1002 
2000 



1 
2 
3000 



STOP 

TYPE 998. IE 

STOP 

FORMAT (IHl .T25.'FFT Example »!',//) 

FORMATC ' DATA TO BE TRANSFORMED - SINE WAME SCALED BY 1000. ') 

FORMATC//' THE ERROR CODE RETURNED = ' .14) 

FORMAT(//' THE SCALE FACTOR RETURNED = ' .14) 

FORMAT!// .' RESULTS FROM THE FORWARD FOURIER TRANSFORM OF 32' 

' POINTS OF A SINE WAVE') 

FORMAT(/' - REAL PART -'/ .(818)) 

FORMAT(/' - IMAGINARY PART -'/.(8I8)) 

FDRMAT(//.' RESULT9 FROM THE INVERSE FOURIER TRANSFORM ' . 

// ,32X.'- BEFORE SCALING 



- ') 

FORMAT(// .3ZXi 

END 



■ AFTER SCALING - ') 
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Define array variables and their sizes; initialize parameters external 
to the subroutine, and set the value of array IM to zero. 

(2) Compute 32 values of a sine wave scaled by 1000. 

® Print the real and imaginary parts of the numbers to be transformed. 

Call the FFT subroutine to perform a forward transform on values 
stored in IR and IM. 

If lE(RROR) is not equal to zero, print an error message; if ISCALE is 
not equal to zero, print the scaling factor. 

(£) Print the real and imaginary parts of the forward transform. 

Call the FFT subroutine to perform an inverse transform on values 
stored in IR and IM. 

If lE(RROR) is not equal to zero, print an error message; if ISCALE is 
not equal to zero, print the scaling factor. 

© Print the real and imaginary parts of inverse transforms (before 
scaling). 

Compute the scaling factor. 

Multiply the real and imaginary parts of the inverse transform of data 
by the scaling factor. 

Print the real and imaginary parts of the inverse transform of data 
(after scaling). 

Print error messages (error code returned). 
Format statements 
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Terminal Output 

FFT Example «1 
DATA TO BE TRANSFORMED - BINE WAVE SCALED BY lOOO. 



REAL PART 


_ 

















195 


382 


555 


707 


831 


923 


980 


1000 


980 


923 


831 


707 


555 


382 


195 





-195 


-382 


-555 


-707 


-831 


-923 


-980 


-1000 


-980 


-923 


-831 


-707 


-555 


-382 


-195 


IMAGINARY 


PART - 















































































































RESULTS FROM THE FORWARD FOURIER TRANSFORM OF 32 POINTS OF A SINE WAUE 



REAL 1 


'ART - 

















-7 





-e 





-2 





-2 





1 





2 

















1 





2 





2 





2 





1 





2 














IMAGINARY PART - 

















-15981 





2 





1 











-5 





-2 





-1 





-4 





-1 





2 





1 











-1 





-2 





-5 





15984 



RESULTS FROM THE INVERSE FOURIER TRANSFORM 

- BEFORE SCALING 



REAL i 


^ART - 














• -4 


B217 


12200 


17749 


22598 


26578 


29531 


31356 


31972 


31354 


29527 


26582 


22B04 


17752 


12223 


6254 


4 


-6217 


-12200 


-17749 


-22598 


-26578 


-29531 


-31356 


31972 


-31354 


-29527 


-2B582 


-22604 


-17752 


-12223 


-6254 


IMAGINARY PART 


_. 












-12 


-8 


-9 


-B 


-G 


4 


-5 


-2 


-4 


-5 


-B 


-17 





-14 


-15 


-20 


12 


8 


9 


6 


6 


-4 


5 


2 


4 


5 


E 


17 





14 


15 


20 



- AFTER SCALING 



REAL PART - 














194 


381 


554 


706 


830 


922 


979 


999 979 


922 


830 


706 


554 


381 


195 


-194 


-381 


-554 


-706 


-830 


-922 


-979 


-999 -979 


-922 


-830 


-706 


-554 


-381 


-195 


IMAGINARY PART - 
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PHASE ANGLE AND AMPLITUDE SPECTRA (PHAMPL) 
SUBROUTINE 

FORMAT: 

CALL PHAMPL(N,IR,IM,PH,AM) 

Where: 

N is an integer variable that specifies the length of the input and 

output arrays. 

IR is an integer array containing the real parts of the input data. 

IM is an integer array containing the imaginary parts of the input 

data. 

PH is a real array used to store phase angles. 

AM is a real array used to store amplitudes. 

FILE NAMES: 

PHAMPL.MAC (source file); PHAMPL.OBJ (object file) 

OTHER ROUTINES USED: 

FLOAT, ATAN2, and SQRT from the FORTRAN library. 

OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

• F4P$ (FORTRAN 77 compiler) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 



NONE 

182 


EIS 
138 


EAE 
157 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 180 Points/second. 
With PDP-11/03 and EIS enabled: 70 Points/second. 



Chapter 7 

The Phase Angle and Amplitude Spectra (PHAMPL) 
Subroutine 



The phase angle and ampHtude spectra (PHAMPL) subroutine deals with 
complex values of the type produced by the fast Fourier transform (FFT) 
subroutine. (See Chapter 6 for more information on the FFT subroutine.) 
PHAMPL converts such complex values into phase angles and amplitudes. 

The input to PHAMPL consists of two integer arrays. One integer array 
contains the real parts of the complex values to be converted. The other 
integer array contains the imaginary parts of the complex values to be 
converted. 

The output from PHAMPL consists of two real arrays. One real array con- 
tains the phase angles of the complex values. The other real array contains 
the amplitudes of the complex values. All values in both real arrays are 
related through their subscripts. 

Mathematically, the function of the subroutine can be described as: 

Ai= VlR^ + IM^ 

Pi - TAN-^ (IMi/IRi) 

Where: P is the real array containing the related phase angles. 

A is the real array containing the related amplitudes. 

IR is the integer array containing the real parts of the com- 
plex values. 

IM is the integer array containing the imaginary parts of the 
complex values. 
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7.1 How to Call PHAMPL 

The general format for the FORTRAN call is: 

CALL PHAMPL(N,IR,IM,PH,AM) 

For reference, argument names in the call to PHAMPL have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results, and 
no data is processed. The arguments are described in the following 
discussion. 

N is an integer that defines the length of the input and output arrays. 

IR is an integer array containing the real parts of the complex values 

to be converted. 

IM is an integer array containing the imaginary parts of the complex 
values to be converted. 

PH is a real array in which the subroutine stores the phase angles 
from the conversion. 

PH(I) = ATAN2(FL0AT(IM(I))/FL0AT(IR(I)) 

AM is a real array in which the subroutine stores the amplitudes re- 
sulting from the conversion. 

AM(I) = SQRT(FLOAT(IR(I) • IR(I) +IM(I) • IM(I))) 

7.2 Other Routines Used by PHAMPL 

PHAMPL requires the FORTRAN library routines FLOAT, ATAN2, and 
SQRT. However, you do not have to take any special steps to access these 
library routines. Because the FORTRAN library is required by all 
FORTRAN programs, the necessary library routines are accessed automat- 
ically when you link or task-build the program that calls PHAMPL. 

PHAMPL accesses the FORTRAN 77 library and the FORTRAN IV library 
differently. See Section 7.3.3 if you are using FORTRAN 77. 



7.3 Modifying tlie Subroutine — Using Options 

The following sections explain which options you can use with the phase 
angle and amplitude spectra subroutine. If you want to use any of the 
options, you must enable them when you build the subroutine from the 
source file using the interactive build procedure (see Section 1.1). 
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7.3.1 EIS (Extended instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 44 words. 

7.3.2 EAE (Extended Arithmetic Eiement) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 25 words. 

7.3.3 F4P$ (FORTRAN 77 Compiler) 

The distributed object file is intended for use with the FORTRAN IV com- 
piler. Enable this option if you are using the FORTRAN 77 compiler. 

7.4 Examples Using the PHAMPL Subroutine 

The two examples presented here illustrate how to use PHAMPL to convert 
complex values to their corresponding phase angles and amplitudes. Exam- 
ple 1 uses random, complex numbers generated by a random-number gen- 
erator. Example 2 uses output from the FFT subroutine. 

NOTE 

If you use FORTRAN 77 and you want to duplicate the termi- 
nal output for the example programs, replace the standard 
random-nimiber generator in F4P0TS with F4PRAN.0BJ. 
Terminal output for the example programs is based on the 
FORTRAN IV random-number generator. The FORTRAN 77 
random-number generator is different from that for 
FORTRAN IV and will not produce the same output. See 
Section B.l. 
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PHAMPL Example #1 
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PHAMPL Example #1 



s 



DIMENSION IR(3Z) .IM(32) ,P(32) .fl(32) 
DATA N.M/0.0/ 
NEXT<y)=(RAN(NiM)*1000. )-500. 



(§ 



DO 10 1 = 1 (32 
IR(I)=NEXT(X) 

10 II<I(I)=NEXT(X) 
TYPE 900 
TYPE 1002. IR 
TYPE 1003. IM 

DO 11 1 = 1 .32 
XO=IR(I) 
X1=IM(I) 
P(I)=ATAN2<X1 .XO) 

11 A(I)=BORT(X1»X1+XO«XO) 
TYPE lOOB.P 

TYPE 1007. A 



CALL PHAMPL(3Zi 
TYPE 1004. P 
TYPE 1005. A 



IR.IM.P.fi) 




FORMAT (IHl .T20.' PHAMPL Exampl e »1 ' .// ) 

FORMAT ( ' RANDOM INPUT DATA'/' REAL PART' ./ .(4115) ) 

FGRMAT(/.' IMAGINARY PART' ./ . (4115)) 

FORMAT (// .' PHASE ANGLES FROM SUBROUTINE' ./ .(4F15.5) ) 

FORMAT (/ .' AMPLITUDES FROM SUBROUTINE' ./ ,(4F15.5)) 

FORMAT(// . ' PHASE ANGLES FROM DIRECT CALCULATIONS' ./ .(4F15.5) ) 

FORMAT (/.' AMPLITUDES FROM DIRECT CALCULATIONS' ./ .(flFlS.S)) 

STOP 

END 
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(?) Define array variables and their sizes; initialize parameters external 
to PHAMPL subroutine; define real and imaginary values of 32 ran- 
dom numbers to be processed. 

(D Compute 32 random values and print real and imaginary parts. 

^ Calculate phase angles and amplitudes for random input values and 
print results. 

(4) Call the PHAMPL subroutine to calculate phase angles and ampli- 
tudes for random input values and print results. 

(5) Format statements 
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Terminal Output 



PHAMPL Example *1 



RANDOM INPUT DATA 
REAL PART 

302 
148 
158 
-86 
-182 
-45 
448 

IMAGINARY PART 
-499 
-493 

490 
-190 

206 
-106 

122 

2B9 



-499 

322 

■393 

426 

15 

1 

147 

-423 



■496 
373 
226 
277 
229 
-29 

■ 218 
36 



-487 
338 

■ 106 

■173 
241 

■194 

360 

29 



■455 

-329 

326 

461 

384 

99 

130 

-151 



-344 
-23 
-81 
326 
132 
346 
-4B2 
-180 



33 

■177 

■428 

■131 

334 

178 

47 

283 



PHASE ANGLES FROM DIRECT CALCULATIONS 

-2.35618 -2.35821 

-1,02118 0.85865 

1.27747 2.61371 

-0.87703 0.57654 

1.36628 1.50533 

-2.61420 -1.53633 

1.92417 -0.97752 

0.54075 3.05663 

AMPLITUDES FROM DIRECT CALCULATIONS 



705. 
578. 
511. 
247. 
223. 
210. 
130. 
522. 



69257 
14618 
86325 
11131 
23082 
61813 
03461 
55621 



703. 
432. 
453. 
508. 
229. 
29. 
262. 
424. 



5744B 
76053 
3486B 
1387B 
43074 
01724 
33155 
52314 



-2.39015 
-0.77131 
1.88517 
1.92980 
1.01033 
2.6B973 
0.34654 
-1.38105 



666. 
471. 
342. 
432. 
453. 
217. 
382. 
153. 



47882 
S8317 
80023 
39212 
36188 
80037 
75317 
75955 



3.04536 

■1.70002 

■1.75784 

■0.52938 

1.13443 

0.47514 

3.04021 

2.13730 



345. 
178. 
435. 
377. 
353. 
389. 
464. 
335. 



57922 
48810 
59729 
83197 
13785 
10153 
38455 
33380 



PHASE ANGLES FROM SUBROUTINE 

-2.35619 -2.35921 

-1.02118 0.85865 

1.27747 2.61971 

-0.87709 0.57654 

1.96628 1.50539 

-2.61420 -1.53633 

1.92417 -0.97752 

0.54075 3,05669 



■2,33015 
■0.77191 
1.88517 
1.32380 
1.01033 
2.66373 
0.34654 
■1.38105 



3.04596 

-1.70002 

-1.75784 

-0.52398 

1. 19443 

0.47514 

3.04021 

2.13730 



AMPLITUDES FROM SUBROUTINE 



705. 
578. 
511. 
247. 
223, 
210. 
130. 
522. 



69257 
14618 
86325 
11131 
23082 
61813 
03461 
55621 



703.57446 
492.76059 
453.34866 
508.13876 
223.49074 
23.01724 
262.93155 
424.52314 



666. 
471. 
342. 
492, 
453. 
217. 
382. 
153. 



47982 
68317 
80023 
39212 
36188 
80037 
75317 
75955 



345. 
178. 
435. 
377. 
359. 
389. 
464. 
335. 



57322 
48810 
53723 
83197 
137B5 
10153 
38455 
3S3B0 
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PHAMPL Example #2 
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PHAMPL Example #2 



DIMENSION AMPOZ) >PHASE(32) .IMAG(3Z) 

INTEGER REAL(32) .SCALE .ERROR 

DATA N.Il .I2.T .A.B.C.D/3Z.0 .0.0, .100. .200. ..5.2./ 

DATA PI/3.iai593/.IMAG/32»0/ 

DT=PI/8. 

CALL RANDUdl .I2.X) 

DO 1 1 = 1 .N 

REAL ( I ) = A*S IN ( C*T ) +B»COS < D»T ) + < - 1 . ♦♦ I ) • 1 5 . *RAN (11.12) 

T=T+DT 

TYPE 900 

TYPE 1000 

TYPE 1001 .REAL 

TYPE 1002. IMAG 

CALL FFT(ERRDR .N.REAL. IMAG. O.SCALE) 
IF<ERROR.NE.O) PRINT 3000 .ERROR 

CALL PHAMPLCN. REAL. IMAG. PHASE. AMP) 

TYPE 2000 

TYPE 1001 .REAL 

TYPE 1002. IMAG 

TYPE 2001 .PHASE 

TYPE 2002. AMP 



© 



STOP 

900 F0RMAT<1H1 .T22. 'PHAMPL Exawple »2 ' .//) 

1000 FORMATC ' INPUT DATA FOR FFT') 

1001 FORMAT(/' ♦♦♦REAL PART^^* ' ./ .(4116)) 

1002 FORMAT ( ' ♦♦♦IMAGINARY PART^^^ ' ./.(flllG) ) 

2000 FORMAT (//' RESULTS OF THE FFT') 

2001 FORMAT(/ ' ♦♦♦PHASE ANGLES^^^ ' ./ .(aPlG.S) ) 

2002 FORMATC ' ♦♦♦AMPLITUDES^^^ ' ./ ,(4F1G,5) ) 
3000 FORMATf/// 'ERROR CODE FROM FFT = '.IB.///) 

END 
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(?) Define array variables and their sizes; initialize variables external to 
the subroutine; specify input as integer. 

(2) Generate 32 random values for input to the FFT subroutine and print 
the real and imaginary values: 

Values = 100.*SIN(X/2.) + 200.*COS(2.*X) + NOISE 

(3) Call FFT subroutine to process these input values; print any error 
messages. 

Call PHAMPL subroutine to process the output from the FFT subrou- 
tine; print the real and imaginary results of the FFT and the corre- 
sponding phase angles and amplitudes. 

(5) Format statements 
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Terminal Output 



PHAMPL Example «2 



INPUT DATA FOR FFT 



##*REAL PART*** 




199 


160 


-129 


-BO 


299 


227 


-131 


-93 


1B5 


120 


-283 


-230 


95 


29 


-285 


-209 


♦♦♦IMAGINARY PART*** 





















































38 

aa 

79 

33 

-49 

-93 

•104 

-42 












-SB 
227 
-70 
151 

-202 
33 

-229 
115 












RESULTS OF THE FFT 



***REAL PART*** 












-221 




23 


25 




11 


3188 




1 


-9 




IB 


4 




-7 


-32 




1 


21 




29 


-29 




10 


13 




13 


-27 




31 


22 




3 


-29 




-12 


4 




19 


-6 




5 


3189 




19 


27 




30 


♦♦♦IMAGINARY PART*^^ 

















-IBU 


-39 




-31 


8 




-4 


-14 




35 


-5 




-15 


-2 




-7 


-29 




14 


-20 




7 







-13 


15 




-19 


28 




6 


2 




11 


5 




-37 


14 




1 


-7 




32 


40 




1615 


♦♦♦PHASE ANGLES^^^ 












3.14159 


-1, 


.55B52 


-1.0007B 


-1 , 


,22982 


0.00251 


-1. 


.32582 


-2.14213 


1. 


,14202 


-0.89B0B 


-2< 


,00742 


-3.07917 


-1, 


,42890 


-0.94405 


0, 


,44976 


-2.53784 


0, 


,61073 


0.00000 


-0, 


,78540 


2.63449 


-0, 


,54985 


0.90483 


1, 


, 10715 


3.07274 


2. 


,39965 


0.89606 


-1. 


,09B40 


1.975B9 


0. 


,19740 


-0.00220 


1. 


,03499 


0.97705 


1 . 


,55222 


♦♦♦AMPLITUDES*** 












221.00000 


1611. 


.16418 


4B. 32494 


32 


,89377 


3188.01001 


4 


,12311 


16.64332 


38 


.48376 


B. 403 12 


16 


.55295 


32.06244 


7 


.07107 


35.80503 


32. 


.20248 


35.22783 


12 


.20656 


13.00000 


18 


.38478 


30.88689 


36 


.35932 


35.60899 


6 


,70820 


29.0B888 


16 


.27882 


6.40312 


41 


,59327 


15.23155 


5 


.09902 


3189.00757 


37 


.21559 


48.25971 


1615 


.27856 
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POWER SPECTRUM (POWRSP) SUBROUTINE 
FORMAT: 

CALL POWRSP(N,IR,IM,P) 
Where: 

N is an integer variable that specifies the length of the input arrays, 

is an integer array containing the real parts of the input data. 



IE 
IM 



is an integer array containing the imaginary parts of the input 
data. 



P is a real array used to store power spectrum results. 

FILE NAMES: 

POWRSP.MAC (source file); POWRSP.OBJ (object file) 

OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KEll) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 



NONE 
119 


EIS 

75 


EAE 
94 



TYPICAL EXECUTIONS SPEED: 

With PDP-11/34 and EIS enabled: 5500 Points/second. 
With PDP-11/03 and EIS enabled: 2400 Points/second. 
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The Power Spectrum (POWRSP) Subroutine 



The power spectrum (POWRSP) subroutine deals with complex values of 
the type produced by the fast Fourier transform (FFT) subroutine. (See 
Chapter 6 for a detailed description of the FFT subroutine.) POWRSP com- 
putes the power spectrum — the relationship between power and signal 
frequency — of a set of Fourier coefficients by calculating the squares of the 
magnitudes of that set of Fourier coefficients. 

The input to POWRSP consists of two integer arrays. One integer array 
contains the real parts of the Fourier coefiEicients. The other integer array 
contains the imaginary parts of the Fourier coefficients. 

The output from POWRSP consists of one real array that contains the 
calculated power spectrum. 

Mathematically, the function of the subroutine can be described as 

Pi = IRi' + IMi' 

Where: P is the real array used to store the power spectrum. 

IR is the integer array containing the real parts of the 

Fourier coefficients. 

IM is the integer array containing the imaginary parts of the 
Fourier coefficients. 

8.1 How to Call POWRSP 

The general format for the FORTRAN call is: 
CALL POWRSP(N,IR,IM,P) 
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For reference, argument names in the call to POWRSP have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results and no 
data is processed. The arguments are described in the following discussion. 

N is an integer that defines the length of the input and output arrays. 

IR is an integer array containing the real parts of the complex Fourier 
coefficients. 

IM is an integer array containing the imaginary parts of the complex 
Fourier coefficients. 

P is a real array in which POWRSP stores the power spectrum re- 

sults. Values for the array elements in P are computed as follows 

P(I) = IR(I)*IR(I) + IM(I)*IM(I) 

8.2 Modifying the Subroutine — Using Options 

The following sections explain which options you can use with the power 
spectrum subroutine. If you want to use any of the options, you must enable 
them when you build the subroutine from the source file using the 
interactive build procedure (see Section 1.1). 

8.2.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 44 words. 

8.2.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 25 words. 

8.3 Examples Using the POWRSP Subroutine 

The following example FORTRAN program illustrates how to use 
POWRSP to calculate the power spectrum of complex Fourier coefficients. 
Example 1 uses random, complex numbers generated by a random-number 
generator. Example 2 uses output from the FFT subroutine. 
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NOTE 

If you use FORTRAN 77 and you want to duplicate the termi- 
nal output for the example programs, replace the standard 
random-number generator in F4P0TS with F4PRAN.0BJ. 
Terminal output for the example programs is based on the 
FORTRAN IV random-number generator. The FORTRAN 77 
random-number generator is different from that for 
FORTRAN IV and will not produce the same output. See 
Section B.l. 
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POWRSP Example #1 
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POWRSP Example #1 



DIMENSION IR(32) .IM(32) iP(32) 
DATA N.M/0.0/ 
NEXT(V)=(RflN(N.M)*500, )-250. 

DO 10 1 = 1 .32 
IR(I )=NEXTtX) 

10 IM(I)=NEXT(X) 
TYPE 300 
TYPE 1002. IR 
TYPE 1003. IM 

DO 11 1=1 ,32 
X0=IR(I) 
X1=IM(I) 
P(I)=X0»X0+X1*X1 

11 CONTINUE 

TYPE looa.p 

CALL P0WRSP(32.IR.IM.P) 
TYPE 1005. P 

900 FORMAT (IHl .TZO.'PDWRSP Exawplesi'.//) 

1002 FORMAT ( ' RANDOM INPUT DATA'/ ' REAL PART' ./.(ail5) ) 

1003 FORMAT(/.' IMAGINARY PART ',/.( 41 15 ) ) 

1004 FORMAT!//.' POWER FROM DIRECT CALCULATIONS './.( 4F15 .5) ) 

1005 FORMAT!//.' POWER FROM SUBROUTINE './.! aF15 . 5) ) 
STOP 

END 
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Cl) Define array variables and their sizes; initialize parameters external 
to POWRSP subroutine; define real and imaginary values of 32 ran- 
dom numbers to be processed. 

(2) Compute 32 random values and print real and imaginary parts. 

Calculate power spectrum for random input values and print results. 

(4) Call the POWRSP subroutine to calculate power spectrum for random 
input values and print results. 

(5) Format statements 
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Terminal Output 



PDWRSP Example «1 



RANDOM INPUT DATA 
REAL PART 

-zaB 

151 
74 
79 
-43 
-91 
-22 
224 

IMAGINARY PART 

-249 

-246 

245 

-95 

103 

-53 

81 

134 



-249 

ISl 

-19B 

213 

7 



73 

-211 



■ 248 
19B 
113 
138 
114 
-14 

■109 
18 



-243 
169 
-53 
-86 
120 
-97 
180 
14 



-227 

■1B4 

1B3 

230 

192 

49 

65 

-75 



■172 
-11 
-40 
1B3 
66 
173 

-231 
-90 



IB 

-88 

•214 

-95 

167 

89 

23 

141 



POWER FROM DIRECT 
124002.00000 
83317.00000 
65501.00000 
15266.00000 
12458.00000 
11090.00000 
4205.00000 
B8132. 00000 



CALCULATIONS 

123505.00000 110578.00000 29840.00000 

B0517. 00000 55457.00000 7865.00000 

51185.00000 29378,00000 47396.00000 

B4413. 00000 60296.00000 35594.00000 

13045.00000 512B4. 00000 32245.00000 

19G. 00000 11810,00000 37850,00000 

17210,00000 36625,00000 53890.00000 

44845,00000 5821.00000 27981.00000 



POWER FROM SUBROUTINE 



124002.00000 
83317.00000 
65501.00000 
15266.00000 
12458.00000 
11090.00000 
4205.00000 
B8132. 00000 



123505.00000 
60517.00000 
51185.00000 
64413.00000 
13045.00000 
196.00000 
17210.00000 
44845.00000 



110578.00000 29840.00000 

55457.00000 7865.00000 

29378.00000 47396.00000 

60296.00000 35594.00000 

51264,00000 32245,00000 

11810.00000 37850.00000 

36625.00000 53890.00000 

5821.00000 27981.00000 
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POWRSP Example #2 
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POWRSP Example #2 



DIMENSION PSPECTOZ) .IMAG(32) 
INTEGER REALOZ) .SCALE .ERROR 
DATA N(Il.I2.T.AiB.C.D/32i0.0 
DATA PI/3. 131593/ .IMAG/32*0/ 



0, .100. .200. .,5.2./ 



DT=PI/8. 

CALL RANDUdl ,I2.X) 

DO 1 1 = 1 .N 

REAL(I)=A»SIN(C»T)+B#C0S(D*T) + (-l.»*n»15.*RAN(Il .12) 

T=T+DT 
TYPE 900 
TYPE 1000 
TYPE 1001 (REAL 
TYPE 1002. IMAG 

CALL FFT (ERRDR .N .REAL .IMAG .0 .SCALE ) 
IF(ERROR.NE.O) PRINT 3000 .ERROR 



CALL POWRSP(N. REAL. IMAG. PSPECT) 
TYPE 2000 
TYPE 1001 .REAL 
TYPE 1002. IMAG 
TYPE 2001 , PSPECT 



® 



STOP 

900 FDRMATCIHI .T22. 'POWRSP EKample «2' .//) 

1000 FORMAT( ' INPUT DATA FOR FFT') 

1001 FORMAT (/ ' ♦♦♦REAL PART^^^ ' ./ .<ailS) ) 

1002 FORMATC ' ♦♦♦IMAGINARY PART^^^ ' ./ .(4I1B) ) 

2000 FORMAT!//' RESULTS OF THE FFT') 

2001 FORMAT (//' POWER SPECTRUM RESULTS' ./.(aFlS.l) ) 
3000 FORMATC/// 'ERROR CODE FROM FFT = '.IB.///) 

END 
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(?) Define array variables and their sizes; initialize variables external to 
the subroutine; specify input as integer. 

(2) Generate 32 random values for input to the FFT subroutine and print 
real and imaginary values: 

Values = 100.*SIN(X/2.) + 200.*COS(2.*X) + NOISE 

(3) Call FFT subroutine to process these input values; print any error 
messages. 

(4) Call POWRSP subroutine to process the output from the FFT subrou- 
tine; print the real and imaginary results of the FFT and the corre- 
sponding power spectrum. 

(5) Format statements 
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Terminal Output 



INPUT DATA FOR FFT 



POWRSP Example «2 



*#*REAL PART*** 




199 


IBO 


-129 


-BO 


299 


227 


-131 


-93 


185 


120 


-283 


-230 


95 


29 


-285 


-209 


#**IMAGINARY PART*** 





















































38 

84 

79 

33 

-UB 

-93 

■104 

-42 












-SB 
227 
-70 
151 

-202 
33 

-229 
115 












RESULTS OF THE FFT 



***REAL PART*** 








-221 


23 


25 


11 


3188 


1 


-9 


IB 


4 


-7 


-32 


1 


21 


29 


-29 


10 


13 


13 


-27 


31 


22 


3 


-29 


-12 


4 


19 


-6 


5 


3189 


19 


27 


30 


***IMAGINARY PART*** 











-IBll 


-39 


-31 


8 


-4 


-14 


35 


-5 


-15 


-2 


-7 


-29 


14 


-20 


7 





-13 


15 


-19 


28 


S 


2 


11 


5 


-37 


14 


1 


-7 


32 


40 


1B15 


POWER SPECTRUM RESULTS 








48841,0 


2595850.0 


2148,0 


1082,0 


101B3408.0 


17.0 


277.0 


1481,0 


41,0 


274,0 


1028,0 


50,0 


1282,0 


1037.0 


1241,0 


149,0 


1G9.0 


338.0 


954,0 


1322,0 


1268,0 


45.0 


845.0 


285,0 


41,0 


1730.0 


232,0 


26,0 


10189770,0 


1385.0 


2329,0 


2609125,0 
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CORRELATION FUNCTION (CORREL) SUBROUTINE 
FORMAT: 

CALLC0RREL(IERR0R,N,IA1,IA2,IFFTA,ISCALE) 
Where: 

is an integer variable used to report errors. 



TERROR 

N 

lAl 
IA2 
IFFTA 
ISC ALE 



is an integer variable used to specify the number of samples to 
be correlated. 

is an integer array N elements long containing the samples of 
the first function to be correlated. 

is ail integer array N elements long containing samples of the 
second function to be correlated. 

is an integer array used to hold the imaginary part(s) of the 
input to the FFT subroutine. 

is an integer variable set by CORREL to indicate the scaling 
factor (number of times results have been divided by 2). 



FILE NAMES: 

CORREL.MAC (source file); CORREL.OBJ (object file) 

OTHER ROUTINES USED: 

Fast Fourier Transform (FFT) Subroutine 

OPTIONS: 

• EIS (Extended Instruction Set — KEll-E) 

• EAE (Extended Arithmetic Element — KE 11) 

APPROXIMATE SIZE OF SUBROUTINE (IN WORDS): 

If the following options are enabled: 



NONE 
266 


EIS 
240 


EAE 
246 



TYPICAL EXECUTION SPEED: 

With PDP-11/34 and EIS enabled: 



With PDP-11/03 and EIS enabled: 



420 Points/second (for auto- 
correlation) 

280 Points/second (for cross- 
correlation) 

150 Points/second (for auto- 
correlation). 

100 Points/second (for cross- 
correlation). 



Chapter 9 

The Correlation Function (CORREL) Subroutine 



The correlation function subroutine (CORREL) produces an estimate for 
the correlation function. The correlation function measures the similarity 
of two functions as one of the functions is shifted in time. The value of the 
correlation function for any time shift, "t," is the integral over all time of 
th# product of the first function multiplied by the second function after it is 
shifted by an amount "t." 

Mathematically, the correlation function can be described as: 

00 

Rxy (t) = / X (p) y (|3 + t) dp 

-oo 

JViiere: xCp) and yO) are the two functions to be compared. 

t is the time shift. 

Rxy(t) is the resulting correlation function. 

When xO)=yO), R^y(t) is called an auto-correlation function; When xO)^^ 
yO), Rxy(t) is called a cross-correlation function. 

As this formula indicates, the correlation function yields useful information 
only when the functions being correlated have finite content: 

00 

/ f'(t)dt<«> 

— oo 

But, because the functions to be correlated do not normally have finite 
content, the correlation function does not generally yield useful informa- 
tion. Under these circumstances, an estimate of the correlation function, 
called the average correlation function, must provide the desired 
information. 
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The mathematical formula for the average correlation function is: 
Rxy(t)= Y /JxO)y(p + t)dp 

Where: Rxy (t) is the estimated average correlation function. 

X O) and y (p) are the two functions to be correlated. 

T is a representative time interval. 

It is this average correlation function that CORREL estimates. 

The input to CORREL consists of two integer arrays. One integer array 
contains the samples of the first function to be correlated. The other integer 
array contains the samples of the second function to be correlated. 

The output from CORREL (that is, the estimates of the average correlation 
function at various time shifts) is returned in the first input integer array. 

9.1 Using the Correlation Function Subroutine 

The discrete evaluation of the correlation function implies a large number 
of mathematical operations. Indeed, the number of mathematical opera- 
tions increases linearly as the number of values of R^y(t) to be calculated 
increases. 

When you use CORREL, however, this situation is improved. CORREL 
calls the fast Fourier transform (FFT) subroutine to process the input data, 
significantly decreasing the number of mathematical operations required to 
approximate the average correlation function. In fact, this method of evalu- 
ation becomes more efficient as the number of values of R^y to be calculated 
increases. 

See Chapter 6 for a full description of the FFT subroutine. 

To use CORREL, the two functions you want to correlate should meet the 
following requirements: 

1. They must have a Fourier transform. 

2. They must be real (not complex) functions. 

3. They must be sampled at the same evenly spaced intervals. (The num- 
ber of samples must be a power of two.) 

4. They must be periodic. 

5. They must have a sample period that represents a non-zero, integer- 
multiple of their periods. 

There are exceptions to these requirements. You can also use CORREL to 
correlate functions that are non-zero over only a finite-term interval. 
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To correlate such a function, first sample the function over the non-zero 
intervals. Then, double the number of sample values to be processed. 
Finally, set the extra samples to zero. 

9.2 Discrete Evaluation of CORREL 

The following is a brief summary, without proof, of the derivation of the 
technique used by CORREL. 

Convolution, represented by the symbol *, is defined as 

S,y(0 = x(t)*y(t) = / x(t)y(^-t)dt 

-00 

Correlation, represented by the symbol ® , is defined as 

oo 

R,y (0 = X (t) ® y (t) = / X (t) y (^ + t) dt 

—00 

These two functions are related as shown 

x(-t)*y(t) = x(t)® y(t) 
since 

oo 

x(-t)*y(t) = / x(-t)y(^-t)dt 

—00 

Now, let p = -t, and 

-00 

X (-t) * y (t) = -/ X 0) y (^ + P) dp 

00 

oo 

= / xO)y(^+p)dp 



= X (p) ® y (p) or X (t) ® y (t) 
It can also be shown that 

X (t) * y (t) < > X(f ) Y (f ) 

FT 
Where: < > represents the Fourier transform and 

FT FT 

x(t)< >X(f) andy(t)< > Y (f ) 
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Furthermore, it can be observed that if 

FT 

X (t) < > X (f ) 

then 

FT 

X (-t) < > X (-f ) = X* (f ) (the conjugate of X (f )) 

since the real of portion of X (f ) is an even function and the imaginary 
portion is an odd function of f. 

Finally, assuming all the preceeding statements are true, we have 

FT 

R,y {Q = X (t) ® y (t) = X (-t) * y (t) < > X* (f ) Y (f ) 

or 

FT 

Rxy (€) = < ^ X* (f ) Y (f ) 

CORREL uses this final relationship to produce the correlation function. 
The specific steps are: 

1. Transform x (t). 

FT 

x(t)-^X(f) 

2. Transform y (t). 

FT 

y(t)^Y(f) 

3. Calculate the conjugate of X (f ). 

X* (f ) = X (-f ) 

4. Multiply X* (f) by Y (f) 

X* (f ) Y (f ) 

5. Perform an inverse transform on the result of Step 4. 

FT 

R,y(^)^— X*(f)Y(f) 

9.3 Calculating the Correlation Coefficients 

The results obtained by CORREL provide an estimate for the discrete auto- 
correlation function or the discrete cross-correlation function. The normal- 
ized results of the auto-correlation function and of the cross-correlation 
function are known as correlation coefficients. 

The following equation provides the algorithm by which you can derive the 
correlation coefficients from the results of the subroutine. 
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SxyRxy(n) 
Cxv(n) = 



Vs., • R^(0) • Syy • Ryy(O) For H = 0, 1 , 2 , . . . , N " 1 

Where: N is the number of points. 

C (n) are the calculated correlation coefficients in 



xy 



the range -1, 1 for the functions x(t), y(t). 



R (n) is the raw integer result for the correlation 

function estimate returned by CORREL for 
the functions x(t), y(t). 



R (0) is the value of the auto-correlation function 

XX 

estimate for x(t) for a zero displacement, 
that is, for n = 0. 

R (0) is the value of the auto-correlation function 

yy 

estimate for y(t) for a zero displacement, 

that is, for n = 0. 
S ,S ,S are the scale factors indicated by CORREL 

xy' xx' yy •' 

when calculating R^ , R^, and R respec- 
tively. (For an illustration, see the pro- 
gramming example in Section 9.7.) 

For many applications, the scaled results of the correlation function provide 
as much, if not more, information than do the correlation coefficients. 

9.4 How to Call CORREL 

The general format for the FORTRAN call to CORREL is: 
CALL C0RREL(IERR0R,N,IA1,IA2,IFFTA,ISC ALE) 

For reference, argument names in the call to CORREL have been assigned 
arbitrarily. You may supply your own argument names, but you must state 
all of the arguments explicitly. There are no default values for any of the 
arguments. If you omit an argument, either accidentally or on purpose, or if 
you supply too many arguments, a FORTRAN error message results, and 
no data is processed. The arguments are described in the following 
discussion. 

lERROR is an integer variable used to report error conditions. 

Because CORREL calls the FFT subroutine, the values TERROR can 
return are the same as those returned by the lERROR argument in the 
FFT subroutine. 

The values that lERROR can return, and their meanings are as follows: 

= No error 

1 = N is less than eight 

2 = N is greater than F.MAXN (see Section 6.6.3 for a description of 

F.MAXN) 
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3 = N is not a power of two 

-N = Incorrect number of arguments in call 

N is an integer variable that specifies the number of samples in both func- 
tions to be correlated. N must be a value that is a power of two in the 
range of 8 to F.MAXN. 

lAl is an integer array at least N elements in length that contains the 
samples of the first function to be correlated. CORREL returns its results 
to this array, replacing the input values. 

IA2 is an integer array at least N elements in length that contains the 
samples of the second function to be correlated. 

If the array specified for lAl has the same name and/or occupies the 
same location as the array specified for IA2 (in other words, if the two 
arrays are equivalenced), CORREL performs the average auto- 
correlation function. If lAl has a different name and occupies a different 
location from the array specified for IA2, CORREL performs the average 
cross-correlation function. 

IF FT A is an integer array used for the imaginary part(s) of the input to 
the EFT subroutine. 

The length of IFFTA depends on whether CORREL is to perform an 
auto-correlation or a cross-correlation. If CORREL is to perform an auto- 
correlation, then IFFTA must be N elements long. If CORREL is to 
perform a cross-correlation, then IFFTA must be 2 • N elements long. 

NOTE 

The original values in lAl, IA2, and IFFTA are altered upon 
return from the subroutine. 

ISC ALE is an integer variable that is set by CORREL. It indicates the 
scaling factor, that is, the number of times the results of the correlation 
function have been divided by two. CORREL sets ISCALE as necessary 
to avoid overflow. 

To obtain the unsealed results of the correlation function, you must mul- 
tiply the real and imaginary output of the subroutine by 2'®*^^^^. 



9.5 Other Routines Used 



CORREL uses the FFT subroutine. Thus, you must include both the 
CORREL object module and the FFT object module when you link or task- 
build a FORTRAN program that calls CORREL. 

See Appendixes A and B for a detailed description of how to build a 
FORTRAN program. 
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9.6 Modifying the Subroutine — Using Options 

The following sections explain which options you can use with the correla- 
tion function subroutine. If you want to use any of the options, you must 
enable them when you build the subroutine from the source file using the 
interactive build procedure (see Section 1.1). 

9.6.1 EIS (Extended Instruction Set) 

Enable this option if your installation has EIS (KEll-E) hardware or any 
other floating-point option available. Enabling this option increases the 
execution speed and decreases the memory requirements for the subroutine 
by approximately 26 words. 

9.6.2 EAE (Extended Arithmetic Element) 

Enable this option if your installation has EAE (KEll) hardware available. 
Enabling this option increases the execution speed and decreases the mem- 
ory requirements for the subroutine by approximately 20 words. 

9.6.3 FFT Options 

Because CORREL calls the FFT subroutine, the FFT options have a direct 
influence on CORREL's operation. Thus, you should take the FFT options 
mto consideration whenever you modify CORREL. 

See Section 6.6 for a description of the FFT options. 

9.7 Example Using tlie CORREL Subroutine 

The example presented here illustrates how to use CORREL to find both 
the average cross-correlation and the average auto-correlation functions of 
a specific set of input data. 

The example program computes the unsealed and scaled average cross- 
correlation function of 32 sine values and 32 cosine values scaled by 1000. 
Then, the example program computes the value of the average auto- 
correlation function, with zero shift, of 32 sine values and 32 cosine values. 
Finally, the example program computes the average cross-correlation coef- 
ficients of the 32 sine and 32 cosine values. 
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CORREL Example #1 
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CORREL Example #1 



DIMENSION ICQS(32) .ISINOZ) .IC0S2(32) 
DItlENSION IST0RE(e4) .C0R(32) 
C0MPLEX»8 ERRMES(2.3) 



.ISINZ(32) 



DflTft ERRMES/'LESS THfl ' .'N EIGHT 
1 'NOT ft PO' .'WER DF 2'/ 
DATA PI/3.14153/.T/0./C/.01/ 
DT=PI/ie. 



'EXCEEDS 



'F.MAXN 



TYPE 900 

DO 1 1=1 .32 

D=COS(T) 

E=SIN(T) 

ICOS(I)=D*1000.+SIGN(C,D) 

ISIN(n=E*1000.+SIGN(C.E) 

IC0S2(I)=IC0S<I) 

ISIN2(I)=ISIN(I) 

1 T=T+DT 

CALL C0RREL(IERR0R.3Z.ISIN,IC0S,IST0RE.ISCALE) 
IF (lERROR.NE.O) GO TO 20 
10 TYPE 1000. ISIN 

FAC=2.»»IABS(ISCALE) 
IF(ISCALE.LT.O) FAC=1./FAC 
DD2 1 = 1 .32 

2 COR( n=FAC*ISIN(I) 
TYPE 1001 .COR 

CALL CORREL (lERROR. 32. ISIN2.ISIN2.IST0RE. I SCALE) 

IFCIERROR.NE.O) GO TO 20 

FAC=2,*»IABS(ISCALE) 

IF<ISCALE.LT.0)FAC=1./FAC 

CSIN0=FAC«ISIN2(1) 

.IC0S2.IST0RE.ISCflLE) 



20 



CALL C0RREL< lERRQR ,32 .IC0S2 
IF(IERROR.NE.O) GO TO 20 
FftC=2.»*IABS(ISCALE) 
IF(ISCALE.LT,0)FAC=1./FAC 
CCDS0 = FAC*IC0S2(n 

FfiC = SC)RT(CSINO«CCOSO) 

DO 3 1 = 1 ,32 

COR(I)=CGR(I)/FAC 

TYPE 1002 ,CSINO iCCOSO .COR 

STOP 

TYPE 2000,(ERRMES(I . I ERROR) .1 = 1 .2) 
STOP 



900 FORMATdHl ,T25. 'CORREL Example «1 ') 

1000 FORMAT(///' UNSCALED RESULTS OF CORRELATION OF SINE AND COSINE'/. 
1 /.(ail7)) 

1001 FORMAT(///' SCALED RESULTS OF CORRELATION OF SINE AND COSINE'// . 
1 (1P4E17.5)) 

1002 FDRMATC///' VALUE OF AUTO-CORRELATION OF SIN»1000 WITH ZERO SHIFT 
1 = ' .IPEIO. 4.// .' VALUE OF AUTO-CORRELATION OF COS»1000 WITH ZERO 

Z SHIFT= ' .IPEIO. a.//.' CROSS-CORRELATION COEFFICIENTS FOR SIN«100 
3 BY C0S*1000 ARE AS FOLLOWS; './/.( 1 PflEl?. 5 ) ) 
2000 FORMAT(///' •*»*ERROR*»«» ARRAY LENGTH ' ,aM) 
END 
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Q) Dimension array variables and initialize the error message variable 
ERRMES. 

(2) Initialize arrays for input to the subroutine. Sine and cosine values • 
1000 for one period. 

Call CORREL to produce the unsealed results of cross-correlation of 
sine values and cosine values. Print unsealed results of cross- 
correlation of sine and cosine values. If lERROR is not zero, print the 
proper error message. Compute the scaling factor. Print scaled results 
of cross-correlation of sine values and cosine values. 

(^ Call CORREL to produce auto-correlation of sine values scaled by 
1000. If lERROR is not equal to zero, print the appropriate error mes- 
sage. Compute auto-correlation of sine values scaled by 1000. 

(?) Call CORREL to produce auto-correlation of cosine values scaled by 
1000. If lERROR is not equal to zero, print the appropriate error mes- 
sage. Compute value of auto-correlation of cosine values scaled by 
1000. 

(e) Compute the cross-correlation coefficients for scaled sine and cosine 
values. 

(7) Print error message (if error code returned). 

(£) Format statements 
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Terminal Output 



CORREL Exafiiple *1 
UNSCALED RESULTS OF CORRELATION OF SINE AND COSINE 



ZZUbO 

31213 

22065 

5 

-220B5 

-31213 

-22065 



B0B5 

25943 

30608 

17337 

-6085 

-25943 

-30808 

-17337 



11939 

28828 

28833 

11940 

-11939 

-28828 

-28833 

-11940 



17335 

30605 

25948 

B089 

-17335 

-30B05 

-25948 

-6089 



SCALED RESULTS OF CORRELATION OF SINE AND COSINE 



-B.OOOOOE+01 

3.53040E+05 

4.99408E+05 

3.53040E+05 

8,00000E+01 

-3.53040E+05 

-4.9940eE-^05 

-3.53040E-t-05 



9, 


,73600E+04 


1, 


,91024E+05 


4, 


, 150B8E+05 


4. 


,61248E+05 


4, 


,89728E+05 


4. 


,61328E-H05 


2, 


,773g2E-H05 


1 


.91040E+05 


a, 


,73600E-H04 


-1 


.91024E+05 


4, 


, 150B8E-H05. 


-4 


.B1248E+05 


4. 


,8g728E-^05 


-4 


.61328E+05 


2. 


,77382E+05 


-1 


.91040E-f-05 



2.77360E+05 

4.89680E+05 

4.151B8E+05 

9.74240E-H04 

-2.773B0E+05 

-4.89B80E+05 

-4. 15168E+05 

-9.74240E+04 



VALUE OF AUTO-CORRELATION OF SIN»1000 WITH ZERO SHIFT = 4,9930E+05 
MALUE OF AUTO-CORRELATION OF CDS*1000 WITH ZERO SHIFT = 4,9928E+05 
CROSS-CORRELATION COEFFICIENTS FOR SIN*1000 BY C0S»1000 ARE AS FOLLOWS: 



-1.60228E-04 

7.07087E-01 

l,00024E+00 

7.07087E-01 

1.60228E-04 

-7.07087E-01 

-1.00024E+00 

-7.07087E-01 



1 .9499SE-01 

8,313B0E-01 

9.80853E-01 

5.55575E-01 

-1 .94898E-01 

-8.313B0E-O1 

-9.80B53E-01 

-5.55575E-01 



3,82593E-01 

9.23B11E-01 

9.23972E-01 

3.82B25E-01 

-3.82593E-01 

-9.23B11E-01 

-9.2397ZE-01 

-3.82B25E-01 



5,55511E-01 

9.80757E-01 

B.31520E-01 

1.95126E-01 

-5.55511E-01 

-9,80757E-01 

-8,31520E-01 

-l.g512BE-01 
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Appendix A 

Installing, Verifying, and Using LSP Under RT-11 



This appendix explains how to install and verify the Laboratory 
Subroutines Package (LSP) software and how to create a FORTRAN IV 
program that calls the Laboratory Subroutines under the RT-11 operating 
system. 

However, the appendix provides only general information about creating 
programs. It does not include detailed information about the FORTRAN IV 
programming language, the FORTRAN IV compiler, the MACRO assem- 
bler, or the RT-11 operating system. For additional information on these 
topics, refer to the appropriate RT-11 or FORTRAN IV documentation 
cited in this appendix. 

A.1 Installation Requirements 

Instructions in this appendix require that: 

1. All files acted upon by system programs are on the default device, DK:, 
unless otherwise noted in this appendix. 

2. You use the default files types which are: 

.FOR FORTRAN source files 

.MAC MACRO source files 

.OBJ object files and object library files 

.SAV image (executable) background files 

3. The system MACRO library, SYSMAC.SML, and the MACRO assem- 
bler, MACRO.SAV, have already been built and reside on the system 
device, SY:. 
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4. Tbe FORTRAN IV compiler, FORTRA.SAV, has already been built and 
resides on the system device, SY:. 

5. The FORTRAN Object Time System, OTS.SAV, has been built and 
added to the system library, SYSLIB.OBJ, which resides on the system 
device, SY:. 

6. The system utility programs, PIP.SAV, DUP.SAV, the RT-11 linker, 
LINK.SAV, and the RT-11 librarian, LIBR.SAV, have been installed 
and reside on the system device, SY:. 

7. All necessary system programs and files are installed and reside on the 
system device, SY:. 

A.2 Installing the Laboratory Subroutines Software 

Installing the Laboratory Subroutines software consists of copying the LSP 
distribution volume and making any necessary corrections to the LSP 
software. 

If you wish to enable any of the options described in this manual, you must 
also run the file LSPMAK.SAV which is part of your distributed LSP soft- 
ware. LSPMAK builds the subroutines by assembling them with the op- 
tions enabled. You can also use LSPMAK to build the subroutines without 
any options, but if you do not wish to use options, you do not need to run 
LSPMAK. Section A.2.4.2 explains how to use LSPMAK. 

A.2.1 Copying the Distribution Volume 

Because all storage media can be adversely affected by environmental con- 
ditions, vandalism, and human error, you should keep several copies of any 
software that cannot be easily re-created. Copy the LSP distribution vol- 
ume and then store it in a safe place. Use the distribution volume only 
when copying the LSP software. Use only copies for all other procedures 
described in this appendix. 

The LSP software is distributed on a single volume that RT-11 can read. 
The procedure for copying the distribution volume varies depending on how 
many mass storage devices you have. If you have three or more mass 
storage devices, follow the procedure in Section A.2. 1.1. If you have only 
two mass storage devices, follow the procedure in Section A.2.1.2. 

NOTE 

Instructions for copying one volume to another use the 
SQUEEZE command rather than the COPY command. The 
SQUEEZE command copies the protection code of files; the 
COPY command does not. For additional information on 
removing and restoring the protection code of files, see 
Section A.2.2. 
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A.2.1 .1 Copying with Three or More Mass Storage Devices — To copy the LSP 
distribution volume with three or more mass storage devices do the 
following: ' 

1. Load the distribution volume. 

2. L(l>ad a blank storage volume. 

3. Format the blank storage volume if necessary. If you use RK05 disks 
format each disk. If you use RX02 drives, format each diskette to be 
either single density or double density. Other storage media cannot be 
formatted. 

Use the FORMAT command to format your disks and diskettes The 
following example formats an RK05 disk: 

.FORMAT RKl:® 

RK1:/F0RMAT-Are you sureTY® 
?FORMAT-I-ForMattins( Gowplete 

When you use the FORMAT command, diskettes on RX02 drives are 
formatted to be double density by default. If you want them to be single 
density, use the /SINGLEDENSITY switch with the FORMAT com- 
mand. The following example formats a diskette to be single density: 

.FORMAT/SINGLEDENSITY DYl:® 
DYl!/FORMAT-Are you sure?Ye) 
?FORMAT-I-ForMattin3 complete 

See the RT-11 System User's Guide for more information about the 
FORMAT command. 

4. Initialize the blank storage volume using the /BADBLOCKS switch to 
search for and isolate bad blocks. Type: 

.INITIALIZE/BADBLOCKS dyn:® 
duri:/Initialize; Are you sure? YdB 
DUP-I-No bad blooKs detected dyn: 

fxTTrrT^A^ ^^~^^ ^^^*^"^ ^^^^'^ ^"^^^ ^°^ "^°^^ information about the 
INITIALIZE command and what the system does if it finds bad blocks. 

5. Use the SQUEEZE command with the /OUTPUT switch to copy files 
from the distribution volume to the blank storage volume Using the 
SQUEEZE command with the /OUTPUT switch copies all files from the 
input (distribution) volume to the beginning of the output (storage) 
volume and consolidates all empty space on the output volume at the 
end of that volume. The following example copies all files from dvl- to 
dv2: 

.SQUEEZE/OUTPUT: dM2: dul :®) 

See the RT-11 System User's Guide for more information about the 
SQUEEZE command and copying files. 
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A 2 1 2 Copying with only Two IMass Storage Devices — If you have only two 
mass storage devices, you cannot copy the LSP distribution volume directly 
since the RT-11 system volume occupies one of your mass storage devices. 
To copy the distribution volume under these circumstances, do the 
following: 

1. Load a blank storage volume. 

2 Format the storage volume if necessary. If you usi? RK05 disks, format 
each disk. If you use RX02 drives, format each diskette to be either 
single density or double density. Other storage media cannot be 
formatted. 

Use the FORMAT command to format your disks and diskettes. The 
following example formats an RK05 disk: 

. FORMAT RKl:® 

RKl :/FORMAT-Are you sure?Y(Bll) 

?FORMAT-I-Fo rwattinfl cowplete 

When you use the FORMAT command, diskettes on RX02 drives are 
formatted tb be double density by default. If you want them to be single 
density, use the /SINGLEDENSITY switch with the FORMAT com- 
mand. The following example formats a diskette to be single density: 

. FORMAT/SINGLEDENSITY DYl:®) 
DYl : /FORMAT-Are vou sure?Y® 
?FORMAT-I-Fo rmatt ins cowplete 

See the RT-11 System User's Guide for more information about the 
FORMAT command. 
3. Initialize the blank storage volume using the /BADBLOCKS switch to 
search for arid isolate bad blocks. Type: 

. INITIALIZE/BADBLOCKS dun:® 
dMn:/Initialize ; Are you sure? Y® 
DUP-I-No bad blooKs detected dun: 

See the RT-11 System User's Guide for more information about the 
INITIALIZE command and what the system does if it finds bad blocks. 

4 Use the SQUEEZE command with both the /WAIT and the /OUTPUT 
switches to copy files from the distribution volume to the blank storage 
volume. Using the /WAIT switch causes RT-11 to pause before copying 
files allowing you to load a blank storage volume, if necessary, and to 
remove the RT-11 system volume from the system device. Then you can 
load the LSP distribution volume in the sj^stem device. RT-11 prompts 
you with messages telling you when to do each of these things. Answer 
YiSlto each message when you are ready to continue. 

The /OUTPUT switch causes RT-11 to copy all files from the input 
(distribution) volume to the beginning of the output (storage) volume 
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and consolidates all empty space on the output volume at the end of 
that volume. After RT-11 finishes copying the files, it prompts you with 
a message telling you to replace the system volume in the system de- 
vice. The following example copies all files from dvO: to dvl: 

. SQUEEZE/WAIT/OUTPUT: dul? duOs® 

Mount output uolume in dul:; Continue? Y® 

Mount input uolume in dyO:! Continue? Y® 

At this point, RT-11 copies the files and then types the following mes- 
sage on your terminal: 

Mount system uolume in dyOsi Continue? YEH 

See the RT-11 System User's Guide for more information about the 
SQUEEZE command and copying files. 

A.2.2 File Protection 

Remember that all files in the LSP distribution volume have been pro- 
tected. Never remove this protection. However, after copying the distribu- 
tion volume, you may remove the protection of files from your copies, if you 
wish, by using the RENAME command with the /NOPROTECTION switch. 
To protect an unprotected file, use the /PROTECTION switch with the 
RENAME command. 

See the RT-11 System User's Guide for more information about the 
RENAME command. 

A.2.3 IMaldng Corrections 

From time to time, the RT-11 Software Dispatch publishes corrections that 
you must make to the LSP software. The dispatch also publishes instruc- 
tions on how to make the corrections. 

You only need to make corrections published in the dispatch for version 1.2 
of the LSP software. Corrections that were published in the dispatch for 
previous versions of LSP have already been included in version 1.2. 

Never make corrections to your distribution volume. Make corrections to 
your copies. After making any corrections, copy your software again. 

A.2.4 Selecting the Form of Subroutine to Use 

You receive the Laboratory Subroutines as both object files and MACRO 
source files. Read the following sections to determine which form of the 
subroutine to use. 

A.2.4.1 Using Distributed Object Files — If you do not want to enable any of 
the options described in this manual, you can use the distributed object files 
by linking them to your FORTRAN programs. (See Section 1.2 for a list of 
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the LSP files.) Before you do so, however, test them to verify that they work 
correctly by running the program LSPVER.COM which is part of your dis- 
tributed LSP software. See Section A.3 for information about how to run 
LSPVER.COM. 

A.2.4.2 Creating Customized Object Files — LSPMAK, the Interactive Build 
Procedure — If you do want to enable any of the options described in this 
manual, use the interactive build procedure, LSPMAK.SAV, to create cus- 
tomized object files of the Laboratory Subroutines from the distributed 
source files. (See Section 1.2 for a list of the LSP files.) 

LSPMAK.SAV is part of your distributed LSP software. It lets you specify 
the subroutines you want to assemble and the options you want to use. 
Options available include: 

1. library option — lets you place the subroutines in a library which you 
create by supplying a library name. 

2. hardware options — let you make use of EIS hardware (or any floating- 
point option) or EAE hardware if you have any. 

3. subroutine options — let you specify which subroutines you want to 
assemble and which option you want to use for each subroutine. 

When you run LSPMAK.SAV, it prompts you with questions. Most ques- 
tions give the name of a subroutine or option. Answer "yes" if you want to 
build the subroutine or enable the option. Answer "no" if you do not. Some 
questions request information and tell you how to type your answers. Fol- 
low the instructions given when you respond. After you answer all the 
questions, LSPMAK creates three files on your output device as follows: 

LSPCND.MAC — This file sets the switches to enable the options you 
requested. 

LSPBLD.COM — This indirect-command file builds each subroutine you 
requested. Building consists of assembling each subroutine you specifed 
with the switches set to enable the options you chose. If you specified a 
library while running LSPMAK, LSPBLD creates that library and includes 
in it the subroutines you specified. 

LSPVER.COM — This indirect-command file verifies that your LSP soft- 
ware is in good working order. It does this by running an example program 
that tests each subroutine you asked to build. 

Before you attempt to run LSPMAK.SAV, assign logical device names to: 

1. The device containing all the Laboratory Subroutines software. Assign 
this device the logical name "IN" for "input device." Type: 

.ASSIGN dun: IN:® 

2. The device receiving the assembled object files. Assign this device the 
logical name "OU" for "output device." Type: 

.ASSIGN dun: OU:® 
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Now run the file LSPMAK.SAV. Type: 

.RUN INiLSPMAK® 



The build procedure runs and begins typing questions and information on 
your terminal. The following text shows all the questions and information 
that LSPMAK can type. However, when you run LSPMAK, not all the 
questions and information will appear since some of it depends on your 
responses to previous questions. A sample of LSPMAK.SAV and its output 
appears in Appendix C. 



Labo rato ry Sub rout ines Ul ,2 Build Procedure for RT-11 



Haue you assigned devices for input (IN:) and output (OUs)? CY/N] 

NOTE: This procedure assumes that all distributed files for 
the Laboratory Subroutines paokase are on deyioe "IN". 

This procedure directs all output and temporary files 
(except library files) to deuioe "OU". 



LIBRARY, OPTION 



Do you want to build a NEW library file from these sub ro mines'' 

CY/N] 
Enter the specification (maximum of la characters) of the 
desired library file, (example DK : LSPLIB . DB J ) 
ENTER NAME: 



As each subroutine is added to the library* its corresponding 
object file is normally deleted from deu ice "OU"! 
Is this acceptable? [Y/N] 



HARDWARE OPTIONS 



Does your machine haye the EIS option (or arty floating point option)' 
(the EIS option) CY/N] 

Does your machine haue the EAE option? 
(the EAE option) CY/N] 



SUBROUTINE AND ALGORITHM OPTIONS 



Do you want to build the subroutine "PEAK"? CY/N] 
Do you want to disable the software disital filter? 
(enable the NOFLT$ option) CY/N] 
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Do you want to enable double precision input data processinS by PEAK? 

(the DPP* option) CY/N3 
Do you want to enable processing of coded A/D input data by PEAK? 

(the AUTOG* option) [Y/N] 



Do you want to build the subroutine "NMELOP"? EY/N] 



Do you want to build the subroutine "HIST I"? CY/N] 

Do you want to enable HISTI to produce a frequency histoSraw? 

(the FREO* option) CY/Nl 
Do you want to enable double precision input data processing by HISTI? 

(the DPH* option) CY/N] 



Do you want to build the subroutine "RHISTI"? CY/N] 

Do you want to enable double precision input data processing by RHISTI? 
(the DPR* option) [Y/Nl 



Do you want to build the subroutine "FFT"? CY/N] 

What is the maxirnum lensth of any input array to be processed by FFT 
(the F.MAKN option) 

1024? [Y/N] 

2048? [Y/N3 

4096? CY/N] 

8192? CY/N] 
»#»THE DEFAULT INPUT ARRAY LENGTH WILL BE USED (1024) !*** 



Do you want to build the sub rout ine" PHAMPL"? CY/N] 
Do you want to build the subroutine "POWRBP"? CY/N] 
NOTE: CORREL needs subroutine FFT to function ! 

Do you want to build the subroutine "CORREL"? CY/N] 

This first portion of the Laboratory Subroutines build 
procedure is complete. 

File LSPCND.MAC has been created on device "OU" . This file 
sets the switches required to enable the options that you 
haue requested. 

File LSPBLD.CQM has also been created on device "OU". You 
should execute this indirect command file next. It will 
build each subroutine requested on device "OU" and create 
the library file specified. 

Finally, the file LSPUER.COM has been created on device "OU". 
You should execute this command file after usinS LSPBLD.CQM 
to build your customized Laboratory Subroutines object files. 
This command file will verify that your software has been 
successfully installed. 

STOP -- 
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Now run the indirect-command file LSPBLD.COM. This file builds the subroutines you 
requested on device "OU" and creates a library file on that device if you specified one 
Type: 

.eOUsLSPBLD® 

A.3 Verifying the Laboratory Subroutines Software 

After installing the LSP software, test it to verify that you performed the 
installation procedure correctly, and that your LSP software was delivered 
in good working order. To do so, run the indirect command file, 
LSPVER.COM. Instructions for running LSPVER.COM follow. If you plan 
to use the distributed object files, follow the instructions in Section A.3.1 If 
you used LSPMAK, follow the instructions in Section A.3.2. 

A.3.1 Verifying the Distributed LSP Object Files 

To verify the distributed LSP object files, use the distributed version of 
LSPVER.COM. The distributed version ofLSPVER.COM runs the first ex- 
ample program in each chapter of this manual. These programs call the 
distributed subroutine object files thus indicating whether they work cor- 
rectly. Before attempting to run LSPVER, do the following: 

1. Make sure that your system meets the requirements listed in 
Section A.l. 

2. Assign logical device names. Assign the logical name "IN" to the device 
containing the Laboratory Subroutines software. Assign the logical 
name "OU" to the device which will be your output device. 

To assign an input device type: 

.ASSIGN dun: IN:Set) 

To assign an output device, type: 

.ASSIGN dun : OUii® 

3. Copy all object files for the Laboratory Subroutines to your output de- 
vice. See Section 1.2 for a list of the LSP files. 

4. Now run LSPVER. Type: 

.eiNsLSPMER® 

LSPVER types the name and number of each example program it runs 
along with the output from that program on your terminal. Compare the 
output with that of the corresponding example program in the manual. If 
they do not agree, and if yox| are sure you have not neglected any of the 
requirements listed in Section A.l, you may have received a defective copy 
of your LSP software. Contact DIGITAL for more information 
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A.3.2 Verifying tiie Customized Object Files 

To verify your customized object files, use the indirect-command file 
LSPVER.COM that was created when you ran LSPMAK. LSPVER.COM 
runs the example program that calls the version of the subroutine with the 
options you enabled. To run LSPVER, do the following: 

1. Make sure that the device assignments for "IN" and "OU" in Section 
A.2.4.2 are still in effect. If they are not, assign them so they are the 
same as when you ran LSPMAK. 

2. Now run LSPVER. Type: 

.iOU:LBPMER(ll) 

LSPVER types the name and number of each example program it runs 
along with the output from that program on your terminal. Compare the 
output with that of the corresponding example program in the manual. If 
they do not agree, and if you are sure you have not neglected any of the 
requirements listed in Section A.l, you may have received a defective copy 
of your LSP software. Contact DIGITAL for more information. 

A.4 Storing the Laboratory Subroutines 

After determining that the Laboratory Subroutines you want to use are 
sound, copy them to your system volume or to the development volume 
where you store your FORTRAN programs, or put them in a library (see 
Section A.6). 

A.5 Creating a Program thiat Calls the Laboratory Subroutines 

To create a FORTRAN IV program that calls the Laboratory Subroutines, 
do the following: 

1. Write and check your program. 

2 Use one of the RT-11 editors, such as EDIT, to enter your program into 
a source file. The EDIT command with the /CREATE switch invokes 
EDIT and tells it to create a new file. Type: 

.EDIT/CREATE prosf.FOR® 

where: prog is the name of your FORTRAN source program. 

For information about entering the text of your file, making changes, 
and displaying the file, see the Introduction to RT-11 and the RT-11 
System User's Guide. 

NOTE 

Always specify a file type when you use an RT-11 editor. 
RT-11 editors do not use default file types. In this case, 
give your source file the type .FOR since that is the de- 
fault file type the FORTRAN IV compiler uses when it 
compiles your program. 

A-10 Installing, Verifying, and Using LSP Under RT-11 



3. Use the FORTRAN IV compiler to create an object file of your program 
Type: 

. FORTRAN pros® 

where: prog is the name of your FORTRAN source program. 

4. Use the RT-11 linker to link the object file of your program with the 
object files of your Laboratory Subroutines. Tjrpe; 

.LINK promts ubl)sub2»,.. subn® 

where: prog is the name of your FORTRAN program. 

subl is the name of the first Laboratory Subroutine object 
file you want to link. 

subn is the name of the last Laboratory Subroutine object 
file you want to link. 

To avoid linking individual subroutines to your program, you can plac6 
the subroutines in a library. See Section A.6. 

5. Run the program. Type: 

. RUN pros® 

where: prog is the name of your executable program. 

For more information about compiling, linking, and running FORTRAN IV 
programs, see the RT-11 System User's Guide, and the RT-11/RSTS/E 
FORTRAN rV User's Guide. 



A.6 Using Libraries 



Once you decide which of the Laboratory Subroutines you will use most 
frequently, you can link them more easily to your programs by placing 
them in a library. When you place theni in a library, you do not need to list 
each individual subroutine in the link command line. You only need to list 
the library name. When you place them in the system library, 
SYSLIB.OBJ, you do not even need to list the library name in the link 
command line. The RT-11 linker automatically searches the system library 
for a subroutine or function needed by a program. 

For example, suppose your compiled program, MYPROG.OBJ calls the 
subroutines FPEAK.OBJ and F4FFT.0BJ. To link MYPROG, you have to 
type: 

• LINK MYPROG. FPEAK tFilFFT® 

If you place the subroutines in a library called, for example, MYLIB.OBJ, 
you link MYPROG by typing: 

.LINK MYPROG.MYLIB®) 
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If you add the subroutines to the system library, SYSLIB.OBJ, you link 
MYPROG by typing: 

.LINK MYPROCei 

The RT-11 librarian program, LIBR.SAV lets you add object files or object 
file libraries to SYSLIB. When you do so, however, you must remove cer- 
tain global symbols from SYSLIB's directory for the library to function 
properly. Remove the global symbol $OVRH each time you add files or 
libraries to SYSLIB. Also remove $ERRS and $ERRTB if you previously 
added the FORTRAN IV OTS library to SYSLIB. 

To add individual object files or a library to a system library containing the 
distributed SYSLIB.OBJ file and the FORTRAN IV OTS library, use the 
LIBRARY command with the /REMOVE switch. The LIBRARY command 
invokes LIBR.SAV. The /REMOVE switch allows you to remove a global 
symbol from a hbrary directory. The following example adds an object file 
residing on dvl: to SYSLIB on dvO: and removes the appropriate global 
symbols: 

.LIBRARY/REMOVE dvOrSYSLIB du 1 : f i 1 e . OBJ® 

Global? $OVRH® 

Global? *ERRS(ll) 

Global? $ERRTB(1II 

Global? (any other Slobal previously remoued from either 

library)® 
Global? m 

where: file is the name of the file or library you want to place in the 
library. 

If you fail to remove any of the necessary glpbal symbols when you execute 
this command, you will get a warning message for each symbol you failed 
to remove. An example of the warning message is: 

?LIBR-W-Ille3al insert of *OVRH 

If you forget which global symbols to remove, create a dummy library file 
by typing a command such as the following: 

♦LIBRARY/CREATE dummy SYSLIB® 

where: dummy is the name of a dummy library file. 

Executing this command will produce error messages that list all the global 
symbols you should remove. After noting the names of the global symbols, 
delete the dummy library file and type the correct command for adding files 
to SYSLIB. 

For more information about the LIBRARY command and the RT-11 librar- 
ian program LIBR.SAV, see the RT-11 System User's Guide. 
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Appendix B 

Installing, Verifying, and Using LSP Under 
RSX-11M/M-PLUS 



This appendix explains how to install and verify the Laboratory 
Subroutines Package (LSP) software and how to create a FORTRAN pro- 
gram that calls the Laboratory Subroutines under the RSX-llM/M-PLUS 
operating systems. 

However, the appendix provides only general information about creating 
programs. It does not include detailed information about the FORTRAN IV 
or FORTRAN 77 programming languages, the FORTRAN IV or FORTRAN 
77 compilers, the MACRO assembler, or the RSX-llM/M-PLUS operating 
systems. For additional information on these topics, refer to the appropriate 
RSX-llM/M-PLUS, FORTRAN IV, or FORTRAN 77 documentation cited 
in this appendix. 

B.1 Installation Requirements 

Instructions in this appendix require that: 

1. All files acted upon by system programs are on the default device, SY:, 
under your UIC, unless otherwise noted in this appendix. 

2. You use the default file extensions which are: 

.FTN FORTRAN source files 

.MAC MACRO source files 

.OBJ object files 

.OLB object library files 

.TSK task-image (executable) files 

3. The system MACRO libraries, RSXMAC.SML and EXEMC.MLB, have 
already been built and reside on the system device, SY:. 

4. Either the FORTRAN IV or the FORTRAN 77 compiler has already 
been built, resides on the system device, SY:, and has been installed (by 
the INStall command). 
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5. Either the FORTRAN Object Time System (FOROTS) or the 
FORTRAN 77 Object Time System (F4P0TS) has been built and added 
to the system library, SYSLIB.OLB, which resides on the system de- 
vice, SY:. Make sure that only the object time system you will use is 
added to the system library. 

6. If you use FORTRAN 77 and you want to duplicate the terminal output 
for the example programs, replace the standard random-number gener- 
ator in F4P0TS with F4PRAN.0BJ. Terminal output for the example 
programs is based on the FORTRAN IV random-number generator. The 
FORTRAN 77 random-number generator is different from that for 
FORTRAN IV and will not produce the same output. To replace the 
standard random-number generator with F4PRAN.0BJ, set the UIC to 
[1,1] and use the following command: 

>LBR SYSLIB=duri : [ S »m]F4PRAI\l/RP(lTl 

where: dvn: is the device where F4PRAN.0BJ resides 

[g,ml is the UIC that F4PRAN.0BJ is stored under 

7. System utility programs, for example, PIP, DSC, FLX, LBR, and the 
RSX-llM task-builder, TKB, have been installed (again, by the 
INStall command) and reside on the system device, SY:. 

8. All necessary system programs and files are installed and reside on the 
system device, SY:. 

9. All tasks and MCR functions are installed. 

10. The system is set to accept MCR rather than DCL commands. 

B.2 Installing the Laboratory Subroutines Software 

Installing the Laboratory Subroutines software consists of copying the LSP 
distribution volume and making any necessary corrections to the LSP 
software. 

If you wish to run any of the options described in this manual, you must 
also run the file LSPMAK.TSK which is part of your distributed LSP soft- 
ware. LSPMAK builds the subroutines by assembling them with the op- 
tions enabled. You can also use LSPMAK to build the subroutines without 
any options. Section B.2. 3.2 explains how to use LSPMAK. 

B.2.1 Copying the Distribution Volume 

Because all storage media can be adversely affected by environmental con- 
ditions, vandalism, and human error, it is a good idea to keep several copies 
of any software that cannot be easily recreated. Copy the LSP distribution 
volume and then store it in a safe place. Use the distribution volume only 
when copying the LSP software. Use only copies for all other procedures 
described in this appendix. 
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The LSP software is distributed on a single volume. Most of the LSP distri- 
bution volumes are in FILES-11 format which RSX-llM/M-PLUS can 
read. Magnetic tape distribution volumes, however, are in DOS-11 format 
which RSX-llM/M-PLUS cannot read. 

Copy procedures vary depending on the type of distribution volume and the 
number of mass storage devices you have: 

• If your distribution volume is a FILES-11 volume such as an RK05, 
RK06, RLOl, or RL02 disk and you have three or more mass storage 
devices, follow the instructions in Section B.2.1.1. 

• If your distribution volume is a FILES-11 volume and you have only two 
mass storage devices, follow the instructions in Section B.2.1.2. 

• If your distribution volume is a DOS-11 formatted magnetic tape, follow 
the instructions in Section B.2.1.3. 

B.2.1.1 Copying a FILES-11 Distribution Volume with Three or More Mass 
Storage Devices — To copy a FILES-11 distribution volume, do the 
following: 

1. Load the distribution volume. Allocate the drive and mount the distri- 
bution volume. The volume label for the Laboratory Subroutines is 
LSP. The User Identification Code (UIC) is 1200,2001. Type: 

:;ALL dMn:® 
;MDU duruLSPdl) 

2. Load a blank storage volume. Allocate the drive. Type: 

; ALL dun i<m) 

3. If you use RSX-llM-PLUS, mount the blank storage volume foreign 
since it has not yet been initialized as a FILES-11 volume. Type: 

JMOU din-i:/FOry(E) 

4. Format the blank storage volume if necessary. If you use RK05 disks, 
format each disk. If you use RX02 drives, format each diskette to be 
either low (single) or high (double) density. Other storage media cannot 
be formatted. 

Use the RSX utility FMT to format your disks and diskettes. The fol- 
lowing example formats an RK05 disk: 

;:FMT DKZudl) 

** WARNING - DATA WILL BE LOST ON DK2: »# 

CONTINUE? CY OR N] YdD 

START FORMATTING 

OPERATION COMPLETE 
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When you use FMT, diskettes on RX02 drives are formatted to be low 
(single) density by default. If you want them to be high (double) den- 
sity, use the /DENS = HIGH option. The following example formats an 
RX02 diskette to be double density: 

>FMT DYl :/DENS = HIGH(aE) 

#* WARNING - DATA WILL BE LOST ON DYl : *# 

CONTINUE? CY OR N] YW 

START FORMATTING 

OPERATION COMPLETE 



See the RSX-llMIM-PLUS Utilities Manual for more information 
about FMT. 

5. Run the Bad Block Locator Utility (BAD) to search for bad blocks on 
the storage volume. The /LI switch causes BAD to list at your terminal 
the decimal number of any bad blocks found. Type: 

:>BAD dMi-i : /Lid!) 

If BAD finds bad blocks, it types a message for each one found. An 
example of the message is: 

BAD -- dyn: BAD BLOCK FOUND - LBN = nnnnnn 

LBN means Logical Block Number, and nnnnnn is the decimal number 
of the bad block found. When BAD finishes reading the storage volume 
it types a message telling how many bad blocks it found: 

BAD -- dyri! TOTAL BAD BLOCKS= n 

If BAD found none, it types 0. If your volume has bad blocks, isolate 
them using the /BAD = I AUTO I option with the INI command (see 
step 6). 

If BAD types any other message, see Chapter 6 of the 
RSX-llMIM-PLUS Utilities Manual to find out what the message 
means and what to do about it. 

6. Initialize the blank storage volume so it will be in FILES-11 format. 
Use the MCR command INI with the /BAD = | AUTO] option to isolate 
bad blocks on the volume. Type: 

>INI dun:/BAD=[AUTO](El 

INI -- NO BAD BLOCK DATA FOUND 

If you use RSX-llM-PLUS, INI does not type the above message; it 
just displays its prompt to indicate it found no bad blocks. 

See the RSX-llMIM-PLUS MCR Operations Manual for more infor- 
mation about using the MCR command INI. 
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7. If you use RSX-llM-PLUS, your storage volume is still mounted for- 
eign although it is now in FILES-1 1 format. Dismount it. Type: 

>DMOU dun:®) 

8. For both RSX-llM and RSX-llM-PLUS, mount the volume as a 
FILES-11 volume. Type: 

>MOU dunsdl) 

9. Use the RSX Disc Save and Compress Utility (DSC) to copy files from 
the distribution volume to the storage volume. The following example 
copies files from a distribution volume on drive 1 to a storage volume on 
drive 2: 

>DSC dM2: =dMl sfiSl 

See the RSX-1 IM/M-PLUS Utilities Manual for more information 
about using DSC to copy files. 

B.2.1 .2 Copying a FILES-1 1 Distribution Volume with only Two lUlass Storage 
Devices — If you have only two mass storage devices, you can not copy the 
LSP distribution volume directly since the RSX-1 IM/M-PLUS system vol- 
ume occupies one of your mass storage devices. 

To copy the distribution volume under these circumstances, use the 
stand-alone version of the RSX utility program DSC, named DSCSYS. 
Once booted, this version of DSC no longer needs the system volume. You 
can unload the system volume thus freeing the system device. Then you can 
load the LSP distribution volume in the system device and begin copying 
files. The following procedure explains how to copy the distribution volume 
using DSCSYS. 

NOTE 

Since this procedure requires you to remove the system vol- 
ume and halt the processor, make sure that no one else is 
using the system when you execute the procedure. 

1. Load a blank storage volume. Allocate the drive it is on. Type: 

>ALL dun ;& 

2. If you use RSX-llM-PLUS, mount the blank storage volume foreign 
since it has not yet been initialized as a FILES-11 volume. Type: 

;!MOU duns/FORdl) 

3. Format the blank storage volume if necessary. If you use RK05 disks, 
format each disk. If you use RX02 drives, format each diskette to be 
either low (single) or high (double) density. Other storage media can 
not be formatted. 
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Use the RSX utility FMT to format your disks and diskettes. The fol- 
lowing example formats an RK05 disk: 

>FMT DKl sS) 

## NARNING - DATA WILL BE LOST ON DKl : *# 

CONTINUE? [Y OR N] Y® 

START FORMATTING 

OPERATION COMPLETE 

When you use FMT, diskettes on RX02 drives are formatted to be low 
(single) density by default. If you want them to be high (double) den- 
sity, use the /DENS = HIGH option. The following example formats an 
RX02 diskette to be double density: 

>FMT DYl :/DENS = HIGH(ll) 

*# WARNING - DATA WILL BE LOST ON DYl : #» 

CONTINUE? [Y OR N] YdB 

START FORMATTING 

OPERATION COMPLETE 



See the RSX-llM/M-PLUS Utilities Manual for more information 
about FMT. 

Run the Bad Block Locator Utility (BAD) to search for bad blocks on 
the storage volume. The /LI switch causes BAD to list at your terminal 
the decimal number of any bad blocks found. Type: 

)BAD dM7i:/LI(lll 

BAD -- NO BAD BLOCK DATA FOUND 

If BAD finds bad blocks, it types a message for each one found. An 
example of the message is: 

BAD -- dun: BAD BLOCK FOUND - LBN = nnnnnn 

LBN means Logical Block Number, and nnnnnn is the decimal number 
of the bad block found. When BAD finishes reading the storage volume, 
it types a message telling how many bad blocks it found: 

BAD -- dun: TOTAL BAD BLOCKS= n 

If BAD found none, it types 0. If your volume has bad blocks, isolate 
them using the /BAD = I AUTO I option with the INI command (see 
step 6). 

If BAD types any other message, see Chapter 6 of the 
RSX-llMIM-PLUS Utilities Manual to find out what the message 
means and what to do about it. 
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5. Initialize the blank storage volume so it will be in FILES-11 format. 
Use the MCR command INI with the /BAD = I AUTO I option to isolate 
bad blocks on the volume. Type: 

>INI dun :/BAD = [ AUTO]® 

INI -- NO BAD BLOCK DATA FOUND 

If you use RSX-llM-PLUS, INI does not type the above message; it 
just displays its prompt to indicate it found no bad blocks. 

See the RSX-llM/M-PLUS MCR Operations Manual for more infor- 
mation about using the MCR command INI. 

6. Boot the stand-alone version of DSC, DSCSYS. The UIC is 1 1,51 1. Type: 

>BOOT C 1 »513DSCSYSe) 

RXSllS Ua.O BL3Z DISC SAVE AND COMPRESS UTILITY U a.O 

DSCSYS displays its prompt. It is now booted and ready for input. 

DSO 

7. Remove the RSX-llM/M-PLUS system volume and load a copy of the 
LSP distribution volume in the system device. Now instruct DSCSYS to 
begin copying files. The following example copies files from a distribu- 
tion volume, on drive to a storage volume on drive 1: 

DSOdv 1 : =di.iO:(Rll) 

Copying now begins. When it completes, DSCSYS displays its prompt. 

DSO 

8. Now halt the processor. Remove the LSP distribution volume from the 
system device and replace the system volume. Boot RSX-llM or 
RSX-llM-PLUS. 

See the RSX-llMIM-PLUS Utilities Manual for more information 
about DSC. 

B.2.1 .3 Copying a DOS-1 1 Distribution Volume — To copy a DOS-1 1 distribu- 
tion magnetic tape, do the following: 

1. Load the distribution volume. Allocate the drive and mount the distri- 
bution volume. The User Identification Code (UIC) is 1200,2001. Type: 

>ALL dMi-i:® 
>MOU dun:® 

2. Load a blank storage volume. Allocate the drive it is on. Type: 

>ALL dvn iW) 

3. If you use RSX-llM-PLUS, mount the blank storage volume foreign 
since it has not yet been initialized as a FILES-11 volume. Type: 

>MOU din-ij/FORdU 
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Format the blank storage volume if necessary. If you use RK05 disks, 
format each disk. If you use RX02 drives, format each diskette to be 
either low (single) or high (double) density. Other storage media cannot 
be formatted. 

Use the RSX utility FMT to format your disks and diskettes. The fol- 
lowing example formats an RK05 disk: 

>FMT OKI -.m 

«* WARNING - DATA NILL BE LOST ON DKl : ** 

CONTINUE? [Y OR Nl Y® 

START FORMATTING 

OPERATION COMPLETE 

■> 

When you use FMT, diskettes on RX02 drives are formatted to be low 
(single) density by default. If you want them to be high (double) den- 
sity, use the /DENS = HIGH option. The following example formats an 
RX02 diskette to be double density: 

>FMT DYl :/DENS = HIGH(lB 

#* WARNING - DATA WILL BE LOST ON DYl : #» 

CONTINUE? CY OR N] YdD 

START FORMATTING 

OPERATION COMPLETE 



See the RSX-llMIM-PLUS Utilities Manual for more information 
about FMT. 

Run the Bad Block Locator Utility (BAD) to search for bad blocks on 
the storage volume. The /LI switch causes BAD to list at your terminal 
the decimal number of any bad blocks found. Type: 

>BAD duns/Lldl) 

BAD -- NO BAD BLOCK DATA FOUND 

If BAD finds bad blocks, it types a message for each one found. An 
example of the message is: 

BAD -- dyn: BAD BLOCK FOUND - LBN = nnnnnin 

LBN means Logical Block Number, and nnnnnn is the decimal number 
of the bad block found. When BAD finishes reading the storage volume, 
it types a message telling how many bad blocks it found: 

BAD -- dyn: TOTAL BAD BLOCKS= n 

If BAD found none, it types 0. If your volume has bad blocks, isolate 
them using the /BAD = I AUTO I option with the INI command (see 
step 6). 
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If BAD types any other message, see Chapter 6 of the 
RSX-llMIM-PLUS Utilities Manual to find out what the message 
means and what to do about it. 

6. Initialize the blank storage volume so it will be in FILES-! 1 format. 
Use the MCR command INI with the /BAD = [AUTO] option to isolate 
the bad blocks on the volume. Type: 

>INI dMri:/BAD=tAUT0 3fii3 

INI -- NO BAD BLOCK DATA FOUND 

'v. 

If you use RSX-llM-PLUS, INI does not type the above message; it 
just displays its prompt to indicate it found no bad blocks. 

See the RSX-llMIM-PLUS MCR Operations Manual for more infor- 
mation about using the MCR command INI. 

7. If you use RSX-llM-PLUS, your storage volume is still mounted for- 
eign although it is now in FILES-11 format. Dismount it. Type: 

>DMDU dun:® 

8. For both RSX-llM and RSX-llM-PLUS, mount the volume as a 
FILES-11 volume. Type: 

>HOU dun id!) 

9. Create a UIC of [200,2001 on the storage volume. Use the MCR com- 
mand UFD (User File Directory). Type: 

>UFD dvn:C200 »Z003(1B 

10. Use the RSX utility FLX to copy files from the DOS-11 distribution 
tape to your FILES-11 storage volume. The /RS switch identifies the 
storage volume as a FILES-11 volume, and the /DO switch identifies 
the distribution volume as a DOS-11 volume. The wildcard construc- 
tion, *.*, tells RSX-llM/M-PLUS that you wish to copy the most recent 
version of all files. (You cannot specify version numbers on a DOS-11 
formatted volume.) 

The following example copies files from a DOS-11 distribution volume 
on drive to a FILES-11 storage volume on drive 1: 

>FLK di.)l : C200 »Z0O] /' RB = d uO : CZOO ,200 ] # . #/DO(Sl) 



See the RSX-llMIM-PLUS Utilities Manual for more information 
about FLX. 

11. Use the RSX-llM utility program PIP to create a contiguous file from 
LSPMAK.TSK, the interactive build procedure. Type: 

>PIP /C0=[200 ,200]LSPMhK .TSKireti 

See the RSX-llMIM-PLUS Utilities Manual for more information 
about PIP. 
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B.2.2 Making Corrections 

From time to time, the RSX-llM/S-RSX-llM-PLUS Software Dispatch 
publishes corrections you must make to the LSP software. The dispatch also 
publishes instructions on how to make the corrections. 

You only need to make corrections published in the dispatch for version 1.2 
of the LSP software. Corrections that were published in the dispatch for 
previous versions of LSP have already been included in version 1.2. 

Never make corrections to your distribution volume. Make corrections to 
your copies. After making any corrections, copy your software again. 

B.2.3 Selecting tlie Form of Subroutine to Use 

You receive the Laboratory Subroutines as both object files and MACRO 
source files. Read Sections B.2.3. 1 and B.2.3. 2 to determine which form of 
the subroutine to use. 

B.2.3.1 Using Distributed Object Files — You can use the distributed object 
files if: 

1. You do not want to enable any of the options described in this manual. 

2. You are using FORTRAN IV. 

3. Your system does not have a hardware floating-point unit. 

You use the distributed object files by task-building them to your 
FORTRAN programs. (See Section 1.2 for a list of the LSP files.) Before you 
do so, however, test them to verify that they work correctly by running the 
program LSPVER.CMD which is part of your distributed LSP software. See 
Section B.3 for information about how to run LSPVER.CMD. 

B.2.3.2 Creating Customized Object Files — LSPMAK, tlie Interactive Build 
Procedure — If you want to enable any of the options described in this 
manual, use the interactive build procedure, LSPMAK.TSK, to create cus- 
tomized object files of the Laboratory Subroutines from the distributed 
source files. You can also use LSPMAK to build the subroutines without 
any options. (See Section 1.2 for a list of the LSP files.) 

LSPMAK.TSK is part of your distributed LSP software. It lets you specify 
the subroutines you want to assemble and the options you want to use. 
Options available include: 

1. library option — lets you place the subroutines in a library which you 
create by supplying a library name. 

2. hardware options — let you make use of EIS hardware (or any floating- 
point option) or EAE hardware if you have any. 

3. FORTRAN options — let you specify whether or not you will be using 
FORTRAN 77. 
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4. subroutine options — let you specify which subroutines you want to 
assemble and which options you want to use for each subroutine. 

When you run LSPMAK.TSK, it prompts you with questions. Most ques- 
tions give the name of a subroutine or option. Answer "y^s" if you want to 
build the subroutine or enable the option. Answer "no" if you do not. Some 
questions request information and tell you how to type your answers. Fol- 
low the instructions given when you respond. After you answer all the 
questions, LSPMAK creates three files on your output device under the 
current UIC as follows: 

LSPCND.MAC — This file sets the switches to enable the options you 
requested. 

LSPBLD.CMD — This indirect-command file builds each subroutine you 
requested. Building consists of assembling each subroutine you specified 
with the switches set to enable the options you chose. If you specified a 
library while running LSPMAK, LSPBLD creates that library and includes 
in it the subroutines you specified. 

LSPVER.CMD — This indirect-command file verifies that your LSP soft- 
ware is in good working order. It does this by running an example program 
that tests each subroutine you asked to build. 

NOTE 

To run LSPMAK, certain conditions must be met (see Section 
B.l). In particular, these instructions assume you have allo- 
cated the device containing the Laboratory Subroutines soft- 
ware, mounted it with the label LSP, and installed MAC, 
LBR, TKB, PIP, and your FORTRAN compiler. See Appendix 
D for the LSPMAK dialog. 

Before you attempt to run LSPMAK.TSK, assign logical device names to; 

1. The device containing all the Laboratory Subroutines software. Assign 
this device the logical name "IN" for "input device." Type: 

>ASN di.m: = IN:(liT| 

2. The device receiving the assembled object files. Assign this device the 
logical name "OU" for "output device." Type: 

>ASN dyri:=OU:(Sll 

Now run the file LSPMAK.TSK. Type: 

>RUN IN: [200)200 ILSPMAKE) 

The build procedure runs and begins typing questions and information on 
your terminal. The following text shows all the questions and information 
that LSPMAK can type. However, when you run LSPMAK, not all the 
questions and information will appear since some of it depends on your 
responses to previous questions. A sample of LSPMAK.TSK and its output 
appears in Appendix D. 



January 1982 Installing, Verifying, and Using LSP Under RSX-llM B-11 



L a b r a t r v Subroutines M 1 . 2 Build Procedure for R S X - 1 1 M 



Have v'ou assi Sned dey ices fo r input (IN:) and output COU:)?CY/N] 



NOTE: This procedure assumes that all distributed files for 
the Laboratory Subroutines p a c k a S e are on d e m i o e "IN" 
under UIC [200 .200], 



This procedure directs all output and temporary files 
(except library files) to device " DU " u n d e r t h e 
default UIC. 



LIBRARY OPTION 



Do y u w a n t to build a N E W library file from these subroutine; 

C Y / N ] 
Enter the specification (maxiwuw of 30 characters) of the 
desi red library file. ( exawpl e SYO s C 1 f 1 ILSPLIB . OLE ) 
ENTER NAME: 



As each subroutine is added to the library, its corresponding 
object file is n o rw a 1 1 y deleted from device " DU " . 
Is this acceptable? [Y/Nl 



HARDWARE OPTIONS 



Does y u r fii a h i n e have the E I B option (or any f 1 o a t i n S point option 

(the EIS option) [Y/N] 
Does your machine have the EAE option? 

(the EAE option) CY/N] 



FORTRAN OPTIONS 



Will you be u s i n 3 FORTRAN 77? ( t h e F4 P* o p t i o n ) [ Y / N 3 

NOTE: The software verification command filet OU : LSPi-'ER . CMD . 

will use FORTRAN IV to compile the Laboratory Subroutines 
test pro£(rams. The task build procedure for these test 
programs will assume that the appropriate FORTRAN lU 
object time system library is added to the system library* 
SYSLIB.OLB. 

A 1 s t s i n e you have responded that your system does not 
have a f 1 o a t i n 3 - p o i n t u n i t f the task build procedure 
will assume that your FORTRAN lU object time system 
does not require a floatin3-point unit. 

NOTE: The software verification command filet OU:LSPMER.CMD» will 
use FORTRAN 77 to compile the Laboratory Subroutines 
test proarams. The task build procedure for these test 
programs will ass urn e that the appropriate FORTRAN 77 
object time s y s t e nt library is added to the system 1 i b r a r y t 
SYSLIB.OLB. 
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SUBROUTINE AND ALGORITHM OPTIONS 



Do you want to build the subroutine "PEAK"? CY/N] 
Do you want to disable the software disital filter? 

(enable the NOFLT* option) CY/N3 
Do you want to enable double precision input data prooessinS by PEAK'' 

(the DPP$ option) CY/N] 
Do you want to enable prooessins of coded A/D input data by PEAK-? 

(the AUTOG$ option) CY/N] 



Do you want to build the subroutine "NMELOP"? [Y/Nl 



Do you want to build the subroutine "HISTI"? [Y/N] 

Do you want to enable HISTI to produce a frequency hi s to S ram'' 

(the FREQ$ option) CY/N] 
Do you want to enable double precision inPut data processing by HISTI"? 

(the DPH$ option) CY/N] 



Do you want to build the subroutine "RHISTI"? CY/N] 

Do you want to enable double precision input data prooessins by RHISTI? 
(the DPR$ option) CY/N] 



Do you want to build the subroutine "FFT"? CY/N] 

What is the maxiMuw lensth of any input array to be processed by FFT 
(the F.MAXN option) s 

1024? CY/N] 

2048? CY/N] 

409B? CY/N] 

8192? CY/N] 
*«*THE DEFAULT MAXIMUM INPUT ARRAY LENGTH WILL BE USED (1024) i ### 



Do you want to build the subroutine "PHAMPL"? CY/N] 
Do you want to build the subroutine "POWRSP"? CY/N] 
NOTE: CORREL needs subroutine FFT to function ! 
Do you want to build the subroutine "CORREL"? CY/N] 



This first portion of the Laboratory Subroutines build 
procedure is complete. 

File LSPCND.MAC has been created on device "OU". This file 
sets the switches required to enable the options that you 
have requested . 

File LSPBLD»CMD has also been created on device "OU". You 
should execute this indirect coinmand file next. It will 
build each subroutine requested on deuioe "OU" » and create 
the library file specified. 
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Finally* the file LSPVER.CMD has been created on deuice "OU", 
You should execute this comwand file after usinS LSPBLD.CMD 
to build your customised Laboratory Subroutines object files. 
This command file will uerify that your software has been 
successfully installed. 



TTnn -- STOP 

Now run the iridirect-command file LSPBLD.CMD. This file builds the subroutines you 
requested on device "OU" and creates a library on that device if you specified one. 
Type: 

>@OU:LSPBLD(iai 

B.3 Verifying tlie Laboratory Subroutines Software 

After installing the LSP software, test it to verify that you performed the 
installation procedure correctly, and that your LSP software was delivered 
in good working order. To do so, run the indirect-commanc^ file, 
LSPVER.CMD. Instructions for running LSPVER.CMD follow. If you plan 
to use the distributed object files, follow the instructions in Section B.3.1. If 
you used LSPMAK, follow the instructions in Section B.3.2. 

B.3.1 Verifying the Distributed LSP Object Files 

To verify the distributed LSP object files, use the distributed version of 
LSPVER.CMD. The distributed version ofLSPVER.CMD runs the first ex- 
ample program in each chapter of this manual. These programs call the 
distributed subroutine object files thus indicating whether they work cor- 
rectly. Before attempting to run LSPVER, do the following: 

1. Make sure that your system meets the requirements listed in 
Section B.l. 

2. Assign logical device names. Assign the logical name "IN" to the device 
containing the Laboratory Subroutines software. Assign the logical 
name "OU" to the device which will be your output device. 

To assign an input device, type: 

>ASN di.in! = IN:(BEl 

To assign an oulfput device, type: 

>ASN dyn:=OU:(l!) 

3. Copy all of the object files for the Laboratory Subroutines to your out- 
put device. (See Section 1.2 for a list of the LSP files.) 

4. Now run LSPVER. Type: 

>iIN:C200»200]LSPMER(lII 
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LSPVER types the name and number of each example program it runs 
along with the output from that program on your terminal. Compare the 
output with that of the corresponding example in the manual. If they do not 
agree and you are sure you have not neglected any of the requirements 
listed in Section B.l, you may have received a defective copy of your LSP 
software. Contact DIGITAL for more information. 

B.3.2 Verifying ttie Customized Object Files 

To verify your customized object files, use the version of LSPVER.CMD 
that was created when you ran LSPMAK. This version of LSPVER.CMD 
runs the example program that calls the version of the subroutine with the 
options you enabled. To run LSPVER, do the following: 

1. Make sure that the device assignments for "IN" and "OU" in Section 
B.2.3.2 are still in effect. If they are not, assign them so they are the 
same as when you ran the LSPMAK. 

2. Now run LSPVER. Type: 

>§OU:LSPMER(al 

LSPVER types the name and number of each example program it runs 
along with the output from that program on your terminal. Compare the 
output with that of the corresponding example program in the manual. If 
they do not agree, and if you are sure you have not neglected any of the 
requirements listed in Section B.l, you may have received a defective copy 
of your LSP software. Contact DIGITAL for more information. 

B.4 Storing the Laboratory Subroutines 

After determining that the Laboratory Subroutines you want to use are 
sound, copy them to your system volume or to the development volume 
where you store your FORTRAN programs, or place them in a library (see 
Section B.6). 

B.5 Creating a Program that Calls the Laboratory Subroutines 

To create a FORTRAN program that calls the Laboratory Subroutines, do 
the following: 

1. Write and check your program. 

2. Use one of the RSX-llM/M-PLUS editors, such as EDI, to enter your 
program into a source file. Type: 

>EDI proS.FTN® 

where: prog is the name of your FORTRAN source program. 

For information about entering the text of your file, making changes 
and displaying the file, see the RSX-llMIM-PLUS Utilities Manual 
and the RSX-llMIM-PLUS Guide to Program Development. 
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NOTE 

Always specify a file extension when you use an editor. 
RSX-llM/M-PLUS editors do not use default file exten- 
sions. In this case, give your source file the extension 
.FTN since that is the default extension the FORTRAN 
IV or FORTRAN 77 compiler uses when it compiles your 
program. 

3. Use the FORTRAN IV or FORTRAN 77 compiler to create an object file 
of your program. 

If you are using the FORTRAN IV compiler, Type: 

>FOR Ptoi = PTQS<m) 

If you are using the FORTRAN 77 compiler, Type: 

> F 7 7 p r 3 = p r sdl) 

where: prog is the name of your FORTRAN source program. 

4. Use the RSX-llM/M-PLUS task builder to task-build the object file of 
your program with the object files of your Laboratory Subroutines. The 
/FP switch tells the task-builder to use the floating-point unit. Use the 
/FP switch if you use FORTRAN IV and your system has a floating- 
point unit. Always use the /FP switch if you use FORTRAN 77 since 
your system always has a floating-point unit. Type: 

>TKB pro 3C/FP] = proS fsub 1 tsub2 » . , , subn(13 

where: prog is the name of your FORTRAN program. 

subl is the name of the first Laboratory Subroutine object 
file you want to task build. 

subn is the name of the last Laboratory Subroutine object 
file you want to task build. 

You can specify as many object files as you wish for input. However, if 
your list of input files will use more than one line on your terminal, you 
should see the RSX-llM/M-PLUS Task Builder Manual for informa- 
tion about how to input files using multiple lines. 

To avoid linking individual subroutines to your programs, you can 
place the subroutines in a library. See Section B.6. 

5. Run the task. Type: 

>RUN prosdll 

where: prog is the name of your executable program. 

For more information about compiling, linking, and running FORTRAN 
programs, see the RSX-llM/M-PLUS Guide to Program Development, the 
IAS/RSX-11 FORTRAN IV User's Guide, and the PDP-11 FORTRAN 77 
User's Guide. 
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B.6 Using Libraries 



Once you decide which of the Laboratory Subroutines you will use most 
frequently, you can task-build them to your programs more easily by plac- 
ing them in a library. When you place them in a library, you do not need to 
list each individual subroutine in the TKB command line. You only need to 
list the library name. When you place them in the system library, 
SYSLIB.OLB, you do not even need to list the library name in the TKB 
command line. The RSX-llM/M-PLUS task builder automatically 
searches the system library for a subroutine or function needed by a 
program. 

For example, suppose your compiled program, MYPROG.OBJ calls the sub- 
routines FPEAK.OBJ and F4FFT.0BJ. To task-build MYPROG, you have 
to type: 

>TKB MYPROG[/FP]=MYPROG .FPEAK .FilFFTfill) 

If you place the subroutines in a library called, for example, MYLIB.OLB, 
you task-build MYPROG by typing: 

;TK5 MYPR0G[/FP3=MYPRDG tMYL IB/LB(Rl3' 

You have to use the /LB switch to tell RSX-llM/M-PLUS that MYLIB is a 
library file. However, if you add the subroutines to the system library, 
SYSLIB.OLB, you task-build MYPROG by typing: 

>TKB MYPROG[/FP]=MYPROG(ll) 

Note that the interactive build procedure, LSPMAK, allows you to create a 
library of your own. If you use this option, LSPMAK places in the library 
those subroutines you tell it to build in response to later questions. If you do 
not use this option when you first run LSPMAK, but later decide you want 
to use a library, you can either rerun LSPMAK or use the RSX utility 
program LBR to create a new library or add to an existing one. 

See the RSX-llM/M-PLUS Utilities Manual for information about using 
LBR. This manual also tells you how to use the system library. 
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Appendix C 

Sample of the Interactive Build Procedure for 
RT-11, LSPMAK.SAV 



The following example shows the interactive build procedure 
LSPMAK.SAV with its output. 

The example does the following: 

1. Places the subroutines in a new library called LSPLIB.OBJ. 

2. Enables the EIS option. 

3. Builds the following subroutines: 

• PEAK — with the double-precision integers option (the DPP$ option) 
enabled. 

• FFT — with a maximum input array length of 8192. 



C-1 



.ASSIGN DM0: INs® 
• ASSIGN DLO: OU:® 
.RUN INjLSPMAK® 

Laboratory Subroutines yi.Z Build Procedure forRT-ll 

Haue you assigned devices for input (IN: ) and output (OUs)? [Y/N] Y® 

NOTE: This procedure assumes that all distributed files for 
the Laboratory Subroutines paokade are on device "IN". 

This procedure directs all output and temporary files 
(except library files) to device "OU". 

LIBRARY OPTION 

Do you want to build a NEW library file from these subroutines? 

[Y/N] Y® 
Enter the specification (maximum of 14 characters) of the 
desired library file, (example DK sLSPLIB.OBJ) 
ENTER NAME: DLO : LSPL IB . OBJ® 

As each subroutine is added to the library, its co r respond in 3 
object file is normally deleted from device "OU": 
Is this acceptable? CY/N] N® 

HARDWARE OPTIONS 

Does your machine have the EIB option (or any f 1 oat in S po in t option)? 
(the EIS option) [Y/N] YtES) 

SUBROUTINE AND ALGORITHM OPTIONS 

Do you want to build the subroutine "PEAK"? [Y/N] YdH 
Do you want to disable the software digital filter? 

(enable the NOFLT* option) [Y/N] N® 
Do you want to enable double precision input data processins by PEAK? 

(the DPP* option) [Y/N] Yd!) 



Do you want to build the subroutine "NVELOP"? [Y/N] 

Do you want to build the subroutine "HISTI"? [Y/N] N® 

Do you want to build the subroutine "RHI5TI"? [Y/N] N® 

Do you want to build the subroutine "FFT"? [Y/N] Y® 
What is the maximum lenflth of any input array to be processed by FFT 
(the F.MAKN option) 

1024? [Y/N] N® 

2048? [Y/N] N® 
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409B? [Y/N] N® 
8192? [Y/N] \m 



Do you want to build the subroutine "PHAMPL"? CY/N] N® 
Do you want to build the subroutine "POWRSP"? [Y/N3 NdB 
Do you want to build the subroutine "CDRREL"? CY/N] Ndl) 



This first portion of the Laboratory Subroutines build 
procedure is complete. 

File LSPCND.MAC has been created on deuice "OU", This file 
sets the switches required to enable the options that you 
haue requested ♦ 



File LSPBLD.COM has also been created on deuice "OU", You 
should execute this indirect command file next. It will 
build each subroutine requested on deuice "OU" and create 
the library file specified* DLO :LSPLIB . OBJ . 



Finally* the file LSPVER.COM has been created on device "OU". 
You should execute this command file after usinsf LSPBLD.COM 
to build your customized Laboratory Subroutines object files. 
This command file will uerify that your software has been 
successfully installed. 

STOP -- 



.BOUiLSPBLD® 



. MACRO/OBJECT sOUsFPEAK OU : LSPCND+I N : FPEAK 
ERRORS DETECTED: 

.LIBRARY /CREATE DL : LSPLIB . OBJ OU:FPEAK 

.MACRO /OBJECT :0U!F4FFT OU s LSPCND+IN : F4FFT 
ERRORS DETECTED; 

.LIBRARY DLsLSPLIB.OBJ OUsF^FFT 

.@0U:LSPVER(RH1 



. FORTRAN/OBJECT :OU:LSPEX IN:EX4FPE 
.MAIN. 

.LINK/EKECUTE!OU:LSPEK OUsL^PEX .DL : LSPLIB . OB J 
.RUN OUsLSPEX 



Sample of the Interactive Build Procedure for RT-H, LSPMAK.SAV C-3 



PEAK Example »4 



PEAK NO. 


AREA 


P HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


32158219. 


952950. 




20. 


683113. 


4. 




11. 


483071. 




44. 


BASELINE 


1. 


2 


1073241B. 


452258. 




BB. 


344193. 


54. 




7. 


189827. 




83. 


BASELINE 


1 . 


3 


134705B83. 


3000B2. 




BOO. 


14923. 


107. 




119. 


201B30. 




833. 


VALLEY 


1 . 


STOP -- 














.DELETE/NOOUERY OU:LSPEX, 


1 * 











. FORTRAN/OBJECT :OU:LSPEX IN:EX1F4F 
.MAIN, 

.LINK /EXECUTE :OUsLSPE>< OU s LSPEX »DL : LSPLIB . DB J 

.RUN OU:LSPEX 

FFT Example «1 
DATA TO BE TRANSFORMED - SINE WAVE SCALED BY 1000. 
- REAL PART 



195 


382 


555 


707 


831 


923 


9B0 


1000 980 


923 


831 


707 


555 


382 


195 


-195 


-382 


-555 


-707 


-831 


-923 


-980 


-1000 -980 


-923 


-831 


-707 


-555 


-382 


-195 


IMAGINARY PART - 



































































































RESULTS FROM THE FORWARD FOURIER TRANSFORM OF 32 POINTS OF A SINE WAVE 



REAL PART - 

















-7 





-6 





-2 





-2 





1 





2 

















1 





2 





2 





2 





1 





2 














IMAGINARY PART - 














- 


15981 





2 





1 











-5 





-2 





-1 





-4 





-1 





2 





1 











-1 





-2 





-5 





15984 



C-4 Sample of the Interactive Build Procedure for RT-11, LSPMAK.SAV 



RESULTS FROM THE INVERSE FOURIER TRANSFORM 

- BEFORE SCALING 



REAL PART - 














-a 


B217 


12200 


17749 


22598 


2B578 


29531 


3135S 


31972 


3135-a 


29527 


2B582 


22604 


17752 


12223 


B254 


a 


-B217 


-12200 


-17749 


-22598 


-2B578 


-29531 


-3135B 


31972 


-31354 


-29527 


-2B582 


-22B04 


-17752 


-12223 


-6254 


IMAGINARY PART 


_ 












-12 


-8 


-9 


-B 


-6 


4 


-5 


-2 


-4 


-5 


-6 


-17 





-14 


-15 


-20 


12 


8 


9 


B 


B 


-4 


5 


2 


4 


5 


6 


17 





14 


15 


20 



AFTER SCALING - 



- REAL PART 


- 

















194 


381 


554 


706 


830 


922 


979 


999 


979 


922 


830 


706 


554 


381 


195 





-194 


-381 


-554 


-706 


-830 


-922 


-979 


-999 


-979 


-922 


-830 


-706 


-554 


-381 


-195 


- IMAGINARY 


PART - 














































































































STOP -- 

















.DELETE/NOQUERY OU:LSPE>(.* 
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Appendix D 

Sample of the Interactive Build Procedure for 
RSX-1 1 M, LSPMAK.TSK 



The following example shows the interactive build procedure, 
LSPMAK.TSK with its output. It assumes you have allocted DM1: and 
mounted the LSP volume on it. It also assumes that PIP, MAC, LBR, TKB, 
and F77 are installed. 

The example does the following: 

1. Places the subroutines in a new library called LSPLIB.OLB. 

2. Enables the EIS option. 

3. Enables the FORTRAN 77 option (the F4P$ option). 

4. Builds the following subroutines: 

• PEAK — with the double-precision integers option (the DPP$ option) 
enabled. 

• FFT — with a maximum input array length of 8192. 
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!ASN DM1:=IN:(BE) 
!-ASN DR2:=aU:® 
>RUN IN: [200 »200 JLSPMAKdll 



Labo rato r>' Subroutines Ml .2 Build Procedure for RSK-llM 



H a M e •/ u assigned d e w i o e s for input (IN:) and output ( U : ) ? C Y / N ] YtSHl 

NOTE: This procedure assumes that all distributed files for 
the Laboratory Subroutines p a o K a 3 e are on device "IN" 
unde r UIC [200 »200] . 

Til i 5 procedure directs all output and temporary files 
(except library files) to device "OU" unde r the 
default UIC, 



LIBRARY OPTION 



Do you want to build a NEW library file f rom these subroutines? 

[Y/N] YdB 
Enter the file specification (maximum of 30 characters) of the 
desired 1 ib rary file. ( e x ampl e SYO : [ 1 • 1 3LSPL IB , OLB ) 
ENTER NAME: DR2: [201 ,20 1 ILSPL I B . OLBdB 



As e a c h s u b r u t i n e is added to the library, its o o r r e s p o n d i n S 
object file is normally deleted from d e u i o e " U " : . 
Is this acceptable? [Y/N] NfiSi 



HARDWARE OPTIONS 



Does your machine have the E I S option (or any floating point option)? 

(the E I S option) [ Y / N ] Y® 



FORTRAN OPTIONS 



Will you be usinS FORTRAN 77? (the FaP$ option) [Y/N] 



NOTE: The software ye rif ication command f ile , OU : LSPMER . CHD , will 
use FORTRAN 77 to compile the Laboratory Subroutines 
test pros rams. The tasK build procedure for these test 
pros rams will assume that the appropriate FORTRAN 77 
object time system library is added to the system library f 
SYSLIB.OLB. 

SUBROUTINE AND ALGORITHM OPTIONS 



Do you want to build the subroutine "PEAK"? [Y/N] Y® 
Do you want to disable the software digital filter? 

(enable the NOFLT$ option) [Y/N] NdD 
Do you want to enable double precision input data processing by PEAK? 

( the DPP$ option ) [Y/N] YIRfD 
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Do you want to build the sub rout ine "NUELOP"? CY/N] NtHS) 
Do you want to build the subroutine "HISTI"? [Y/N] NEEl 
Do you want to build the subroutine "RHISTI"? [Y/N] N® 



Do you want to build the subroutine "FFT"? CY/N] Yf® 
What is the m a k i m u m 1 e n S t h of a n y input array to be processed by FFT 
(the F.HAXN option ) 

1024? [Y/N] NdB 

2048? [Y/N] N® 

4096? [Y/N] N® 

8192? [Y/N] Y® 



Do you want to build the subroutine "PHAMPL"? [Y/N] Ndl) 
Do you want to build the subroutine "POWRSP"? [Y/N] NdB 
Do you want to build the subroutine "CDRREL"? [Y/N] N®) 



This first portion of the Laboratory Subroutines build 
procedure is complete. 

File LSPCND.MAC has been created on device "OU" , This file 
sets the switches required to enable the options that you 
h a M e requested. 



File LBPBLD .CMD has also been created on deu i ce "OU" . You 
should execute this indirect o o tii iii a n d file next. It will 
build each subroutine requested on deyice "OU" and create 
the library file specifiedfDR2:[201.201]LSPLIB.0LB. 



Finally* the file LSPyER.CMD has been c reated on deMioe "OU" . 
You should execute this cowmand file after us i n S LSPBLO . CMD 
to build your customized Laboratory Subroutines object files. 
This command f i 1 e w i 1 1 verify that y o u r s o f t w a r e has been 
successfully installed. 



:!@OU:LSPBLD® 

>MAC OUsFPEAK =OU:LSPCND »IN: C200 .2001FPEAK 

>LBR DR2:[201 ,20 1 ] LSPL I B . OLB/CR = OU : FPEAK 

>MAC DU:FaFFT =OU!LSPCND »IN: [ 200 ,200 ] F4FFT 

>LBR DR2:[201 ,20 1 ] LSPL I B . OLB = DU : F4FFT 

>@ <EOF> 

>@OU:LBPOER® 

>F77 OU:LSPEK = IN: [200 ,200]E;(4FPE 

>TKB OU:LSPEK/FP =0U:L3PEK ,DR2: [201 ,201 ] LSPL I B , OLB/LB 

>RUN OUsLSPEX 
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PEAK Example «4 



PEAK NO. 


AREA 


P HEIGHT 


P 


TIME 


L HEIGHT 


L TIME 




HALF WIDTH 


T HEIGHT 


T 


TIME 


TYPE 


RATE 


1 


32158219, 


952958. 




20, 


G93113, 


4, 




11. 


483071 , 




44. 


BASELINE 


1 , 


2 


1073241B, 


452258. 




SB. 


344193. 


54. 




7. 


189827. 




83, 


BASELINE 


1 . 


3 


1347058B3, 


3000B2. 




GOO, 


14923. 


107. 




119. 


201B30. 




839, 


UALLEY 


1 . 



>PIP OU:LSPEK.*;*/DE 
>F77 OU:LSPEX=IN: [200 .2003EK1F4F 
>TKB OU:LSPEX/FP =OUiiLSPE)< ,DR2ii C201 
>RUN DU:LSPE)< 



;01]LSPLIB.0LB/LB 



FFT Example « 1 
DATA TO BE TRANSFORMED - SINE NAME SCALED BY 1000. 



REAL PART 


- 

















195 


382 


555 


707 


831 


923 


980 


1000 


980 


923 


831 


707 


555 


382 


195 





-195 


-382 


-555 


-707 


-831 


-923 


-980 


-1000 


-980 


-923 


-831 


-707 


-555 


-382 


-195 


IMAGINARY 


PART - 















































































































RESULTS FROM THE FORWARD FOURIER TRANSFORM OF 32 POINTS OF A SINE WAVE 



REAL PART - 




-7 





1 





1 





1 





IMAGINARY PART - 




-15981 





-5 





-1 





-1 









-2 





-2 

















2 





2 

















1 











-1 





-4 





1 











-5 





15984 



RESULTS FROM THE IMMERSE FOURIER TRANSFORM 

- BEFORE SCALING 



REAL PART - 
















-4 B217 


122 


00 


17749 


22598 


2B578 


28531 


31356 


31972 31354 


295 


27 


2G582 


22B04 


17752 


12223 


6254 


4 -B217 


-122 


00 


-17749 


-22598 


-2B578 


-29531 


-31356 


31972 -31354 


-295 


27 


-2B582 


-22604 


-17752 


-12223 


-6254 


IMAGINARY PART 


— 














-12 -8 




-9 


-6 


-B 


4 


-5 


-2 


-4 -5 




-B 


-17 





-14 


-15 


-20 


12 8 




9 


B 


B 


-4 


5 


2 


4 5 




B 


17 





14 


15 


20 
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- AFTER SCALING 



- REAL PART 


- 

















194 


381 


554 


706 


830 


922 


979 


999 


979 


922 


830 


70B 


554 


381 


195 





■194 


-381 


-554 


-70B 


-830 


-922 


-979 


-999 


■979 


-922 


-830 


-706 


-554 


-381 


-195 


- IMAGINARY 


PART 


_ 












































































































TT41 -- STOF 


1 














>PIP OUsLSPEX,*; 


*/DE 












>i <EOF> 
> 
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Index 



Algorithm, 

envelope-processing, 3-1 

peak-processing, 2-1 

PHAMPL, 7-1 

POWRSP, 8-1 
Aliasing, 6-8 

ALL command, B-3, B-5, B-7 
Amplitude spectra, 7-1 
Amplitudes, 7-1 to 7-12 
Angle, 

phase, 7-1 to 7-12 
Approximate Fourier transform, 6-2, 6-13 
Area, 

peak, 2-1, 2-4, 3-4 
Arguments, 

CORREL, 9-5 to 9^6 

FFT, 6-13 

HISTI, 4-5 to 4-6 

NVELOP, 3-16 to 3-20 

PEAK, 2-17 to 2-20 

PHAMPL, 7-2 

POWRSP, 8-2 

RHISTI, 5-7, 5-8 
ASN command, B-11, B-14 
Assembler, 

RSX-llM MACRO, B-1 

RT-11 MACRO, A-1 
ASSIGN command, A-6, A-9 
ATAN2, 7-2 

Auto-Correlation, 9-1, 9-2 
AUTOG$ option, 2-22, A-8, B-3 
Autogain, 2-22, A-8, B-3 
Average correlation function, 9-1 to 9-5 
Axis, 

definition of time, 2-2, 3-2 

/BAD = [AUTO]switch, B-4, B-7, B-9 
BAD command, B-4, B-6, B-8 
BAD utility, B-4, B-6, B-8 
/BADBLOCKS switch, A-3, A-4 

Bar-graph, 4-1, 5-1 



Baseline 

definition of, 2-6 
Baseline correction, 3-22 
Baseline value, 

NVELOP, 3-3, 3-17, 3-18 
BOOT command, B-7 
Build procedure. 

Interactive, 1-3, 1-5, A-6 to A-9, B-10 to 
B-14, C-1, D-1 

Category, 

data and, 4-2 
definition of, 4-1, 4-2, 5-2 
Centroid, 

definition of, 3-4 
CFT, 

comparing, 6-3 
DFT and, 6-3 
FFT and, 6-3 
definition of, 6-2 
input, 6-4 
output, 6-5 
Change, 

definition of local, 2-1, 2-2 
local, 2-2, 2-4, 3-2 
trend, 2-3, 2-4, 3-2 
Characteristics, 
Input, 

HISTI, 4-2 to 4-5 
RHISTI, 5-2 to 5-5 
/CO switch, B-9 
CoefiBcients, 
correlation, 9-1 
Fourier, 8-1 
Command files. 
Indirect, 

LSPBLD, A-6, B-11 
LSPCND, A-6, B-11 
LSPMAK, A-6, B-11 
LSPVER, A-6, B-11 



Index-1 



Commands, 
RSX-llM, 

ALL, B-3, B-5, B-7 
ASN, B-11, B-14 
BAD, B-4, B-6, B-8 
BOOT, B-7 
DMOU, B-5, B-9 
DSC, B-5, B-7 
DSCS8, B-7 
EDI, B-15 
FLX, B-9 

FMT, B-3, B-4, B-6, B-8 
FOR, B-16 
F77, B-16 
INI, B-4, B-7, B-9 
LBR, B-2 

MOU, B-3, B-5, B-7 
PIP, B-9 

RUN, B-11, B-16 
TKB, B-16, B-17 
UFD, B-9 
RT-11, 

ASSIGN, A-6, A-9 
COPY, A-2 
EDIT, A-10 
FORMAT, A-3, A-4 
FORTRAN, A-11 
INITIALIZE, A-3, A-4 
LIBRARY, A-12 
LINK, A-11, A-12 
RENAME, A-5 
RUN, A-7, A-11 
SQUEEZE, A-2, A-3, A-5 
Comparing, 

DFT and CFT, 6-4 
FFT and CFT input, 6-4 
FFT and CFT output, 6-5 
Compiler, 

FORTRAN IV, A-1, A-2, A-11, B-2, B-16 
FORTRAN 77, B-2, B-16 
Continuous Fourier transform, 6-2 
Continuum, 

definition of, 4-2 
COPY command, A-2 
Copying the distribution volume 
under RSX-llM, B-2 
under RT-11, A-2 
Correction, 

baseline, 3-22 
Corrections, 

making, A-5, B-5 



CORREL, 

arguments, 9-5 to 9-6 
example program, 9-9 
file, 1-5, 9-7 
FORTRAN call, 9-5 
input, 9-2 
output, 9-2, 9-12 
terminal output, 9-2, 9-12 
using, 9-2 
Correlation coefficients, 9-1 
Correlation fiinction, 
average, 9-1 to 9-5 
definition of, 9-1 
description, 9-1 to 9-12 
subroutine, 9-1 to 9-12 
CORREL.MAC, 1-5 
CORREL.OBJ, 1-5 
Count, 

HISTI overflow, 4-3, 4-16, 4-20 
HISTI underflow, 4-3 
NVELOP reject, 3-18 
RHISTI overflow, 5-6 
RHISTI underflow, 5-6 
/CREATE switch, A-10 
Creating, 

customized object files, A-6, B-10 
programs, 

under RSX-llM, B-15 
under RT-11, A-10 
Crest, 

peak, 2-1, 2-4, 2-6 
PEAK, 2-1, 2-4, 2-6 
Cross correlation, 9-1 to 9-12 
Customized object files, 
creating, A-6, B-10 

Data, 

averaging, 2-2 

definition of, 2-1, 2-2 

raw, 2-1, 2-2 
Data and category, 4-2 
Data/integer relation, 5-1, 5-2 
Default, 

file types, 

RSX-llM, B-1, B-16 
RT-11, A-1, A-10 
Definition of, 

baseline, 2-6 

category, 4-1, 4-2, 5-2 

centroid, 3-4 

CFT, 6-2 
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Definition of, (Cont.) 

continuum, 4-2 

correlation fiinction, 9-1 

data, 2-1, 2-2 

DFT, 6-2 

event, 4-2, 5-2 

FFT, &-1 

FORTRAN 77, 1-2 

Fourier transforms, 6-1 

interval, 5-1, 5-2 

local change, 2-2, 2-4, 3-2 

noise, 2-2, 3-2 

overflow values, 4-2, 5-2 

peak height, 2-1, 3-1, 3-2 

reference points, 5-1, 5-2 

time axis, 2-2, 3-2 

trends, 2-3, 2-4, 3-2 

underflow values, 4-2, 5-2 

valley, 2-1, 2-6, 2-7, 3-2, 3-4 
/DENS = HIGH switch, B-4, B-6, B-8 
Description, 

correlation function, 9-1 
Device, 

storage, A-2, B-3 

DOS-11-formatted, B-3, B-5 

FILES-11-formatted, B-3, B-7 
DFT, 

definition of, 6-2 

inverse, 6-3 
Digital filter, 

software, 2-3 
Discrete, 

evaluation of CORREL, 9-3 

Fourier transform, 6-2, 6-3 
Distributed files, 

object, 1-4, 1-5, A-5, B-10 

source, 1-4, 1-5, A-6, B-10 
Distribution volume, 

contents of, 1-3 to 1-5 

copying the, 

under RSX-llM, B-2 
under RT-11, A-2 
DMOU command, B-5, B-9 
/DO switch, B-9 

DOS-11 formatted device, B-3, B-5 
Double-precision integers, 2-24, 4-8, 5-17 
DPH$ option, 4-8, A-8, B-13 
DPP$ option, 2^24, A-8, B-12, C-2, D-2 
DPR$ option, 5-17, A-8, B-13 
DSC, 

command, B-7 
utility, B-5, B-7 
DSCS8 utility, B-5 
DUP utility, A-2 



EAE option, 2-22, 3-22, 4-8, 5-10, 6-16, 

7-3, 8-2, 9-7, A-7, B-12 
EIS option, 2-22, 3-22, 4-8, 5-10, 6-16, 7-3, 

8-2, 9-7, A-7, B-12, C-2, D-2 
EDI command, B-15 
EDIT command, A-10 
Editor, 

RSX-llM, B-15 

RT-11, A-10 
Envelope-processing, 

algorithm, 3-1 

subroutine, 3-1 to 3-32 

terms and conventions, 3-2 
Estimated peak width, 2-1, 2-5, 3-3 
Evaluation of CORREL, 

discrete, 9-3 
Event, 

definition of, 4-2, 5-2 
Events, 

NVELOP, 3-14 
Example program file names, 1-3 to 1-5 
Example programs, 

CORREL, 9-9 to 9-12 

FFT, 6-19 to 6-22 

HISTI, 4-12 to 4r-28 

NVELOP, 3-22 to 3-28 

PEAK, 2-24 to 2-40 

PHAMPL, 7-5 to 7-12 

POWRSP, 8-5 to 8-12 

RHISTI, 5-13 to 5-24 
EXEMCMLB, B-1 

F4FFT.MAC, 1-4 

F4FFT.0BJ, 1-4 

F4P$ option, B-12, D-1, D-2 

F77 command, B-16 

F4PRAN.0BJ, 4-11, 5-11, 7-3, 8-3, B-2 

Factor, 

PEAK gate, 2-3 

scaling, 6-8 to 6-12 
Fast Fourier transform subroutine, 6-1 

to 6-22 
FFT, 

definition of, 6-1 

arguments, 6-13 

example program, 6-19 to 6-22 

file, 1-4, 6-16 

FORTRAN call, 6-13 

input, 6-4 

maximum I/O array size, 6-16 

output, 6-5, 6-22 

properties, 6-14 

terminal output, 6-22 

using, 6-1 to 6-22 
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File, 

CORREL, 1-5, 9-7 
FFT, 1-4, 6-16 
HISTI, 1-4, 4-7 
LSPBLD, A-6, B-11 
LSPCND, A-6, B-11 
LSPMAK, A-6, B-11 
LSPVER, A-6, B-11 
NVELOP, 1-4, 3-22 
PEAK, 1-4, 2-22 
PHAMPL, 1-5, 7-2 
POWRSP, 1-5, 8-2 
RHISTI, 1-4, 5-10 
File names, 

distribution kit, 1-3 to 1-5 
example programs, 1-3 to 1-5 
subroutine, 

object, 1-3 to 1-5 
source, 1-3 to 1-5 
File protection, A-5 
File types, 
default, 

RSX-llM, B-1, B-16 
RT-11, A-1, A-10 
Files, 

indirect-command, 
LSPBLD, A-6, B-11 
LSPCND, A-6, B-11 
LSPMAK, A-6, B-11 
LSPVER, A-6, B-11 
object, 1-3 to 1-5, A-5, B-10 
source, 1-3 to 1-5, A-5, B-10 
verifying, A-9 to A-10, B-14 to B-15 
FILES-11-formatted device, B-3, B-7 
Filter, 

software digital, 2-3 
FLOAT, 7-2 
Flowchart, 

NEXTPT, 2-13, 3-11 
RITOUT, 2-14, 3-12 
NVELOP, 3-6 to 3-10 
PEAK, 2-9 to 2-12 
FLX, 

command, B-9 
utility, B-2 
F.MAXN option, 6-16, A-8, B-13, C-2, D-3 
FMT utility, B-3, B-4, B-6, B-8 
FNVLOP.MAC, 1-4 
FNVLOP.OBJ, 1-4 
FOR command, B-16 
/FOR switch, B-3, B-7 
FORMAT, 

command, A-3, A-4 
utility, A-3, A-4 



FORTRAN command, A-11, B-16 
FORTRAN IV, 

compiler, A-1, A-2, A-11, B-2, B-16 

library, 4-5, 7-2, A-12 

object time system, A-2, B-2 

random-number generator, 4-11, 5-11, 
7-3, 8-3 
FORTRAN 77, 

compiler, B-2, B-9 

definition of, 1-2 

library, 4-5, 7-2 

object time system, A-2, B-2 

random-number generator, 4—11, 5-11, 
7-3, 8-3, B-2 
Forward transform, 6-1 
Fourier coefficients, 8-1 
Fourier transform subroutine, 

fast, 6-1 to 6-22 
/FP switch, B-16, B-17 
FPEAK.MAC, 1-4 
FPEAK.OBJ, 1-4 
FREQ$ option, 4-8, A-8, B-13 
Frequency functions, 4-9, 6-2 
Frequency histogram, 4-1 to 4-4 
Function, 

average correlation, 9-1 to 9-5 

definition of correlation, 9-1 
Functions, 

frequency, 4-9, 6-2 

Gate factor, 

NVELOP, 3-3 

PEAK, 2-3 
Graphs, 

bar, 4-1, 5-1 

Height, 

definition of peak, 2-1, 3-1, 3-2 

peak, 2-1, 3-1, 3-2 

peak baseline, 3-1, 3-2 
HISTI, 

arguments, 4—5 to 4—6 

example programs, 4-12 to 4-28 

file, 1-4, 4-7 

FORTRAN call, 4-5 to 4-7 

input, 4—2 

input characteristics, 4^2 to 4—5 

output, 4-7 

overflow count, 4-3 

terminal output, 4-16, 4-20, 4-24, 4-28 

terms and conventions, 4—1 

underflow count, 4-3 

using, 4-7 
HISTI.MAC, 1-4 
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HISTI.OBJ, 1-4 
Histogram, 

frequency, 4-1 

interval, 4-1 

zeroth, 5-6 
Histogramming, 

interval, 4-1 to 4-28 
Histogramming subroutine, 

interval, 4-1 to 4-28 
Histograms, 4-1 to 4-28 

Indicator, 

scaling, 6-9 
Indirect-command files, 

LSPBLD, A-6, B-11 

LSPCND, A-6, B-11 

LSPMAK, A-6, B-11 

LSPVER, A-6, B-11 
INI command, B-4, B-7, B-9 
INITIALIZE command, A-3, A-4 
Input, 

CORREL, 9-2 

FFT, 6-4 

HISTI, 4^2 

NVELOP, 3-17 

PEAK, 2-2 

PHAMPL, 7-1 

POWRSP, 8-1 

RHISTI, 5-9 
Input characteristics, 

HISTI, 4-2 to 4-5 

RHISTI, 5-2 to 5-5 
Input data averaging, 2-2 
Installation, 

using RSX-llM, B-1 

using RT-11, A-1 
Integer and interval, 4-2, 5-2 
Integers, 

double-precision, 2-24, 4-8, 5-17 

single-precision, 2-24, 4-8, 5-17 

signed, 4-4, 5-3 

unsigned, 4-4, 5-3 
Interactive build procedure, 1-3, 1-5, A-6 to 

A-9, B-10 to B-14, C-1, D-1 
Internal scaling procedure, 6-9 
Interval, 

definition of, 5-1, 5-2 

integer and, 4^2, 5-2 
Interval histogramming, 4—1, 5-1 
Interval histogramming subroutine, 4-1 

to 4^28 
Interval histogramming with 

reference points 

subroutine, 5-1 to 5-24 



Inverse DFT, 6-3 

Inverse Fourier transform, 6-2, 6-3 

/LB switch, B-17 
LBR utility, B-2, B-17 
Laboratory Subroutines package, 

definition of, 1-1 to 1-5 
Leakage, 6-8 
/LI switch, B-4, B-6, B-8 
LIBR utility, A-12 
Libraries, 

FORTRAN IV, 4-5, 7-2, A-12 

FORTRAN 77, 4-5, 7-2 

System, 

MACRO, A-1, B-1 

object, A-1, A-11, A-12, B-1, B-17 

using, A-12, B-17 
LIBRARY command, A-12 
LINK command, A-11, A-12 
Linker, A-2, A-11 
Local change, 

definition of, 2-2 
Local maximum, 2—4 
Local minimum, 2-4 
LSPBLD, A-6, B-11 
LSPCND, A-6, B-11 
LSPMAK, A-6, B-11 
LSPVER, A-6, B-11 

MACRO, 

assembler, 

RSX-llM, B-1 
RT-11, A-1 
Making corrections, A-5, B-5 
Maximum, 

local, 2-A 
Minimum, 

local, 2-4 
MOU command, B-3, B-5, B-7 

NEXTPT, 

flowchart, 2-13, 3-11 

subroutine, 2-13, 3-11 
NOFLT$ option, 2-24, A-7, B-13, C-2, D-2 
Noise, 

definition of, 2-2, 3-2 
/NOPROTECTION switch, A-5 
Numbers, 

see Integers 
NVELOP, 

arguments, 3-16 to 3-20 

baseline value, 3-3, 3-17, 3-18 

events, 3-14 

example programs, 3-25 to 3-32 
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NVELOP, (Cont.) 

file, 1-4, 3-22 

flowcharts, 3-6 to 3-10 

FORTRAN call, 3-16 

gate factor, 3-3 

input, 3-17 

options, 3-22 

output, 3-19, 3-20 

reject count, 3-18 

sjTnbol definition, 3-5 

terms and conventions, 3-2 

terminal output, 3-28, 3-30, 3-32 

threshold value, 3-22, 3-23, 3-29, 3-31 

using, 3-20 to 3-22 

zero values, 3-18 
NVELOP.MAC, 1-4 
NVELOP.OBJ, 1-4 

Object files, 

list of, 1-3 to 1-5 
creating customized, A-6, B-10 
distributed, 1-4, 1-5, A-5, B-10 
Operating system, 

RSX-llM, 1-1 to 1-5, B-1, D-1 
RT-11, 1-1 to 1-5, A-1, C-1 
Options, 

AUTOG$, A-22, A-8, B-3 

DPH$, 4-8, A-8, B-13 

DPP$, 2-24, A-8, B-13, C-2, D-2 

DPR$, 5-17, A-8, B-13 

EAE, 2-22, 3-22, 4-8, 5-10, 6-16, 7-3, 

8-2, 9-7, A-7, B-12 
EIS, 2-22, 3-22, 4-8, 5-10, 6-16, 7-3, 8-2, 

9_7, A-7, B-12, C-2, D-2 
F.MAXN, 6-16, A-8, B-13, C-2, D-3 
F4P$, 7-3, B-12, D-1, D-2 
FREQ$, 4-8, A-8, B-13 
NOFLT$, 2-24, A-7, B-13, C-2, D-2 
using, 1-1 to 1-3, 2-22, 3-22, 4-7, 5-10, 

6-16, 7-2, 8-2, 9-7, A-5 to A-9, B-10 

to B-14, C-1, D-1 
Output, 

CORREL, 9-2, 9-12 
FFT, 6-5, 6-22 

HISTI, 4-16, 4-20, 4-24, 4-28 
NVELOP, 3-28, 3-30, 3-32 
PEAK, 2-28, 2-32, 2-36, 2-40 
PHAMPL, 7-12 
POWRSP, 8-8, 8-12 
RHISTI, 5-16, 5-20, 5-24 
/OUTPUT switch, A-3, A-5 
Overflow count, 

HISTI, 4-3, 4-16, 4-20 
RHISTI, 5-6 



PEAK, 

arguments, 2-17 to 2-20 

autogain, 2-22, A-8, B-3 

baseline, 2-6 

crest, 2-1, 2-4, 2-6 

digital filter, 2-3 

example programs, 2-24 to 2-40 

flowcharts, 2-9 to 2-12 

file, 1-4, 2-22 

FORTRAN call, 2-17 

gate factor, 2-3 

input, 2-2 

local, 

change, 2-2 
maximum, 2-4 
minimum, 2-4 

output, 2-21 

switch settings, 2-7 

symbols, 2-8, 2-9 

terminal output, 2-28, 2-32, 2-36, 2-40 

terms and conventions, 2-1, 2-2 

using, 2-20 
peak, 

area, 2-1, 2-4, 3-4 

area calculation, 3-4 

baseline, 2-6 

centroid, 3-4 

centroid calculation, 3-4 

crest, 2-1, 2-4, 2-6 

height, 

definition of, 2-1, 3-1, 3-2 

width, 2-1, 2-5, 3-3 
Peak-processing, 

algorithm, 2-1 

subroutine, 1-2, 2-1 to 2-40 
PHAMPL, 

algorithm, 7-1 

argvunents, 7-2 

example programs, 7-5 to 7-12 

file, 1-5, 7-2 

FORTRAN call, 7-2 

input, 7-1 

output, 7-1 

terminal output, 7-12 

using, 7-1 
PHAMPL.MAC, 1-5 
PHAMPL.OBJ, 1-5 
Phase angle and amplitude spectra 

subroutine, 7-1 to 7-12 
Phase angles, 7-1 
PIP, 

command, B-9 

utility, A-2, B-9 
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Points, 

reference, 5-1, 5-2 
Power spectrum subroutine, 8-1 to 8-12 
POWRSP, 

algorithm, 8-1 

arguments, 8-2 

example programs, 8-5 to 8-12 

file, 1-5, 8-2 

FORTRAN call, 8-1 

input, 8-1 

output, 8-1 

terminal output, 8-8, 8-12 

using, 8-1 
POWRSP.MAC, 1-5 
POWRSP.OBJ, 1-5 
Procedure, 

interactive build, 1-3, 1-5, A-6 to A-9, 
B-10 to B-14, C-1, D-1 

internal scaling, 6-9 

relational scaling, 6-9 
Properties, 

FFT, 6-14 
Protection of files, A-5 
/PROTECTION switch, A-5 

Random-number generator, 4-11, 5-11, 7-3, 

8-3, B-2 
Raw data, 2-1, 2-2 
Reference points, 5-1, 5-2 
Reject count, 

NVELOP, 3-18 
Relation, 

data/integer, 5-1, 5-2 

integer/interval, 4-2, 5-2 

ofFFTtoCORREL, 9-2 
Relational scaling i)rocedure, 6-9 
/REMOVE switch, A-12 
RENAME command, A-5 
RHISTI, 

arguments, 5-7 to 5-8 

characteristics, 5-2 to 5-5 

example programs, 5-13 to 5-24 

file, 1-4, 5-10 

FORTRAN call, 5-7 

input, 5-9 

output, 5—11 

overflow count, 5-6 

terminal output, 5-16, 5-20, 5-24 

terms and conventions, 5-1 to 5-2 

underflow count, 5-6 

using, 5-5, 5-9 
RHISTI.MAC, 1-5 
RHISTI.OBJ, 1-5 



RITOUT, 

flowchart, 2-14, 3-12 

subroutine, 2-14, 3-12 
/RP switch, B-2 
/RS switch, B-9 
RSX-llM, 

BAD utility, B-4, B-6, B-8 

creating programs under, B-15 

default file types, B-1, B-16 

DSC utility, B-5, B-7 

DSCS8 utility, B-5 

editor, B-15 

FLX utility, B-2 

FMT utility, B-3, B-4, B-6, B-8 

FORTRAN IV compiler, B-2, B-16 

FORTRAN 77 compiler, B-2, B-16 

LBR utility, B-2, B-17 

MACRO assembler, B-1 

operating system, 1-1 to 1-5, B-1, D-1 

PIP utility, B-9 

task-builder, B-1, B-2, B-16, B-17 
RSXMACSML, B-1 
RT-11, 

creating programs under, A-10 

default file types, A-1, A-10 

DUP utility, A-2 

editor, A-10 

FORMAT utility, A-3, A-4 

FORTRAN IV compiler, A-1, A-2, A-11 

LIBR utility, A-12 

linker, A-2, A-11 

MACRO assembler, A-1 

operating system, 1-1 to 1-5, A-1, C-1 

PIP utility, A-2 
RUN command, A-7, A-11, B-11, B-16, 

C-2, D-2 



Scaling, 

factor, 6-8 to 6-12 

FFT results, 6-8 to 6-12 

indicator, 6-9 
Selecting the form of subroutine to use, A-5, 

B-10 
Signed integers, 4-4, 5-3 
/SINGLEDENSITY switch, A-3, A-4 
Single-precision integers, 4-8, 5-17 
Software digital filter, 2-3 
Source files, 1-3 to 1-5, A-5, B-10 
Spectra, 

amplitude, 7-1 
Spectra subroutine. 

Phase angle and amplitude, 7-1 to 7-12 
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Spectrum subroutine, 

power, 8-1 to 8-12 
SQRT, 7-2 

SQUEEZE command, A-2, A-3, A-5 
Storage devices, A-2, B-3, B-5, B-7 
Subroutine, 

correlation function, 1-2, 9-1 to 9-12 

envelope-processing, 1-2, 3-1 to 3-32 

fast Fourier transform, 1-2, 6-1 to 6-22 

interval histogramming, 1-2, 4-1 to 4-28 

interval histogramming with reference 
points, 1-2, 5-1 to 5-24 

NEXTPT, 2-13, 3-11 

peak processing, 1-2, 2-1 to 2-40 

phase angle and amplitude spectra, 1-2, 
7-1 to 7-12 

power spectrum, 1-2, 8-1 to 8-12 

RITOUT, 2-14, 3-12 

selecting the form of, A-5, B-10 
Subroutine example program names, 1-4 

to 1-5 
Subroutine file names, 1-4 to 1-5 
Switches, 

/BAD = [AUTO], B-4, B-7, B-9 

/BADBLOCKS, A-3, A-4 

/CO, B-9 

/CREATE, A-10 

/DENS = HIGH, B-4, B-6, B-8 

/DO, B-9 

/FOR, B-3, B-7 

/FP, B-16, B-17 

/LB, B-17 

/LI, B-4, B-6, B-8 

/NOPROTECTION, A-5 

/OUTPUT, A-3, A-5 

/PROTECTION, A-5 

/REMOVE, A-12 

/RP, B-2 

/RS, B-9 

/SINGLEDENSITY, A-3, A-4 

AVAIT, A-4, A-5 
SYSLIB.OBJ, A-1, A-11 
SYSLIB.OLB, B-2 
SYSMAC.SML, A-1 
System libraries, 

MACRO, A-1, B-1 

object, A-1, A-11, A-12, B-1, B-17 

using, A-12, B-17 

Task, B-16 
Task-builder, 

RSX-llM, B-1, B-2, B-16, B-17 



Task-image file, B-1, B-2 
Terminal output, 

CORREL, 9-12 

FFT, 6-22 

HISTI, 4-16, 4-20, 4-24, 4-28 

NVELOP, 3-28, 3-30, 3-32 

PEAK, 2-28, 2-32, 2-36, 2-40 

PHAMPL, 7-12 

POWRSP, 8-8, 8-12 

RHISTI, 5-16, 5-20, 5-24 
Testing software 

see verifying 
Threshold value, 3-22, 3-23, 3-29, 3-31 
Time axis, 

definition of, 2-2, 3-2 
TKB command, B-16, B-17 
Transform, 

approximate Fourier, 6-2, 6-13 

forward, 6-1, 6-2 

inverse, 6-2 
Transform subroutine, 

fast Fourier, 6-1 to 6-22 
Transforms, 

continuous Fourier, 6-2 

discrete Fourier, 6-2, 6-3 

inverse Fourier, 6-2 
Trend, 

change, 2-3, 2-4, 3-2 

definition of, 2-3, 2-4, 3-2 
True peak width, 2-5 

UFD command, B-9 
Underflow count, 

HISTI, 4-3 

RHISTI, 5-6 
Underflow values, 4^2, 5-2 
Unsigned integers, 4^4, 5-3 
Using, 

CORREL, 9-2 

customized object files, A-6, B-10 

distributed files, A-5, B-10 

FFT, 6-1 to 6-22 

HISTI, 4-7 

Libraries, A-12, B-17 

NVELOP, 3-20 

options, 1-1 to 1-3, 2-22, 3-22, 4-7, 5-10, 
6-16, 7-2, 8-2, 9-7, A-5 to A-9, B-10 
to B-14, C-1, D-1 

PEAK, 2-20 

PHAMPL, 7-1 

POWRSP, 8-1 

RHISTI, 5-5, 5-9 
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Utilities, 
RSX-llM, 

BAD, B-4, B-6, B-8 

DSC, B-5, B-7 

DSCS8, B-5 

FLX, B-2 

FMT, B-3, B-4, B-6, B-8 

LBR, B-2, B-17 

PIP, B-9 
RT-11, 

DUP, A-2 

FORMAT, A-3, A-4 

LIBR, A-12 

PIP, A-2 

Valley, 

definition of, 2-1, 2-6, 2-7, 3-2, 3-4 



Value, 

NVELOP baseline, 3-3, 3-17, 3-18 

threshold, 3-22, 3-26, 3-27 
Values, 

NVELOP zero, 3-18 
Verifying, 

Laboratory Subroutines software, A-9 to 
A-10, B-14 to B-15 

Width, 

peak, 2-1, 2-5, 3-3 
/WAIT switch, A-4, A-5 

Zero values, 

NVELOP, 3-18 
Zeroth histogram, 5-6 
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D Assembly language programmer 

D Higher-level language programmer 

D Occasional programmer (experienced) 

n User with little programming experience 

D Student programmer 

D Other (please specify) 



Name Date. 



Organization Telephone . 

Street 



City State Zip Code , 



or Country 
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UPDATE NOTICE 



Laboratory Subroutines Programmer's 
Reference Manual 

AD-C984C-T1 



January 1982 

Insert this Update Notice in the Laboratory Subroutines 
Programmer's Reference Manual to maintain an up-to-date 
record of changes to the manual. 

Changed Information 

The changed pages contained in this update package reflect 
the change from Version 3.2 to Version 4.0 of the RSX-1 1M 
operating system. 

The instructions for inserting this update start on the next page. 



Copyright ©, 1982, Digital Equipment Corporation. All Rights Reserved. 



INSTRUCTIONS 
AD-C984C-T1 



The following list of page numbers specifies which pages are to be placed in the Laboratory 
Subroutines Programmer's Refererice Manual as replacements for, or additions to, current pages. 



[ 



Title page 
Copyright page 



[ 



B-3 
B-4 



[ 



B-11 
B-12 



l-X 



rB-5 

LB-6 



rB-15 

LB-16 



rXl 

Lblank 



rB-7 

Lr-a 



B-8 



rB-17 

Lblanl< 



rB-1 

Lb-2 



rB-9 
LB-10 



rD-1 

LD-2 



rD-3 

Ld-4 



KEEP THIS UPDATE NOTICE IN YOUR MANUAL TO MAINTAIN AN UP-TO-DATE 
RECORD OF CHANGES. 

TYPE AND IDENTIFICATION OF DOCUMENTATION CHANGES. 

Five types of changes are used to update documents contained in the RSX software manuals. Change 
symbols and notations are used to specify where, when, and why alterations were made to each update 
page. The five types of update changes and the manner in which each is identified are described in the 
following table. 



The Following Symbols and/or Notations 

1. Change bar in outside margin; version num- 
ber and change date printed at bottom of 
page. 

2. Change bar in outside margin; change date 
printed at bottom of page. 

3. Change date printed at bottom of page. 



4. Bullet (•) in outside margin; version number 
and change date printed at bottom of page. 

5. Bullet (•) in outside margin; change date 
printed at bottom of page. 



Identify the Following Types of Update Changes 

1 . Changes were required by a new version of 
the software being described. 



2. Changes were required to either clarify or 
correct the existing material. 

3. Changes were made for editorial purposes 
but use of the software is not affected. 

4. Data was deleted to comply with a new ver- 
sion of the software being described. 

5. Data was deleted to either clarify or correct 
the existing material. 
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